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IMPORTANT 

In correspondence concerning this instrument, please quote the type number and the serial number as given on 
the type plate on the rear of the instrument. 
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I. INTRODUCTrON 



GENERAL INFORMATION 



The counters in the PM 6620-series have frequency ranges from D.C. up to 80 MHz, 520 MHz and 1 6 Hz respec- 
tively for the PM 6622, PM 6624 and PM 6625. 

All models can measure frequency, ratio, period, time interval and have a totalizing mode. 

Optional accessories such as four different oscillators, a battery unit, a BCD output unit, a D/A converter and a 
BUS interface system extend the range of application. 



II. TECHNICAL DATA 



Properties expressed in numerical values with statement of tolerances are guaranteed. Numerical values without 
tolerances are intended for Information purposes only and Indicate the properties of an average instrument. The 
numerical values hold good for the nominal mains voltage. 



A. MEASUREMENTS 

Frequency 

Range 



Gate times 
Resolution 
Accuracy 

Single Period B 

Range 

Frequency counted 
Time resolution 
Accuracy 

Period average B 

Range 

Frequency counted 
Number of averagings 

Time resolution 
Accuracy 

Time interval A — B 



Range 

Frequency counted 
Time resolution 

Number of averagings 
Min. time stop to start 
Accuracy 



DC ... 80 MHz. Input A. All models 
50 . . . 520 MHz. input C. PM 6624 
50 ... 1000 MHz. Input C. PM 6625 
10 ms, 100 ms, 1 s and 10 s. Input A 
100 Hz, 10 Hz, 1 Hz and 0.1 Hz. All models 
±1 count ± time base error 



100 ns... 105 s (DC... 10 MHz) 

10 MHz or 10 kHz 
1 00 ns or 1 00 [xs 

±1 count ± trigger error* ± time base error 



1 Hz... 10 MHz 
10 MHz 

N= 102. 104 and 105 
1 00 ns 
N 

±1 count ± trigger error*/N ± time base error 



Single 



Average 



100 ns ... 105 s 
10 MHz or 10 kHz 
100 ns or 100 jxs 



±1 count ± trigger 
error** ± time base error 



1 ns . ..Is 
10 MHz 
I QO n.s. 

N=102, 104 -I06 



250 ns 

±5 ns ± time base error 
^100 ng ^ trigger grrorl, 
W* 



Time interval repetition rate 



max. 5 MHz 



max. 4 MHz 




/ 



a 



Count A 

Range 

Mode 

Pulse pair resolution 

Frequency ratio A/B or C/B 

Range 



Multiplier 

Accuracy 



1 to 999999999 

Accumulates pulses on channel A during time Interval between start and 
stop signal or gate signal at input B 
12 ns 



fA: DC... 80 MHz. All models 
fB: DC... 10 MHz. All models 
fC: 50... 520 MHz, PM 6624 
fC: 50. . . 1000 MHz. PM 6625 

N = 104 and 10<5 

±1 count ± trigger error* of B 
N 



Check 

HOLD OFF on 



10 MHz internally applied to channel A and B 

The hold off duration will be displayed if SINGLE PERIOD B is selected. 
PM 6622. 



Auxiliary functions 

Reset Pushing RESET button resets the counter, releasing it starts new measure- 

ment. 

Start/Stop and Gated by B In function COUNT A the gate time is controlled either by start/stop or 

gate signal at input B. 

Mode of operation is selected by a slide switch at the front panel. 

Continuously variable between 0.2 ... 5 s and infinite of display time knob 
is pulled. 

The switch is combined with display time control. Position STAND BY 
keeps an oven oscillator heated. 

Switchable by push-button MEMORY 
Active in the time-interval and the period mode. PM 6622. 

Approximately 10 . . , 500 \iS, 

500 \is . . . 100 ms if control knob is pulled. 

Hold off time is monitored at output gate open. 

* Trigger error is ^ ±3 x 10“^ for sine wave signals with signal to noise ratio of ^ 40 dB. 

2 5 X 10”3 

** Trigger error for any wave shape is < ± Signal slope (V/ns) 



Display time 

Stand by 

Memory 
Trigger hold off 
Range 



B. INPUT CHARACTERISTICS 



Input A and B 

Range 

DC coupled 
AC coupled 
Sensitivity 

Impedance 
Coupling 
Attenuation 
Trigger level 

Safe overload 
Attenuation x 1 

Attenuation x 10 



DC ... 80 MHz 1 

100 Hz 80 MHz I ^ functionally limited to 10 MHz 
Sine wave: 20 

Pulses: 60 mVp.p for pulse width > 6 ns 
1 MH//25 pF 
DC and AC 
X 1 and X 10 

Preset 0 V or variable between ±2.5 V with high resolution around 0 V. 

< 440 Hz : 250 V DC or 230 V,,ns 
> 440 Hz: falling to 12 Vj-ms at 1 MHz 
Max. 250 V DC or 230 
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Input C 

(Not present in PM 6622) 

Frequency range 
Dynamic voltage range 

Impedance 
VSWR 
Coupling 
Attenuation 
Prescaling factor 
Safe overload 
AM tolerance 



D OUT/IN 10 MHz 

Range 
Sensitivity 
Coupling 
Impedance 
Safe overload 



PM 6624 



PM 6625 



50... 520 MHz 
10 rnVrms ... 12 ^rms 
(—27 dBm ... +35 dBm) 

50 n 
<2 
AC 

by automatic PIN diode attenuator, 



50... 1000 MHz 

l0mVp^s-..12 ^rms 

( — 27 dBm ... +35 dBm) 
50 n 
<2 
AC 

maximum 62 dB. 



8 16 

^2 12 Vj-mg 

98 % at 5 kHz modulation frequency 1 

30 % at 1 MHz modulation frequency J ^ f^iodels 



External oscillator input or Internal oscillator output. Selectable by a switch 
at the rear panel. 

1 kHz ... 10 MHz 
500 rnVrms 
AC 



EXT. RESET/START O V ±0.4 V applied to EXT. RESET input will reset the counter. 

If DISPLAY TIME is set to position oo one new measurement will be ini- 
tiated when the EXT. RESET is returned to > +2.4 V (max. 5.5 V) or the 
input is left open. 

Input current Max. 0.4 mA at 0.4 V 



* Above 960 MHz. the sensitivity of the PM 6625 might drop to 14 mVnns (“-24 dBm) at 1 GHz 



C. OUTPUT CHARACTERISTICS 



D OUT/IN 10 MHz 

Output frequency 
Signal level 
Output impedance 
Coupling 



Internal oscillator output or external oscillator input. Selectable by a switch 
at the rear panel. 

Internal oscillator frequency, 10 MHz. 

~ “I Vrms» open circuit. 

^ 200 n, short circuit proof. 

DC 



GATE OPEN 

Output level < 0.4 V during main gate open 

1.5 during hold off time. PM 6622 
> 2.5 V during main gate closed. 

Output impedance ~ 400 H. 

Internal delay between the signal inputs and the trigger monitor output is 
approximately 65 ns. 

DISPLAY 9 digits. 

In plane 7 segment gas discharge display with decimal point indication. 

Gate lamp Indicates that main gate Is open and counting takes place. 

In stand by position the Gate lamp indicates that mains or battery voltage 
is connected. 



Unit annunciators 



kHz, MHz, ms and ns. 
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D. GENERAL CHARACTERISTICS 

See Chapter VIII. 



100 ... 130 V or 200 .. . 260 V, 50 . . . 400 Hz max. 20 VA depending 
on options. 

4 - 1 1 .5 to 28 V approximately 8 W. 

PM 9673 



Environmental characteristics 

Temperature 
Operating 

Storage 

Mains interference 
Altitude 

Shock 
Vibration 

Dimensions 

Width 210 mm 

Height 89 mm 

Depth 325 mm 

Weight Approximately 2.8 kg. 



0° C ... 50° C 

0° C . . . 40° C with battery option PM 9673. 

-^0° C . . . 70° C 

— 40° C . . . 50° C with battery option PM 9673. 

Below CISPR (22/3, 29/2 and 40/1) 

5000 m operating 
15000 m storage. 

Meets the requirements of the lEC 68 Eb recommendations. 
Meets the requirements of the lEC 68 F recommendations. 



Oscillator 

Supply 

By mains 

By external battery 
By internal battery option 



III. ACCESSORIES 



1. Standard accessories supplied with the instrument 

1 mains cable 
1 manual 

1 1 .6 A fuse .fast action 
1 “115 V” label 

2. Accessories to be ordered separately 

2.1. Oscillators 

PM 9677 Standard oscillator 
PM 9678 TCXO 

PM 9679 Oven-enclosed oscillator 1 x 10“V*T^onth 
PM 9690 Oven-enclosed oscillator 1.5x 10"V24 h. 

2.2. Output interface units 
PM 9674 BCD output unit 
PM 9675 D/A converter 

2.3. Input interface accessories 

PM 9351 Passive measuring probe 10 MfljU pF 
220 MHz, attenuation lOX 

PM 9353 FET probe, lMn/3.5F, 220 MHz 



PM 9584 Resistive mixing piece, 50 fi, 3 BNC 
sockets 

PM 9346 Active-probe power supply 

2.4. Coaxial cables 

PM 9074 50 n, BNC to BNC.Iengthl m 

PM 9588 Set of 50 ft cables, BNC to BNC: 

5 cables, length 20.7 cm 
4 cables, length 40.5 cm 
3 cables, length 60.3 cm 
3 cables, length 198.6 cm 

2.5. Mains cable 

PM 9011 3-core detachable mains cable 

2.6. Rack mount adapter 

PM 9669 19"' rack mount adapter 

2.7. Battery unit 

PM 9673 Internal battery unit 

2.8. Carrying case 

PM 9672 Carrying case for the instrument 
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IV. INSTALLATION 



1. Mains voltage conversion 

The instrument can be converted into two mains voltage ranges 100 — 130 V and 200 — 260 V. The frequency 
range Is 50 to 400 Hz. At delivery the instrument is set to the 200 to 260 V range. 

When changing to the 100 to 130 V range the connections of the mains transformer should be changed 
as shown in figure lV-1, and the label "230 V" covered with the "115 V” label supplied. 






Figure lV-1. Mams transformer connections 



2. Earthing 

The local safety regulations prescribe how the instrument should be earthed. Two ways are possible: 

1. Via the protective earth terminal at the rear panel. 

2. Via the three core mains cable plugged into an outlet with protective earth contact. 

NOTE: Use only one of these alternatives to avoid hum! 



3. Fuses 

A thermal fuse on the mains transformer and a 1.6 A fuse, fast action, on unit U1 are protecting the 
power supply. 



4. Optional accessories 

Refer to installation instruction given in manual for each type number. 
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V. CONTROLS, INDICATORS AND CONNECTORS 



Front panel PM 6624 and PM 6625 




PM 6625 timer /counter IGH 1 : 



DISPLAY TIME 
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> kHz 
% iVIHz 



PUVL.mH 

m 
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ESpI., 
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RATIO A/B^rC/ 



1. Display time control 

Potentiometer sets display time between 0.2 s and 5 s. 
Infinite display time when knob is pulled. With switch 
set to position STAND BY the counter is turned off 
except of the oven oscillator. 

Warning: Primary voltage of power supply is on. 



2. kHz, MHz, ms and ns 

Unit annunciators. 



3. Gate lamp 

Indicates that main-gate is opened and counting takes 
place, in the stand-by position the gate lamp indicates 
that the line voltage or battery is connected for X-tai 
oscillator stabilization. 



4. Monitor socket channel A 

Output socket for set trigger level. 



5. Trigger control channel A 

Sets trigger level from — 2.5 V to +2.5V when the 
attenuator is in position 20mV, and from — 25 V to 
+ 25 V when the attenuator is in position 200 mV. Knob 
pulled sets trigger level to 0 V. 



6. Trigger lamp channel A 

Tri-state control lamp for set trigger level. Blinking 
lamp Indicates that the set trigger level matches the 
level of the input signal. Lamp permanently on indi- 
cates that the set trigger level is too high, and lamp 
turned off indicates that set trigger level is too low. 



7. Trigger lamp channel B 

Same as trigger lamp channel A. 



8. Trigger control channel B 

Same as trigger control channel A. 



9. Monitor socket channel B 

Same as monitor socket channel A. 



10. Memory 

In released position the measurement information is 
stored until next measurement cycle is completed. De- 
pressed button makes display follow decade counters 
continuously. 



11. Input C 

Input socket for frequency and ratio measurement. 



12. Start-Stop by B/Gated by B and Input A/Input C 

In the upper position it sets counter to measure Count 
A Start-Stop by B, Frequency A, or Ratio A/B and in 
the lower position it sets counter to measure Count A 
Gated by B, Frequency C or Ratio C/B depending on 
how the Function Selector Is set. 



13. Frequency A and C 

Sets counter to measure frequency at inputs A and C. 
100 Hz, 10 Hz, 1 Hz and 0.1 Hz correspond to the reso- 
lution of the least significant digit. 



14. Single 

Sets counter to measure Single Period B or Single 
Time Interval A to B. Time resolution can be set to 
0.1 ms or 0.1 ^s. 
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15. Average 

Sets counter to measure Multiple Period B or Time 
Interval Average A to B. 10^, 10^ and 10^ are number of 
averagings. 

i 

1 6. Ratio A/B or C/B 

Combined with Input A/Input C switch it selects Ratio 
A/B or Ratio C/B measurement. 10^ and 10^ are mul- 
tipliers. 



17. Count A 

Sets counter to accumulate pulses between Start to 
Stop or Gated by B measurements. 



18. Function selector 

Combined with the two slide switches it selects the 
different measuring modes. 



19. Period B/Time interval A to B 

Sets counter to measure Period B or Time Interval A 
to B. 

20. Self check 

Connects 10 MHz from the internal oscillator to the 
input circuits of the counter. 

21. Slope selector channel A 

Sets counter to trigger on either positive or negative 
slope of the input signal. 



22. Attenuator channel A 

Provides 1 0x attenuation of the input signal. 

23. AC/DC selector channel A 

Selects AC or DC coupling of the input signal. 

24. Separate/Common via B 

Connects channel A and B internally in position 
COM VIA B, In position SEP the input channels are 
separated. 

25. AC/DC selector channel B 

Same as AC/DC selector channel A. 

26. Attenuator channel B 

Same as attenuator channel A. 

27. Slope selector channel B 

Same as slope selector channel A. 

28. Input A 

Input socket for frequency, ratio and time interval 
measurement. 

29. Input B 

Input socket for period, ratio and time Interval mea- 
surement. 

30. Reset 

Resets counter and display to zero. 
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V. CONTROLS, INDICATORS AND CONNECTORS 

Front panel PM 6622 



PM 6622 timer/counter 80MHz 



DISPLAY TIME 

PULL oo 
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1. Display time control 

Potentiometer sets display time between 0.2 s and 5 s. 
infinite display time when knob is pulled. With switch 
set to position STAND BY the counter is turned off 
except of the oven oscillator. 

Warning : Primary voltage of power supply is on. 



2. kHz, MHz, ms and ns 

Unit annunciators. 



3. Gate lamp 

Indicates that main-gate is opened and counting takes 
place, in the stand-by position the gate lamp Indicates 
that the line voltage or battery is connected for X-tal 
oscillator stabilization. 



4. Monitor socket channel A 

Output socket for set trigger level. 



5. Trigger control channel A 

Sets trigger level from — 2.5 V to +2.5V when the 
attenuator is in position 20mV, and from — 25 V to 
+ 25 V when the attenuator is in position 200 mV. Knob 
pulled sets trigger level to 0 V. 



6. Trigger lamp channel A 

Tri-state control lamp for set trigger level. Blinking 
lamp Indicates that the set trigger level matches the 
level of the input signal. Lamp permanently on indi- 
cates that the set trigger level is too high, and lamp 
turned off Indicates that set trigger level is too low. 



7. Trigger lamp channel B 

Same as trigger lamp channel A. 



8. Trigger control channel B 

Same as trigger control channel A. 



9. Monitor socket channel B 

Same as monitor socket channel A. 



10. Memory 

In released position the measurement information is 
stored until next measurement cycle is completed. De- 
pressed button makes display follow decade counters 
continuously. 



11. Hold off control 

In Single Period and Single Time Interval this control 
disables retriggering of the main gate until the set hold 
off time is out. 



12. Start/stop by B-Gated by B 

In the upper position it sets counter to measure Count 
A Start-Stop by B, in the lower position counter will 
measure Count A Gated by B. 



13. Frequency A 

Sets counter to measure frequency at input A. 100 Hz, 
10 Hz, 1 Hz and 0.1 Hz correspond to the resolution of 
the least significant digit. 



14. Single 

Sets counter to measure Single Period B or Single 
Time Interval A to B. Time resolution can be set to 
0.1 ms or 0.1 [is. 
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15. Average 

Sets counter to measure Multiple Period B or Time 
interval Average A to B, 10^, 10"* and 10^ are number of 
averagings. 



16. Ratio A/B 

Sets counter to measure ratio between signals at input 
A and B. 10^ and 10^ are multipliers. 



17. Count A 

Sets counter to accumulate pulses between Start to 
Stop or Gated by B measurements. 



18. Function selector 

Combined with the two slide switches it selects the 
different measuring modes. 



19. Period B/Time interval A to B 

Sets counter to measure Period B or Time interval A 
to B. 



20. Self check 

Connects 10 MHz from the internal oscillator to the 
Input circuits of the counter. 



21. Slope selector channel A 

Sets counter to trigger on either positive or negative 
slope of the input signal. 



22. Attenuator channel A 

Provides lOx attenuation of the input signal. 

23. AC/DC selector channel A 

Selects AC or DC coupling of the input signal. ^ 

24. Separate/Common via B 

Connects channel A and B internally in position 
COM VIA B. In position SEP the input channels are 
separated. 

25. AC/DC selector channel B 

Same as AC/DC selector channel A. 

26. Attenuator channel B 

Same as attenuator channel A. 

27. Slope selector channel B 

Same as slope selector channel A. 

28. Input A 

Input socket for frequency, ratio and time interval 
measurement. 

29. Input B 

Input socket for period, ratio and time interval mea- 
surement. 

30. Reset 

Resets counter and display to zero. 
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Rear panel PM 6622 ... 25 




1. External battery socket 6. External battery socket 

Plus pole input socket for externa! battery. Minus pole input socket for external battery. 



2. Mains Input 7. Chassis ground 

Input socket for the mains. Protective earth terminal. 



3. External reset input 

Input socket for reset/start signal. 

4. Monitor socket gate signal 

Output socket for gate and hold off (PM 6622) signals. 

5. Internal/External Standard switch 

Sets operating mode of input D to either internal 
10 MHz out or external 10 MHz in. 



8. Mains/Battery switch 

Sets power supply to be fed from externa! or internal 
power source. 

9. BCD and D/A connector 

Output connector for the BCD and D/A units. 

10. Internal/External Standard socket 

10 MHz out or external 10 MHz in. 
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Top view PM 6622 ... 25 




Fig. V-1. Top view of PM 6622 . . .25 1 .6 A fuse fast action. 
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VI. OPERATION 
General Information 



1. Switch on power 

1.1. Mains 

Before the counter is connected to the mains check 
that the mains transformer is wired for the local mains 
voltage as described in chapter 1V.1. Mains voltage 
conversion 

— Set switch MAINS EXT. BATT/INT. BAIT on the 
rear panel to position MAINS EXT. BATT. 

— Connect the mains cable to input socket for the 
m ai ns at th e rea r pa n e I . 

— Set DISPLAY TIME control at the front panel to 
position ON. 

— Check that display turns on indicating that power 
is on. 



1 .2. External battery 

— Set switch MAIN| EXT. BATT/INT. BATT at the 
rear panel to position MAINS EXT. BATT. 

— Connect the cables from the external battery to 
sockets EXT. BATT. 12 — 28 V at the rear panel. 

— Set DISPLAY TIME at the front panel control to 
position ON. 

— Check that display turns on indicating that power 
is on. 



1.3. Internal battery PM 9675 

— Set switch MAINS EXT. BATT/INT. BATT. at the 
rear panel to position INT. BATT. 

— Set DISPLAY TIME control at the front panel to 
position ON. 

— Check that display turns on Indicating that power 
Is on. Blinking display indicates low voltages. 
Refer to manual PM 9673 for charging instructions. 



2. Warm up time 

The warm up time from the moment of mains connec- 
tion is less than 7 minutes to an oscillator error of less 
than 10”^ for instruments equipped with the oven- 
enclosed oscillators PM 9679 and PM 9690. Insttu- 
ments equipped with the oscillators PM 9^677 or 
PM 9678 (TCXO) are ready for use at the moment of 
mains connection. 

Normally the instrument is switched on from the 
STAND BY position. If so, no warm up time is needed, 
irrespective of which oscillator is employed. 



3. External frequency standards 

House standards or other frequency standards can be 
used instead of the internal 10 MHz oscillator. 

If a time resolution of 100 ns is required, 10 MHz must 
be used. When using 1 MHz instead of 10 MHz the 
decimal point must be shifted one step to the left to 
interpret the display correctly. To set the counter tp 
external standard the switch EXT. STD OUT VIA 
D/EXT. STD IN VIA D at the rear panel must be set to 
position EXT. STD IN VIA D. 



4. Control settings 

4.1. A, B and G inputs 

The A and B amplifiers are identical in specification 
and provided with identical input controls. 

The A input Is normally used for frequency measure- 
ment and the B input for time measurement. 

The C input is a prescaler input with automatic PIN- 
diode attenuator and mainly used for high frequency 
measurement. 



4.2. AC and DC coupling 

The AG/DG push-button controls the coupling of the 
input signal to the attenuator and the amplifier by 
switching a capacitor in series in the AC mode and 
by direct coupling in the DC mode. 

A.C. coupling is normally used to block the d.c. com- 
ponent In signals which are superimposed on a d.c. 
voltage. The capacitor in series will, however, cause a 
falling sensitivity for low frequencies. 

In waveforms where pulse width and repetition time 
vary the d.c. level will also vary. Change in the d.c. 
level will cause changes in the preset triggering level 
and make accurate time measurements Impossible If 
A.C. coupled, in such cases the input should be D.C. 
coupled. 

Normally frequency measurements are performed with 
an A.C. coupled Input and time interval measurements 
with a D.C. coupled input. 




4.3, Attenuator and Trigger Level. 

The TRIGGER LEVEL control allows continuous setting 
of the trigger level at any point of the input signal. 
For high amplitude signals the attenuator is used to 
expand the setting range. 

However, input attenuation will decrease the sensi- 
tivity and cause bigger trigger errors. 

For frequency measurements on sine wave and other 
symmetrical signals no level off-set is required. Pulled 
position of the TRIGGER LEVEL control sets the trigger 
level to 0 V for highest sensitivity. 

However, for frequency measurement on narrow pul- 
ses a limited off-set voltage may be needed to obtain 
reliable triggering. 

Time measurement requires continuously variable set- 
ting of the trigger level. 

Monitor sockets for channel A and B provide the 
ability to measure the set trigger level. 

If the attenuator is set to 200 mV the trigger level range 
is Increased 1 0 times from ±2.5 V to ±25 V. 
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The name trigger level can be misleading, since trig- 
gering does not occur on the set trigger level but at 
the trigger point — see figure VI-2. 



Trigger point 
Trigger level 

i %steresia bond 

^ or trigger window 



A simple way to measure the pulse width of a positive 
pulse is achieved by setting input A to positive slope 
and input B to negative slope, connect the pulse to 
input B. set FUNCTION SELECTOR to any of the two 
SINGLE positions, slide switch PERIOD B/TIME INT. 
A TO B to position TIME INT, A TO B and SEP/COM 
to COM. 



Input pulse 
channel B 



Pulse widih 



I 




Fig. VI-2. Triggering 



4.4. Separate and Common via B mode 

In the SEP position the A and B inputs operate inde- 
pendently of each other in any operations irrespective 
of input sources. In the COM position the A input is 
disconnected from its attenuator and amplifier, and a 
signal connected to input B is coupled to both A and B 
attenuators and amplifiers. 

All input specifications of input B will remain the same 
but the input impedance will be 500 kQ shunted by 
50 pF. 




Measured 
time interval 



Time interval 



Fig. VI-5. Simple pulse width measurement 



4.6. Hold off PM 6622 

This control provides a delayed triggering of the in- 
strument in single period and time interval measure- 
ment, this feature is used to avoid false triggering on 
noisy signals. 



Fig. VI-3. COM via B mode 



4.5. Positive and negative slope triggering 

This push-button determines on which slope of the 

input signal the triggering will occur. 

In released position the triggering will occur at the 
positive slope of the input signal and in depressed 
position it will occur on the negative slope. 

Where on the slope the triggering will occur is deter- 
mined by the TRIGGER LEVEL control. 



Positive 

slope 



1 Negative 
slope 



I 

! 



Fig. VI-4. Positive and negative slope triggering 






18 



5, Basic measurements 

5.1. CHECK PM 6622 



■S'i-S.'.ij.ii'-.' ; 

' ■ 'X , ■ 

V ^' ^ ^ E 



nnn t n n n j t- / ■ - 

U 'U U I U U U 'J- < ^ 

~ ‘ * . • S ns 



» kMi # ... . 

• MHj . 



'r.ss.‘ 

tjsm-u.- 



n ns ■ .■ 

GATE 



Evs^-viiotir 



A 0.1 Hz 0;1mss 




CHECK 



mmB iWT < 
: AT0>e 



-■• 4na 






Self check of the instrument. 

— Depress CHECK push-button 

— Rotate FUNCTION SELECTOR and read : 

Frequency A 

100 Hz 00010.0000 

10 Hz 0010.00000 

1 Hz 010.000000 

0.1 Hz 10.0000000 



— Set PERIOD B/TIME INT A TO B to PERIOD B 



Period B 


0.1 ms 


00000000.0 


0.1 ns 


00000.0001 


102 


000000100 


lO-*- 


0000100.00 


10« 


00100.0000 


Ratio A/B 


10^ 


001 .000000 


10“ 


00001 .0000 


Count A 



Start/Stop 000000002 
Gated 000000001 
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5.2. CHECK PM 6624 ... 25 







0.iH2 



if^pyt JUL 



1»Ha! 






If^PUT 



mumi A 



nmm hmpr^P \ •• 



Self check of the instrument. 



— Set INPUT A/INPUT C to INPUT C 



— Depress CHECK push-button 

— Set INPUT A/INPUT C to INPUT A 

— Rotate FUNCTION SELECTOR and read : 



RATIO C/B PM 6624 

lO'* 008.000000 

10« 00008.0000 



FREQUENCY A 


RATIO C/B PM 6625 


100 Hz 


00010.0000 MHz 


10'* 016.000000 


10 Hz 


0010.00000 MHz 


10« 00016.0000 


1 Hz 


010000.000 kHz 




0.1 Hz 


10000.0000 kHz 


COUNT A 

Start/Stop 000000t)02 
Gated 000000001 


— Set PERIOD B/TIME INT A TO B to PERIOD B 


PERIOD B 




FREQUENCY C PM 6624 


0.1 ms 


00000000.0 


100 Hz 00080.0000 MHz 


0.1 ns 


00000.0001 


10 Hz 0080.00000 MHz 


102 


000000100 


1 Hz 080000.000 kHz 


10'* 


0000100.00 


0.1 Hz 80000.0000 kHz 


10« 


00100.0000 


FREQUENCY C PM 6625 
1 00 Hz 001 60.0000 MHz 


RATIO A/B 




10 Hz 0160.00000 MHz 


10« 


001 .000000 


1 Hz 160000.000 kHz 


lO-* 


00001.0000 


.0.1 Hz 60000.0000 kHz 




Simple frequency measurement on sine waves and 
other symmetrical waveforms. 

— Set FUNCTION SELECTOR to desired resolution 

— Set INPUT A/INPUT C to INPUT A (only PM 6624 
...25) 

— Set AC/DC to AC 



— Pull TRIGGER LEVEL control 

— Set SEP/COM to SEP 

— Set 20 mV/200 mV to 200 mV if the amplitude of 
the input signal is higher than 1 V„„s 

— Connect the input signal to input A 
Display will show frequency in kHz or MHz 



5.4. FREQUENCY C PM 6624 ... 25 













t: •.fcOfvt'/'-fei 












Automatic frequency measurement. — Connect the input signal to input C 

— Set FUNCTION SELECTOR to desired resolution Display will show frequency in MHz or kHz 

— Set INPUT A/INPUT C to INPUT C 
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5.5. PERIOD B PM 6622 ... 25 




Simple period measurement on sine waves and other 
symmetrical waveforms. 

— Set FUNCTION SELECTOR to SINGLE or AVG 
measurement 

— Set PERIOD B/TIME INT A TO B to PERIOD B 

— Pull TRIGGER LEVEL 



Set AC/DC to AC 

Set 20 mV/200 mV to 200 mV if the amplitude of 
the input signal is higher than 1 Vnns 

Select positive slope triggering 

Connect the signal to input B 

Display will show period time in ms or ns 



Input signol 
Input B 



Number of periods 
Qveroged e,g, 10^ 



Main gate open 



Pulses Qccumuloied 
m Decimal counfing unit 





Fig. VI-6. Period average measurement 



Input signol 


r\ ^ 


Input B 


1 




Main gate open 


1 




Pulses occmutoted 


1 

1 

1 

nnnnnjrmjmflj 


in Decimal counting unit 


1 



Fig: VI-7. Single period measurement 
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5.6. Time Interval A to B PM 6622 ... 25 




Simple measurement of time interval between pulses 
at input A and B from separate sources. 

— Set FUNCTION SELECTOR to SINGLE or AVG 

— Set PERIOD B/TIME INT A TO B to TIME !NT A 
TO B 

— Set 20 mV/200 mV to 200 mV if the amplitude of 
the Input signal is higher than 3 Vp.p 



Set AC/DC to DC 

Set SEP/COM to SEP 

Select positive slope triggering 

Set TRIGGER LEVEL potentiometer to suitable 
trigger level e.g. 50 % of the pulse amplitude 

Connect the pulses to input A and B 
Display will show the time interval in ms or ns 



5.7. Ratio A/B PM 6622 ... 25 




Simple ratio measurement on sine wave or other sym« 
metrical waveforms. 

— Set FUNCTION SELECTOR to 104 or 106 

— Pull TRIGGER LEVEL control 

— Set AC/DC to AC 

— Set SEP/COM to SEP 



— Set 20 mV/200 mV to 200 mV if the amplitude of 
the input signal is higher than 1 Vrms 

— Connect the signal with the highest frequency to 
input A and the other signal to input B 

Display will show the ratio of the signal frequen- 
cies at input A and B 
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5.8. Ratio C/B PM 6624 ... 25 



n 1 1 / c ^ ^ M / 1 } 

i r u / U U U U U ^ 



mput ~n 




10mV«12¥ ^ ” RATIO A/B or 




Simple ratio measurement on sine wave and other 
symmetrical waveforms. 

— Set FUNCTION SELECTOR to 10'' or 10" 

— Set INPUT A/INPUT C to INPUT C 

— Pull TRIGGER LEVEL control 

— Set SEP/COM to SEP 



— Set AC/DC to AC 

— Set 20 mV/200 mV to 200 mV if the amplitude of 
the input signal is higher than 1 Vrms 

— Connect the signal with the highest frequency to 
input C and the other to input B 

Display will show the ratio of the signal frequen- 
cies at input C and B 
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Simple Start/Stop and Gated by B measurement on 
sine wave and other symmetrical waveforms. 

— Set FUNCTION SELECTOR to COUNT A 

— Puli TRIGGER LEVEL Control 

— Set AC/DC to AC for channel A 

— Set AC/DC to DC for channel B 

— Set SEP/COM to SEP 

— Set 20 mV/200 mV to 200 mV if the amplitude of 
the input signal is higher than 1 V^nis 



— Select positive slope triggering 

— Select Start/Stop by B (upper position) or Gated 
by B (lower position) 

— Connect gating signal to input B and the other 
signal to input A 

In Start/Stop operation the display will show the accu- 
mulated number of counts in the time interval between 
the Start/Stop signals, and in the Gated mode the ac- 
cumulated number of counts during the positive and 
negative slopes of the Gating signal 



Number of counts 


I 


1 1 1 1 1 1 


Input A 

Start Stop signal 




1 Measurement time i ^ 


1 1 I 1 1 ^1 

□ ^ ^ d_ 


Input B 

Pulses counted 


I 

J 


1 1 1 1 

1 1 1 j 

III 
1 1 


1 1 


i i 
! 1 









1 1 1 ! 

1 1 1 1 

1 1 1 1 


1 

1 1 


1 

1 

1- 1 



Fig. VF8. Start/Stop by B measurement 



Number of counts 
Inpul A 

Gating signal 
Input B 

Pulses counted 
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VII. INTERNAL CHECKS AND ADJUSTMENTS 



The tolerances mentioned in the following text apply to newly adjusted instruments only. The value may differ 
from those given in Chapter il Technical data. 

Note: Always check the d.c. supply voltages before any adjustments are made. 



1. Use figure X-2 to identify the location of trimmers and check points. 



2. Test equipment 



Check point . 


Instrument 


Required data 


Recommended model 


3 


Voltmeter 


5— 150 V d.c. 


Philips PM 2412 


4 6 


Voltmeter 


1 V d.c. 


Philips PM 2412 


5 8 


Pulsegenerator 


Frequency 10 kHz 
Amplitude 1 V 
Duty factor 0.5 


Philips PM 5715 
or PM 5705 


5 8 


Oscilloscope 


Low frequency 


Philips PM 3250 


5 8 


Probe 


Passive 10Mn/il pF 


Philips PM 9336 



3. D.C. voltages 



3.1 Connect the voltmeter to jumper connector BU 104 
and check the d.c. voltages according to table below. 

Test point Measured voltage 



+ 120 
+ 5.2 
+ 12 
—5.2 
—50 



115. . . 130 V 
4.8. . .5.2 V 

11.5.. . 13 V 
— 5 . , . —5.4 V 
—50 . . . —60 V 



6. D.C. balance channel B 

6.1 Disconnect all input signals, release all push-but- 
tons and set the controls of the counter ; 

Start/Stop upper position 

Trigg.level pot. pulled. 

6.2 Connect the voltmeter to terminal 12 of 1C 101 
and adjust R 1044 until voltmeter shows zero. 



4. D.C. balance channel A. 

4.1 Disconnect ail input signals, release all push-but- 
tons and set the controls of the counter; 

Start/Stop upper position 

Trigg, level pot. pulled 

4.2 Connect the voltmeter to terminal 6 of 1C 101 and 
adjust R 1 1 04 until voltmeter shows 0 V. 

5. Frequency compensation channel A 
Test set up. 



7. Frequency compensation channel B 

Test set up. 






T^^ulse Generator 


Counter 
±1 : 




PULSE OUT 9 




1 



5.1 Set the controls of the counter; 

Attenuator 200 mV position 

5.2 Set the controls of the pulse generator : 

Frequency 10 kHz 

Amplitude 3 Vp.p 

Duty factor 0,5 



7.1 Set the controls of the counter: 

Attenuator 200 mV position 

7.2 Set the controls of the pulse generator: 

Frequency 10 kHz 

Amplitude 3 Vp,p 

Duty factor 0.5 

7.3 Connect the oscilloscope via a well adjusted 
10Mn/11 pF probe to terminal 12 of 1C 101 and ad- 
just C 112 to minimum distortion of the displayed 
wave form. 



5.3 Connect the oscilloscope via a well adjusted 
10 Mn/11 pF probe to terminal 6 of 1C 101 and adjust 
C 102 to minimum distortion of the dispayed wave- 
form. 
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1 . General 

The oscillators are made as plug-in cards and have a nominal frequency of 10 MHz. 

2. Technical data 



2.1. Electrical 


PM 9677 


PM 9678 


PM 9679 


PM 9690 


Nominal frequency, MHz 


10.000 000 


10.000 000 


10.000 000 


10.000 000 


Trimming range, Hz 


> ± 200 


> ± 20 


+ 20*) 


+ 3*) 






—30 


—7 


Output voltage, mV 
(into 1 kohm) 


>300 


> 100 


> 150 


> 50 


Supply voltage, V 


+ 12 


+ 12 


+ 1 1 .5 to 28 


+ 11.5 to 28 






(from unre- 


(from unregulated 








gulated power 
supply) 


power supply) 


Power consumption (4*25°C) 








< 125 mA 


Continuous operation 


< 100 mW 


< 200 mW 


< 1 00 m A 


Stand by 


none 


none 


< 100 mA 


< 125 mA 


Warm up 


none 


none 


< 400 mA 


< 400 mA 


Stability against: 








< 1.5x10-7/24 h 


Ageing 


< 5x10~^/month 


< 1 X 10-7/month' 


**) < 1 X 10-7/month 


(after 72 hours of 


continuous opera- 
tion) 


Temperature 

0...50°G 


<1x10-5 


< 1x10-5 


< 1 xlO-7 


<3x10-8 


<1X10-® 


< 1 X 10-7 


< 1x10-7 


<5x10-10 


(ref. to +25°C) 


Line voltage ± 10 % 


Change of measuring mode 
and change between line, 
ext. and int. battery 


<3x10-7 


<5x10-8 


< 1 xlO-8 


<3x10-7 


Warm up time (to reach 
1x10-7) ' 






< 10 min 


< 15 min 



2.2. Environmental 










Temperature 


Storage, °C 


—40 to +70 


—40 to +70 


—40 to +70 


—-40tO +70 


Operating, °C 


0 to +50 


0 to +50 


Oto +50 


0 to +50 


Altitude 


Storage, m 


15000 


15000 


15000 


15000 


Operating, m 


5000 


5000 


5000 


5000 


Humidity at 50°C 


10—90 % RH 


10— 90 % RH 


10— 90%RH 


10—90% 


(26° dew point) 


(26° dew point) 


(26° dew point) 


(26° dew point) 


Shock 


Meets the requirement of the lEC Eb recommendations 1 oscillators 


Vibration 


Meets the requirement of the lEC 68F recommendations J 



2.3. Mechanical 
Dimensions, mm 


93 x 50 x 20 


93x50x15 


100x52x35 


100 x 52 x 35 


Weight, g 


50 


25 


100 


100 



*) The Indicated values regard only the fine trimming range. A coarse trimmer is available on the PM 9679 and 
PM 9690 to adjust for an ageing of more than 10 years. 

**) Trimming range will cover at least 10 years of operation since the ageing will decrease substantially after the 
first 6 months. 
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3. Frequency adjustment PM 9677 

3.1. This adjustment requires a reference oscillator 
having an accuracy of ^1x10“^. 

The oven enclosed PHILIPS oscillators PM 9680*, 
PM 9681* and PM 9690* meet this requirement. 

The adjustment should preferably be made at an am- 
bient temperature of +25°C. 

3.2. Remove the bottom cover of the counter. 

3.3. Connect the reference signal available at socket 
10 MHz OUT of the external counter to INPUT A of 
the counter to be adjusted. 

3.4. Set the controls of the counter to be adjusted: 

FUNCTION SELECTOR : FREQUENCY A 1 Hz 
TRIGGER LEVEL A: pulled 

3.5. Adjust trimming capacitor Cl to 10000.000 kHz 
plus or minus 10 Hz. 

4. Frequency adjustment PM 9678 

4.1. This adjustment requires a reference oscillator 
having an accuracy of ^1 x10“^ 

The oven enclosed PHILIPS oscillator PM 9680*, 
PM 9681 * and PM 9690* meet this requirement. 

The adjustment should preferably be made at an am- 
bient temperature of +25°C. 

4.2. Remove the bottom cover of the counter. 

4.3. Connect the reference signal available at socket 
10 MHz OUT of the external counter to INPUT A of 
the counter to be adjusted. 

4.4. Set the controls of the counter to be adjusted: 

FUNCTION SELECTOR : FREQUENCY A 1 Hz 
TRIGGER LEVEL: pulled 

4.5. Adjust trimming capacitor C 1 to 10000.000 kHz 
plus or minus 1 Hz. 

4.6. Set FUNCTION SELECTOR to position 0.1 Hz and 
check that display read out is the same as before, 

If not, adjust Cl slightly to correct frequency. 

5. Frequency adjustment PM 9679 

5.1. This adjustment requires a reference oscillator 
having an accuracy of <3x10“®. 

The oven enclosed PHILIPS oscillators PM 9680*, 
PM 9681* and PM 9690* meet this requirement. 

The adjustment should preferably be made at an am- 
bient temperature of 25°C and the oscillator must have 
been operating continuously 72 h before any adjust- 
ment is made. 

5.2. Remove the bottom cover of the counter. 

5.3. Connect the reference signal available at socket 
10 MHz OUT of the external counter to socket EXT. 
TRIGG of oscilloscope PHILIPS PM 3250 or PM 3400. 

5.4. Connect the oscillator signal available at socket 
10 MHz OUT of the countej; to be adjusted to INPUT 
A of the oscilloscope. 

5.5. Set oscilloscope to 100 ns/div and adjust trimming 
potentiometer R 208 until waveform moves with a 
velocity of maximum 1 div./3 s (0.3 Hz). 

If the adjustment range of R 208 Is too narrow perform 
the following steps 5.6 to 5.12. 

5.6. ,Set trimming potentiometer R208 to fully clock- 
wise position. 

5.7. Remove the two screws fixing the oscillator’s text 
plate to the box. 

5.8. Remove the small plastic cylinder beneath the 
text plate using a pair of tweezers. 

5-9. Connect an external counter to socket 10 MHz 
OUT at the rear panel of the counter to be adjusted. 

5.10. Adjust trimming capacitor C 108 until the display 



read out of the external counter is 10000020 Hz. 

5.11. Refit the plastic cylinder and the text plate. 

5.12. Perform steps 5.3 to 5.5, 

6. Frequency adjustment PM 9690 

6.1. This adjustment requires a reference frequency 
having an accuracy of <1x10*“^ 

Hewlett-Packard quartz frequency standard HP 105* 
meets this requirement. 

The adjustment should preferably be made at an 
ambient temperature of 25°C and the oscillator must 
have been operating continuously 72 h before any 
adjustment is made. 

6.2. Remove the bottom cover of the counter. 

6.3. Connect any of the three reference signals avail- 
able at sockets 5 MHz, 1 MHz and 100 kHz of the 
HP 105 to socket EXT. TRIGG of oscilloscope PHILIPS 
PM 3250 or PM 3400. 

6.4. Connect the oscillator signal available at socket 
10 MHz OUT of the counter to be adjusted to INPUT 
A of the oscilloscope. 

6.5. Set oscilloscope to 100 ns/div and adjust trimming 
potentiometer R 208 until waveform moves with a 
velocity of maximum 1 div/10 s (0.1 Hz). 

If the adjustment range of R 208 is too narrow perform 
the following steps 6.6 to 6.12. 

6.6. Set trimming potentiometer R 208 to fully clock- 
wise position. 

6.7. Remove the two screws fixing the oscillator’s text 
plate to the box. 

6.8. Remove the small plastic cylinder beneath the 
text plate using a pair of tweezers. 

6.9. Connect an external counter to socket 10 MHz 
OUT at the rear panel of the counter to be adjusted. 

6.10. Adjust trimming capacitor C 108 until the display 
read out of the external counter is 10000003 Hz. 

6.11. Refit the plastic cylinder and the text plate. 

6.12. Perform steps 6.3 to 6.5. 



7. Repair of oscillator PM 9679 and PM 9690 

7.1. Repair of these oscillators may not be carried out 
by the local service organisations. In case of break- 
down the complete sealed oscllator box has to be sent 
to the factory for repair. 

Factory address: 

PHILIPS ELEKTRONIKINDUSTRIER AB 

INDUSTRIAL OPERATIONS 

FACK 

S-175 20 JARFALLA 
SWEDEN 



8. Pin configuration 



Pin 

1 

2 

3 

4 

5 
7 



PM 9677 PM 9678 PM 9679 PM 9690 



+ 11.5 to 28 V+11.5 to 28V 
10 MHz out 10 MHz out 10 MHz out 10 MHz out 
-F12V +12V 



*To be checked against a frequency standard such as 
Droitwich or HBG. 




30 



9. Circuit diagram, component lay-out and spare parts list PM 9677 




RESTSTORS 



<♦82? 


no 


63161 


1 OOK 


5 


CR25 


Rl 


4822 


no 


63116 


2f 2K 


5 


c;p25 


R? 


4822 


uo 


63107 


IK 


5 


CR25 


R3 


4822 


no 


63107 


IK 


5 


CR25 


R4 


4822 


no 


63107 


IK 


5 


CR25 


R5 


4822 


no 


63107 


IK 


5 


CR25 


R6 


S322 


125 


54020 


capacitors 

2*18P 


300 


Cl 


4822 


122 


31063 


22P 


2 


100 


C2 


4822 


122 


31072 


47P 


2 


100 


C3 


4822 


12? 


31076 


68P 


2 


100 


C4 


8322 


12? 


34041 


ION 


■20*50 


ino 


C5 


532? 


122 


34041 


ION 


■ 2 0 * 5 0 


100 


C6 


5322 


122 


34041 


1 ON 


■2O+50 


100 


CT 


5322 


124 


14036 


15M 


•10*50 


16 


C8 


5322 


130 


44418 


SEMI conductors 

BP 256 A 


TSl 


5322 


130 


44418 


BP 256 


A 




TS2 


5322 


130 


30766 


BZX79.f 


C6V2 




OPl 


5322 

5322 


242 

267 


74036 

64031 


MISCELIANPOUS 
crystal, lOMMz 
connector 




BUI 



Spare parts PM 9677 



Figure VHI-L Component lay-out PM 9677 BU1 




Figure VIII-2. Circuit diagram PM 9677 





10. Circuit diagram, component iay-out and spare parts iist PM 9678 



PM9678 



Figure Vfll-3. Component lay-out PM 9678 



PM 9678-1 



rCKO 

> 



S. . . 65p 



Figure Vllf-4. Circuit diagram PM 9678 




ORDERING NUMBER 






4822 110 63098 


470 Q, 5 % 


R 


5322 125 50057 


5-65 P 


100 V C 


5322 124 14036 


15M -10+50% 


16V C 


5322 267 64031 


Connector 




5322 216 94047 


Crystal 10 MHz 




Spare parts PM 9678 
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IX. REPLACING PARTS 



1. Push-button switches 

1.1. Loosen switch by bending the four tags securing 
the switch to the switch bracket. 




Fig. IX-1. Replacing push-button switch 

1.2. Crush the switch by means of a pair of cutting 
pliers. 

1.3, Unsolder the contact pins from the circuit board 
one by one. Use a sucking device to remove all tin 
solder from the contact holes in the circuit board be- 
fore attaching the new switch. 



3. Handle 

3.1. Remove the two plastic caps using. a tiny screw 
driver or a pair of pliers. 

3.2. Unscrew the two screws and pull out handle. 

3.3. Before assambling grease, the tooth washer 
screwhole and teeth of the handle very slightly with 
vaseline. 



4. Power supply 

When replacing parts in the power supply, in particular 
1C150, always check the +5,0 V supply. 

Proceed as follows : 

4.1. Connect a voltmeter to BU107 pin +5,2 V and 
check that the voltage is 4.8 — 5.2 V 

If the measured voltage do«es not reach 4.8^ — 5.2 V un- 
solder R 1 103 and select a resistor value that gives the 
desired voltage. The value of this resistor may be 
1 kn to 33 kfl. Typical value is 8 kll. 

4.2. Check the d.c. voltages, refer to chapter VII sec- 
tion 3. 



2. Text plate and front rim 

2.1. Remove the knobs for DISPLAY TIME, HOLD 
OFF (PM 6622),, TRIGGER LEVEL and function selector. 

2.’2. Put a screw driver between the front rim and the 
front frame at points A. 




, Fig. IX-2. Removing the front rim 

2.3. Pry gently until front rim comes off. 

2.4. Remove the text plate. 




X. SPARE PARTS. CIRCUIT DESCRIPTION OF POWER SUPPLY AND PRESCALER 
UNITS. TEST CONDITIONS AND CIRCUIT DIAGRAMS 



unit 


U1 ALL MODELS 








4822 


no 


63152 


47K 


5 


CR25 


R1132 


FIXED RESISTORS 










4822 


110 


63089 


220 


5 


CR25 


RU33 








ToLMc 






4822 


110 


63098 


470 


5 


CR25 


R1134 


Orderinq number 


Ohm 


iTvpe Item 


4822 


110 


63098 


470 


5 


CR25 


R1135 














4822 


no 


63098 


470 


5 


CR25 


R1136 


4822 


110 63214 


lOM 


10 


CR25 


R1003 


4822 


110 


63098 


470 


5 


CR25 


R1137 


4822 


110 63189 


1.2M 


10 


CR25 


R1004 


4822 


no 


63152 


47k 


5 


CR25 


RU38 


4822 


110 63189 


1.2M 


10 


CR25 


R1005 


4822 


110 


63125 


4.7K 


5 


CR25 


R1139 


4822 


110 63154 


56 


5 


CR25 


R1006 


4822 


110 


63107 


1.0 


5 


CR25 


R1140 


5322 


116 54964 


68 


5 


PR37 


R1007 


4822 


110 


63107 


1.0 


5 


CR25 


R1141 


4822 


110 63165 


150K 


5 


CR25 


R1008 


4822 


no 


63134 


lOK 


5 


CR25 


RU42 


4822 


no 63134 


lOK 


5 


CR25 


R1009 


4822 


110 


63152 


47K 


5 


CR25 


R1143 


4822 


no 63134 


I OK 


5 


CR25 


RIOIO 


4822 


no 


63152 


47K 


5 


CR25 


R1144 


4822 


no 63061 


100 


5 


CR25 


Rion 


4822 


no 


63152 


47K 


5 


CR25 


RU45 


4822 


no 60006 


390 


5 


CR25 


R1012 


4822 


no 


63152 


47K 


5 


CR25 


R1146 


4822 


no 63094 


330 


5 


CR25 


R1013 


4822 


no 


63134 


lOK 


5 


CR25 


R1147 


4822 


no 63116 


2.2K 


5 


CR25 


R1017 


4822 


no 


63107 


1.0 


5 


CR25 


R1150 


4822 


no 63092 


270 


5 


CR25 


R1018 


4822 


no 


63107 


1.0 


5 


CR25 


R1151 


4822 


no 63087 


180 


5 


CR25 


R1019 


4822 


no 


60006 


390 


5 


CR25 


RU52 


4822 


no 63107 


l.OK 


5 


CR25 


R1020 


4822 


no 


63214 


lOh 


10 


CR25 


RH53 


4822 


no 63098 


470 


5 


CR25 


R1021 


4822 


no 


63143 


22K 


5 


CR25 


R1154 


4822 


110 63098 


470 


5 


CR25 


R1022 


4822 


no 


63123 


3.9K 


5 


CR25 


RU56 


4822 


no 63134 


lOK 


5 


CR25 


R1023 


4822 


no 


63107 


1.0 


5 


CR25 


R1157 


4822 


no 63109 


lt2K 


5 


CR25 


R1024 


4822 


no 


63089 


220 


5 


CR25 


R1I58 


4822 


no 63089 


220 


5 


CR25 


R1025 


4822 


no 


63134 


lOK 


5 


CR25 


R1160 


4822 


no 63132 


8.2K 


5 


CR25 


R1026 


4822 


no 


63134 


lOK 


5 


CR25 


R1161 


4822 


no 63098 


470 


5 


CR25 


R1028 


4822 


no 


63187 


IM 


5 


CR25 


RU62 


4822 


no 63098 


470 


5 


CR25 


R1029 


4822 


no 


63134 


lOK 


5 


CR25 


R1163 


4822 


no 63121 


3.3K 


5 


CR25 


R1030 


4822 


no 


63107 


1.0 


5 


CR25 


R1164 


4822 


no 63214 


lOM 


10 


CR25 


R1033 


4822 


no 


63125 


4v7K 


5^^ 


CR25 


R1166 


4822 


no 63189 


1.2M 


10 


CR25 


R1034 


4822 


no 


63114 


1.8K 


5 


CR25 


R1167 


4822 


no 63189 


1.2M 


10 


CR25 


R1035 


4822 


no 


63114 


1.8K 


5 


CR25 


R1168 


4822 


no 63154 


56 


5 


CR25 


R1036 


4822 


no 


63185 


620K 


5 


CR25 


RliTO 


5322 


116 54984 


68 


5 


PR37 


R1037 


4822 


no 


63098 


470 


5 


CR25 


RU71 


4822 


no 63165 


150K 


5 


CR25 


R1038 


4822 


no 


63098 


470 


5 


CR25 


RU72 


4822 


no 63134 


lOK 


5 


CR25 


R1039 


4822 


no 


63114 


1.8K 


5 


CR25 


R1173 


4822 


no 63134 


lOK 


5 


CR25 


R1040 


4822 


no 


63114 


1.8K 


5 


CR25 


R1174 


4822 


110 63081 


100 


5 


CR25 


R1041 


4822 


lio 


63116 


2.2K 


5 


CR25 


R1175 


4822 


no 60006 


390 


5 


CR25 


R1042 


4822 


no 


63125 


4.7K 


5 


CR25 


R1176 


4822 


no 63094 


330 


5 


CR25 


R1043 


4822 


no 


63143 


22K 


5 


CR25 


R1177 


4822 


no 63116 


2.2K 


5 


CR25 


R1047 


4822 


no 


63129 


6.8K 


5 


CR25 


R1178 


4822 


no 63092 


270 


5 


CR25 


R1048 


4822 


no 


63138 


15K 


5 


CR25 


R1180 


4822 


no 63087 


180 


5 


CR25 


R1049 


4822 


no 


63138 


15K 


5 


CR25 


RU81 


4822 


no 63105 


820 


5 


CR25 


R1050 


4822 


no 


63138 


15K 


5 


CR25 


R1182 


4822 


no 63098 


470 


5 


CR25 


R1051 


4822 


no 


63138 


15K 


5 


CR25 


R1183 


4822 


no 63098 


470 


5 


CR25 


R1052 


4822 


no 


63138 


15K 


5 


CR25 


R1184 


4822 


no 63134 


lOK 


5 


CR25 


R1053 


4822 


no 


63138 


15K 


5 


CR25 


R1185 


4822 


no 63134 


lOK 


5 


CR25 


R1054 


4822 


no 


63138 


15K 


5 


CR25 


R1186 


4822 


no 63089 


220 


5 


CR25 


R1055 


4822 


no 


63138 


15K 


5 


CR25 


R1187 


4822 


no 63098 


470 


5 


CR25 


R1058 


4822 


no 


63138 


15K 


5 


CR25 


R1188 


4822 


no 63098 


470 


5 


CR25 


R1059 


4822 


no 


63098 


470 


5 


CR25 


R1189 


4822 


no 63121 


3,3K 


5 


CR25 


R1060 


4822 


no 


63116 


2.2K 


5 


CR25 


R1190 


5322 


116 50524 


3. OIK 


1 


MR25 


RllOl 


4822 


no 


63116 


2.2K 


5 


CR25 


R1191 


5322 


116 54011 


5.62K 


1 ^ 


MR25 


R1 102 


4822 


no 


63116 


2.2K 


5 


CR25 


R1192 






SELECTED^ 


CR25 


R1103 


4822 


no 


63116 


2.2K 


5 


CR25 


R1193 


4822 


no 63107 


l.OK 


5 


CR25 


R1104 


4822 


no 


63116 


2.2K 


5 


CR25 


R1194 


4822 


no 63121 


3.3K 


5 


CR25 


R1105 


4822 


no 


63116 


2.2K 


5 


CR25 


RU95 


4822 


no 63107 


l.OK 


5 


CR25 


R1106 


4822 


no 


63116 


2.2K 


5 


CR25 


R1196 


4sa2 

4822 


110 63107 
no 63109 


1 K 
1.2K 


5 


CR25 


R1107 

R1108 


4822 


no 


63116 


2.2K 


5 


CR25 


R1197 


4822 


no 63116 


2.2K 


5 


CR25 


R1109 
















4822 


no 63169 


220K 


5 


CR25 


RlllO 


UNIT 


in ALL MnoEi 








4822 

4822 


no 63089 
no 63063 


220 

22 


5 

5 


CR25 

CR25 


Rllll 

R1112 


variable 


RESISTORS 






Item 


4822 


no 63089 


220 


5 


CR25 


R1113 


OrderinQ 


number 


_Qhm 


Description 


4822 


no 63032 


1.5 


5 


CR25 


R1114 
















5322 


116 54963 


0.18 


10 


CR25 


R1115 


5322 


101 


14011 


100 


TRIMM 


potm 


R1014 


4822 


no 63098 


470 


5 


R1116 


5322 


101 


64017 


47K 


SK109 




R1015 


4822 


no 63089 


220 


5 


CR25 


RlllT 


5322 


101 


I40il 


100 


TRiMM 


POTM 


R1044 


4822 


no 63072 


47 


5 


CR25 


R1118 


5322 


101 


64017 


47K 


SK119 




R1045 


4822 


no 63169 


220 


5 


CR25 


R1119 


5322 


101 


9A007 


IM 


SklOl 


SK102 


R1165 


4822 


no 63107 


l.OK 


5 


CR25 


R1120 








4822 


no 63098 


470 


5 


CR25 


R1121 
















4822 


no 63081 


100 


5 


CR25 


R1122 
















4822 


116 30114 


4.7K 


ntc 


NTC 


R1123 
















4822 


113 60084 


1.0 


10 




Rn24 
















4822 


no 63134 


lOK 


5 


CR25 


R1127 
















4822 


no 63107 


1.0 


5 


CR25 


R1128 
















4822 


no 63107 


l.o 


5 


CR25 


R1129 
















4822 


no 63107 


l.o 


5 


CR25 


R1130 
















4822 


no 63163 


120K 


5 


CR25 


R1131 





















34 



UNIT U1 ALL MODELS 
FIXED CAPACITORS 



-Ordcrinq 


1 number 


Farad 


ToLf®/o') Volts Item 


A 822 


121 


4o4oT 


22N 


10 


630 


ClOX 


A 822 


122 


31076 


68P 


2 


100 


CX03 


4822 


122 


31168 


270P 


2 


500 


C104 


4822 


122 


310T2 


47P 


2 


XOO 


CX05 


5322 


122 


34041 


ION 


•20^50 


xoo 


C106 


5322 


121 


40323 


XOON 


10 


XOO 


CI07 


5322 


124 


14053 


33M 


-X0+50 


10 


CX08 


4822 


121 


40407 


22N 


10 


630 


ClXl 


4822 


122 


31076 


68P 


2 


100 


CXX3 


4822 


122 


3X168 


270P 


2 


500 


CXX4 


4822 


122 


31072 


47P 


2 


100 


CXX5 


5322 


122 


34041 


ION 


•20+50 


xoo 


C1X6 


5322 


121 


40323 


XOON 


10 


xoo 


CIX7 


5322 


124 


14053 


33M 


•10+50 


xoo 


CXX8 


4822 


122 


31081 


loop 


2 


xoo 


CXX9 


5322 


124 


14053 


33M 


-X0*50 


10 


CX2X 


5322 


122 


34041 


XON 


-20*50 


xoo 


CX22 


5322 


124 


14053 


33M 


-10+50 


10 


C123 


5322 


122 


34041 


XON 


-20*50 


100 


CI24 


5322 


122 


34041 


XON 


-20*50 


xoo 


C125 


5322 


122 


34041 


ION 


-20+50 


xoo 


C126 


5322 


122 


34041 


ION 


-20*50 


xoo 


C127 


5322 


122 


34041 


XON 


-20*50 


xoo 


CX28 


5322 


122 


34041 


XON 


•20+50 


xoo 


C129 


4822 


121 


40407 


22N 


10 


630 


C130 


4822 


122 


31036 


2.2P 


2 


xoo 


CX3X 


5322 


122 


34041 


XON 


•20*50 


xoo 


Cl 32 


5322 


124 


14053 


33M 


-X0*50 


10 


C133 


5322 


124 


14053 


33M 


-X0*50 


10 


C134 


5322 


122 


34041 


XON 


-20*50 


xoo 


C136 


5322 


122 


34041 


XON 


•20+50 


xoo 


C137 


4822 


124 


10197 


47M 


-10+50 


6.3 


C139 


4822 


124 


10197 


47M 


-X0*50 


6«3 


C140 


4822 


121 


40232 


220N 


10 


100 


C141 


5322. 


122 


34041 


ION 


•20*50 


xoo 


CX44 


4822 


122 


301X3 


180P 


2 


xoo 


C146 


5322 


122 


34041 


ION 


•20+50 


xoo 


C147 


5322 


122 


34041 


ION 


-20+50 


xoo 


C150 


4822 


1S2 


31081 


100P 






C15X 


4822 


124 


20534 


680M 


•10+50 


40 


C152 


4822 


121 


40104 


150N 


10 


250 


CX53 


4822 


124 


20586 


150M 


-10+50 


X6 


CX54 


4822 


124 


20589 


220M 


-10+50 


xo 


C155 


4822 


124 


20589 


220M 


-10+50 


XO 


CX56 


4822 


124 


20589 


220M 


•10+50 


xo 


C157 


4822 


124 


20499 


22M 


•10+50 


63 


C160 


4822 


124 


20534 


68oM 


-10+50 


40 


CX6X 


5322 


122 


34041 


ION 


-20+50 


XOO 


C162 


5322 124 


EA115 


IM 






C1G3 


4822 


122 


3X165 


330P 


10 


XOO 


C164 


5322 


124 


14075 


IM 


•10+50 


25 


C165 


5322 


122 


3404X 


ION 


•20+50 


XOO 


C166 


4822 


121 


40232 


220N 


10 


xoo 


C167 


5322 


124 


14066 


lOM 


•10+50 


6.3 


C168 


5322 


122 


34041 


ION 


•20+50 


XOO 


C169 


4822 


122 


3X081 


lOOP 


2 


XOO 


C170 


5322 


121 


40323 


lOON 


10 


XOO 


C172 


5322 


121 


40323 


lOON 


10 


xoo 


C176 


4822 


122 


30114 


2»2N 


10 


xoo 


Cl 78 


5322 


122 


34041 


lON 


-20+50 


xoo 


C179 


4822 


121 


4X156 


68N 


10 


250 


C180 


5322 


121 


44137 


68N 


10 


250 


C181 


5322 


121 


44137 


68N 


10 


250 


C182 


5322 


121 


44137 


68N 


10 


250 


C183 


5322 


121 


44137 


68N 


10 


250 


C184 


5322 


121 


44137 


68N 


10 


250 


Cl85 


5322 


121 


44137 


68N 


10 


250 


C186 


5322 


121 


44137 


68N 


10 


250 


C187 


5322 


121 


44137 


68N 


10 


250 


C188 


4822 


121 


40104 


150N 


10 


250 


C189 



unit Ui ALL MODELS 
variable capacitors 



Order! nq 


number 


Rarad 


Volts 


Item 


5322 


125 


54024 


2-9P 


300 


C102 


5322 


125 


54024 


2-9P 


300 


C112 


UNIT 


Ul AtU*MODELS 






integrated circuits 






OrderioQ number Type 




Item 


5322 


209 


85408 


MC1651L 




iciox 


5322 


209 


84643 


MC10X02P 




XCX02 


5322 


209 


85409 


GXBlOllO 




XCX03 


5322 


209 


84825 


MC10216P 




XCX04 


5322 


209 


84183 


SN74S74N 




1CX25 


5322 


209 


84183 


SN74S74N 




1CX26 


5322 


209 


84304 


SN75X07AN 




ICX27 


5322 


209 


85406 


N74LS54A 




XCX28 


5322 


209 


84628 


N7403A 




XCX29 


5322 


209 


84528 


SN7400N 




XCX30 


5322 


209 


84722 


GZF120XP Mos 




XCX3X 


5322 


209 


84722 


GZF1201P MOS 




XCX32 


5322 


209 


85001 


SN74LSX57N 




XCX33 


5322 


209 


84996 


SN74LSX0N 




XCX34 


5322 


209 


84183 


SN74LS74N 




XCX35 


5322 


209 


84724 


SN74S64N 




1C136 


5322 


209 


85407 


N74S02A 




1CX37 


5322 


209 


84655 


723PC 




XCX50 


5322 


209 


85085 


F34049PC SELECTED 


XCX5X 


5322 


209 


84983 


SN74LS00N 




XCX52 


5322 


209 


85412 


C04093BE MOS 




XCX53 


5322 


209 


84983 


SN74LS0ON 




XCX54 


5322 


209 


84993 


SN74LS02N 




XCX55 


5322 


209 


84993 


SN74LS02N 




XCX56 


5322 209 


84976 


F34001PC 




XCX57 


5322 


209 


84983 


SN74LS00N 




XCX58 


5322 


209 


84984 


SN74LS04N 




XCX59 


5322 


209 


85411 


82S90A 




XCX74 


5322 


209 


80059 


SN7475N 




1CX75 


5322 


209 


84529' 


5N7403N 




XCX76 


5322 


209 


84722 


GZF1201P MOS 




XCXT7 


5322 


209 


84722 


GZF1201P MOS 




XC178 


5322 


209 


80072 


SN7490AN 




XCX79 


5322 


209 


80142 


SN7442AN 




XCX80 


5322 


209 


84723 


DM8884AN 




XCX8X 


5322 


111 


940X5 


6XX.0K 




XCX90 


5322 


111 


940X5 


6XX.0K 




1CX9X 


5322 


111 


94031 


6X47K 




XCX92 


5322 


111 


94031 


6X47K 




XC193 


5322 


Ul 


940X2 


6X6. 6K 




XCX94 


5322 


111 


940X2 


6X6. 8K 




XCX95 


5322 


Ul 


94031 


6X47K 




XCX96 


5322 


111 


940X2 


6X6. 8K 




1CX97 


5322 


Ul 


94026 


6X470K 




XCX98 


UNIT 


Ul ALL MODELS 






transistors 








OrderinQ 


number 


Type 




Item 



5322 


130 


44578 


E411 SILICON!)? 


TSXOX 


5322 


130 


44578 


£4X1 SILICONIX 


TS102 


5322 


130 


44435 


2N5770 


TSX03 


5322 


130 


44435 


2N5770 


TSX04 


5322 


130 


44197 


BC558B 


TSX05 


5322 


130 


44197 


BC558B 


TSX06 


5322 


130 


40407 


2N2369 


TSX42 


4822 


130 


40855 


BC337 


TSX46 


5322 


130 


24035 


BTlOOA-02 


TSX50 


5322 


130 


40482 


BRY39 


TSX5X 



35 



4822 


130 


40855 


BC337 


TS152 


5322 


130 


44417 


BDX35 


7SX53 


5322 


130 


40482 


BRY39 


TSI54 


5322 


130 


44418 


BF256A 


TS155 


4822 


130 


40937 


BC548B 


TS156 


5322 


130 


44256 


BC557 


TS177 


5322 


136 


44247 


BSS68 


TS180 


5322 


130 


44247 


BSS68 


TS181 


5322 


130 


44247 


BSS68 


TSX82 


5322 


130 


44247 


8SS68 


TS183 


5322 


130 


44247 


BSS68 


TSX84 


5322 


130 


44247 


BSS68 


TSX85 


5322 


130 


44247 


BSS68 


TSX86 


5322 


130 


44247 


B5S68 


TS187 


5322 


130 


44247 


BSS66 


TSX88 



unit Ul AU MODELS 
DIODES 

Orderino number Tvpe 


Item 


5322 


130 


30392 


BZY88-C3V3 


GRIOI 


5322 


130. 


30613 


BAW62 


GR102 


5322 


130 


30613 


BAW62 


GR103 


5322 


130 


30392 


BZY88-C3V3 


GR104 


5322 


130 


34563 


BZX79-C2V7 


GR105 


5322 


130 


30613 


BAW62 


GR106 


5322 


130 


34563 


BZX79-C2V7 


GR107 


5322 


130 


30613 


BAW62 


GR108 


5322 


130 


30392 


BZY88-C3V3 


GRlll 


5322 


130 


30613 


BAW62 


GR112 


5322 


130 


30613 


8AW62 


GR113 


5322 


130 


30392 


BZY-C3V3 


GR114 


5322 


130 


34563 


BZX79-C2V7 


GR115 


5322 


130 


30613 


BAW62 


GR116 


5322 


130 


34563 


BZX79-C2V7 


GR117 


5322 


130 


30613 


BAW62 


GR118 


5322 


130 


3Q613 


BAW62 


GR121 


5322 


130 


34047 


BZX75-CIVA 


GR122 


5322 


130 


30613 


BAW62 


GR125 


5322 


130 


30613 


BAW62 


GR138 


5322 


130 


30613 


BAW62 


GR139 


5322 


130 


30613 


BAW62 


GR140 


5322 


130 


30613 


BAW62 


GR141 


5322 


130 


30613 


BAW62 


GR142 


5322 


130 


30613 


BAW62 


GR143 


5322 


130 


30613 


BAW62 


GR144 


5322 


130 


30613 


6AW62 


GR145 


5322 


130 


30774 


BZX79-C10 


GR151 


5322 


130 


30594 


BAVIO 


GR152 


5322 


130 


34401 


BZX70-C56 


GR153 


5322 


130 


30392 


BZY88-C3V3 


GR154 


4822 


130 


30868 


BY210-600 


GR155 


4822 


130 


30868 


8Y210-400 


GR156 


4822 


130 


30868 


BY210-400 


GR157 


4822 


130 


30868 


BY210-400 


GR158 


4822 


130 


30868 


BY210-400 


GR159 


5322 


130 


30759 


BZX79-C5V6 


GR160 




130 


30868 


BY31 0-400 


GR161 


5322 


130 


30192 


BYX26 


GR163 


5322 


130 


30414 


BYX64 


GR167 


5322 


130 


30613 


BAW62 


GR170 


5322 


130 


34049 


BZX75-C2V1 


GR171 


5322 


130 


30613 


BAW62 


GR172 


5322 


130 


30613 


BAW62 


GR173 


5322 


130 


30613 


BAW62 


GR175 


5322 


130 


34189 


BAW20 


GR180 


5322 


130 


34189 


BAW20 


GR181 


5322 


130 


34189 


6AW20 


GR182 


5322 


130 


34189 


BAW20 


GR183 


5322 


130 


34189 


BAW20 


GR184 


5322 


130 


34189 


6AW20 


GR185 


5322 


130 


34189 


BAW20 


GR186 


5322 


130 


34189 


BAW20 


GR187 


5322 


-130 


34189 


BAW20 


GR188 


5322 


130 


34166 


8ZX79-C5X 


CR189 



UNIT U1 ALL MODELS 
INDUCTANCES 



Ordering number DescriDtion 


Item 




5322 158 10289 


inductance 0.66MH 


LlOl 


1 


5322 158 10289 


inductance 0.68MH 


L102 


1 


5322 158 10243 


INDUCTANCE lOOMH 


L103 


1 


5322 158 10284 


INDUCTANCE 47MH 


U104 


1 


5322 158 10284 


INDUCTANCE 47MH 


L105 


1 


5322 158 10052 


CHOKE 


L150 


1 


4822 526 10097 


FXC BEAD 


L151 


1 


5322 158 10052 


CHOKE 


L152 


1 


unit Ul ALL models 






mechanical parts 








Orderino number Description 


Item 


_QtiS 


5322 256 34031 


FUSEHOLDER 


VL150 


2 


5322 255 44107 


1C HOLDER 16 PINS 


D.I.L 


2 


5.322 255 44112 


1C HOLDER 18 PINS 


O.I.L 


5 


5322 255 40089 


TRANSISTOR HOLDER 


TO 18-3 


11 


5322 255 40089 


transistor holder 


TO 18*4 


2 


5322 265 54006 


TRANSISTOR HOLDER 


TS153 


I 


5322 265 54006 


female connector 


BU 102 


1 


5322 265 54018 


MALE CONNECTOR 


8U 102 


1 


5322 265 44064 


male Connector 


BU103 


1 


5322 265 44064 


MALE connector 


BU104 


1 


5322 265 44064 


male connector 


BU105 


1 


5322 255 44107 


female connector 


BUX06 


1 


5322 265 54006 


female connector 


BUI 07 


1 


5322 101 94007 


COMBINED switch 


SKlOl 


1 


5322 lai 94007 


combined switch 


SK102 


1 


5322 276 14117 


PUSH button switch 


SKI 03 


1 


5322 276 14117 


PUSH Button switch 


SK104 


1 


5322 273 74008 


ROTARY SWITCH 


SK105 


1 


5322 276-r41l7 


PUSH BUTTON switch 


SK106 


1 


5322 -276 14117 


PUSH button switch 


SK107 


1 


5322 276 14117 


PUSH button switch 


SK108 


1 


5322 101 64017 


COMBINED switch 


SK109 


1 


5322 276 14117 


push BUTTON SWITCH 


SKl'lO 


1 


5322 276 14117 


PUSH BUTTON SWITCH 


SK116 


I 


5322 276 14117 


PUSH BUTTON SWITCH 


SKU7 


1 


5322 276 14117 


PUSH BUTTON SWITCH 


SK118 


X 


5322 101 64017 


combined SWITCH 


SK119 


I 


5322 276 14117 


PUSH BUTTON SWITCH 


SK120 


1 


5322 277 24006 


slide switch 


SK121 


1 


unit Ul ALL MODELS 






MISCELLANEOUS 








Orderinq number 


IDescription 


item 




5322 i46 14079 


MAINS transformer 


7101 


1 


5322 142 64027 


OC-DC transformer 


7102 


i 


4822 253 20022 


fuse 1.6A FAST 


VL150 


X 


4822 252 20001 


thermal fuse 


VLlOl 


1 


5322 131 94042 


display 


BlOl 


X 


5322 462 34127 


GUIDE RAIL 


FOR Ul 


14 


FRONT PANEL ALL MODELS 






Orderino number Descri-otion 


Item 


aty. 


5322 456 14054 


TEXT PLATE 


PM6622 


X 


5322 456 14055 


TEXT PLATE 


PM6624 


X 


5322 456 14056 


text plate 


PM6625 


X 



5322 450 64059 
5322 414 34076 
5322 414 74019 
5322 414 34091 
5322 414 74015 
5322 414 34091 
5322 414 74015 
5322 414 34091 
5322 414 74015 
5322 414 14011 
5322 267 10004 



WINDOW 
FUNCTION KNOB 

cover function knob 
DISPLAY KNOB 
COVER DISPLAY knob 
HOLD OFF KNOB 
COVER HOLD OFF KNOB 
TRIGGER KNOBS 

cover trigger knobs 

PUSH BUTTON KNOBS 
INPUT SOCKETS A B 



SK105 

SK105 

SKlOl 

SKlOl 

SK403 

SK403 



BUI 6U2 



1 

1 

1 
1 
1 
1 
1 

2 
2 

10 

2 
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REAR panel all MOBELS 



Ordering number Description It-em 



5322 


26T 


3^059 


EXT BATTERY SOCKET 


BU21 


5322 


267 


34059 


EXT BATTERY SOCKET 


BU22 


5322 


265 


30066 


MAINS INPUT SOCKET 


BU23 


5322 


267 


10004 


INPUT D-IOMHZ OUT 


BU24 


5322 


267 


10004 


EXT. RESET 


8U25 


5322 


267 


10004 


gate open 


BU27 


5322 


277 


24017 


INT EXT STD SWITCH 


$K22 


5322 


121 


44092 


CAPACITOR 47NF 250V 


Cl 



CABINET ALL MOBELS 



Orderinq 


number Descri-ption 


Item 


5322 


498 


54048 


handle arm 


2 


5322 


498 


54054 


handle PROFILE 


1 


5322 


520 


34164 


BEARINO BUSH 


2 


5322 


4X4 


64053 


CAP handle arm 


2 


5322 


447 


84467 


TOP COVER 


1 


5322 


447 


84466 


bdtjon Cover 


X 


5322 


466 


85335 


FRONT ORNAMENT 


1 


5322 


459 


24054 


REAR ornament 


X 


5322 


462 


44181 


REAR FOOT 


4 


5322 


462 


44179 


bottom foot 


4 


4822 


462 


70497 


PLUG BOTTOM FOOT 


4 



UNIT U3 ALL MOBELS 



Orderinq number Description 


Item 


5322 321 24389 


CABLE COMPLETE 


U3 TO U1 


5322 268 24073 


TEST SOCKET 


BU302 


5322 268 24073 


TEST SOCKET 


BU303 


345k 


LP35/1I 


CR301 




LD35/II 


GR302 


J aj3 .isxk 


L035/II 

LD35/II 


GR303 

GR304 


lao 34^t.i 


LD35/II 


GR305 


5Sn 130 34ftl 


LD35/II 


CR306 


ssii i5<> 


LD35/II 


GR307 


unit U4 all models 
O rdering number Description 


Item 



5322 321 24391 
5322 277 24006 
5322 277 24006 
5322 101 54008 
5322 121 54118 



CABLE COMPLETE U4 TO U1 

SLIDE SWITCH SK401 

SLIDE SWITCH SK402 

combined SK403-SK404R401 
CAPACITOR 150NF 63V C401 



UNIT U2 PM6624 
FIXED RESISTORS 



Ordering number Ohm TbL.(%^ Type item 



4822 


116 


51142 


150 


5 


PR37 


R201 


5322 


1X6 


54396 


68 


5 


PR52 


R202 


5322 


116 


54396 


68 


5 


PR52 


R203 


5322 


116 


50417 


162 


5 


MR25 


R204 


4822 


1X1 


30328 


330 


5 


CRl6 


R205 


4822 


1X0 


63125 


4.7K 


5 


CR25 


R206 


4822 


1X0 


63147 


33K 


5 


CR25 


R207 


4822 


1X0 


63107 


IK 


5 


CR25 


R208 


4822 


1X0 


63125 


4.7K 


5 


CR28 


R209 


4822 


HO 


63152 


47K 


5 


CR25 


R210 


4822 


1X0 


63107 


IK 


5 


CR25 


R211 


4822 


ixo 


63138 


15K 


5 


CR25 


R212 


4822 


1X1 


30067 


33 


5 


CR16 


R213 


4822 


1X0 


63134 


lOK 


5 


CR25 


R214 


4822 


1X0 


63141 


18K 


5 


CR25 


R215 


4822 


1X0 


63101 


560 


5 


CR25 


R216 


4822 


1X1 


30264 


2.7K 


5 


CRX6 


R217 


4822 


111 


30323 


270 


5 


CR16 


R21B 


4822 


111 


30272 


680 


5 


CR16 


R219 


4822 


;ixi 


30245 


47 


5 


CR16 


R220 


4822 


111 


30347 


10 


5 


CR16 


R221 


4822 


1X0 


63161 


lOOK 


5 


CR25 


R222 


4822 


IXO 


63116 


2,2K 


5 


CR25 


R223 


A822 


110 


63125 


4,7K 


5 


CR25 


R224 


4822 


110 


63134 


lOK 


5 


CR25 


R225 


4822 


110 


63098 


470 


5 


CR25 


R226 


4822 


110 


63116 


2.2K 


5 


CR25 


R227 


4822 


no 


63054 


10 


5 


CR25 


R228 


4822 


111 


30272 


680 


5 


CR25 


R229 


4622 


no 


63098 


470 


5 


CR25 


R230 


4822 


110 


63116 


2.2K 


5 


CR25 


R231 


4822 


110 


63125 


4,7K 


5 


CR25 


R238 


UNIT U2 PM6624 
FIXED CAPACITORS 
Ordering number 


Farad 


Volts item 



4822 


122 


31177 


470P 


10 


100 


C201 


4822 


122 


31177 


470P 


10 


100 


C202 


4822 


122 


31177 


470P 


10 


100 


C203 


4822 


122 


31177 


470P 


10 


10 


C204 


4822 


122 


30043 


ION 


-20+80 


63 


C205 


5322 


122 


34043 


47P 


2 


50 


C206 


4822 


122 


3U75 


IN 


10 


100 


C207 


5322 


124 


14079 


68M 




6,3 ' 


C208 


4822 


122 


31043 


3.9P 


2 


63 


C209 


4822 


122 


31173 


220P 


10 


100 


C211 


4822 


122 


30094 


220P 


10 


loo 


C212 


4822 


122 


31177 


470P 


10 


100 


C213 


4822 


122 


30043 


ION 


-20*80 


63 


C214 


5322 


124 


14036 


15H 




16 


C215 


4822 


122 


31175 


IN 


10 


xoo 


C216 


5322 


122 


34043 


47P 


2 


loo 


C217 


4822 


122 


31072 


47P 


10 


100 


C218 


4822 


122 


30043 


ION 


•20*80 


63 


C219 


4822 


122 


31175 


IN 


10 


100 


C220 


5322 


i22 


34043 


47P 


2 


50 


C221 


4822 


122 


31175 


IN 


10 


loo 


C222 


4822 


122 


31175 


IN 


10 


100 


C223 


5322 


124 


14079 


6BM 




6.3 


C224 


4822 


122 


30043 


ION 


-20*80 


63 


C225 


4822 


122 


31072 


47P 


10 


100 


C226 


4822 


122 


31173 


220P 


10 


100 


C227 
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UNIT U2 PM6624 

integrated circuits 



Ordering number Type item 



5322 209 85414 0^334 IC201 
5322 209 85414 OM 334 IC 202 
5322 209 84721 5P670B IC203 
5322 209 84163 SN72T41P IC204 
5322 209 84163 SNT2T41P IC205 
5322 209 84165 SN74T4N IC206 
5322 209 84165 SN7474N IC207 



UNIT U2 PM6624 

transistors 

Ordering number Type item 



4822 130 4093T BC548B TS201 
5322 130 40348 BCIT 8 B TS202 
5322 130 44179 BFR90 TS203 
4822 130 40937 BC548B TS204 
5322 130 40343 BCIO 6 B TS205 



unit U2 PM6224 
DIODES 

Ordering number Type Item 



5322 130 34364 BA379 6R201 
5322 130 34364 BA379 GR202 
5322 130 34283 HP50B2-2835 GR203 
5322 130 34283 HP5082-2835 CR204 
5322 130 34364 BA379 GR205 
5322 130 34364 8A379 GR206 
5322 130 34364 BA379 GR207 
5322 130 30613 BAw62 GR208 
5322 130 34283 HP5082-2835 GR209 
5322 130 34283 HP5082-2835 GR210 
5322 130 '30666 BIX79-C7V5 6R211 



UNIT U2 PM6625 
FIXED RESISTORS 



Ordcrinq 


nurnber 


Ohm 


Tol Type 


Item 


5322 


116 


54393 


150 


5 


PR52 


R201 


5322 


116 


54396 


68 


5 


PR52 


R202 


5322 


116 


54396 


68 


5 


PR52 


R203 


5322 


116 


50^lT 


162 


5 


MR25 


R204 


4822 


111 


30328 


330 


5 


CR16 


R205 


.4822 


110 


63125 


4f7K 


5 


CR25 


R206 


4822 


110 


63147 


33K 


5 


CR25 


R207 


4822 


110 


63107 


IK 


5 


CR25 


R208 


4822 


110 


63125 


4.7K 


5 


CR25 


R209 


4822 


110 


63152 


47K 


5 


CR25 


R210 


4822 


110 


63107 


IK 


5 


CR25 


R211 


4822 


110 


63138 


15K 


5 


CR25 


R212 


4822 


111 


30348 


27 


5 


CRI 6 


R213 


4822 


110 


63134 


lOK 


5 


CR25 


R214 


4822 


110 


63141 


18k 


5 


CR25 


R215 


4822 


110 


63094 


330 


5 


CR25 


R216 


4822 


111 


30265 


2.2K 


5 


CR16 


R217 


4822 


111 


30331 


470 


5 


CRI 6 


R218 


4822 


111 


30312 


4.7K 


5 


CR 16 


R219 


4822 


111 


30327 


220 


5 


CR16 


R220 


4822- 


111 


30347 


10 


5 


CR16 


R221 


4822 


110 


63161 


lOOK 


5 


CR25 


R222 


4822 


110 


63116 


2t2K 


5 


CR25 


R223 


4822 


110 


63116 


2.2K 


5 


CR25 


R224 


4822 


110 


63134 


lOK 


5 


CR25 


R225 


4822 


110 


63098 


470 


5 


CR25 


R226 


4822 


no 


63116 


2«2K 


5 


CR25 


R227 


4822 


110 


63054 


10 


5 


CR25 


R228 


4822 


111 


30272 


660 


5 


CR16 


R229 


4822 


110 


63098 


470 


5 


CR25 


R230 


4822 


110 


63116 


2.2K 


5 


CR25 


R231 


4822 


111 


30324 


100 


5 


CRl6 


R233 


4822 


111 


30328 


330 


5 


CR16 


R234 


4822 


111 


30328 


330 


5 


CR16 


R235 


4822 


110 


63098 


470 


5 


CR16 


R236 


4822 


no 


63069 


39 


5 


CR16 


R237 


4822 


no 


63125 


4.7K 


5 


CR16 


R238 



UNIT U2 PM6624 
INDUCTANCES 



UNIT U2 PM6625 



OrdennQ 


number Description 




Item 


Orderinq number 


Farad 


Tol.f®/o 


'i Volts 


Item 


5322 


158 


14119 


COIL 




L201 
















5322 


158 


14119 


COIL 




L202 


5322 


122 


34071 


470P 


20 


50 


C201 


5322 


158 


10276 


INDUCTANCE 4,7MH 


L203 


5322 


122 


34071 


470P 


20 50 


C202 


5322 


158 


14119 


COIL 




L204 


5322 


122 


34071 


470P 


20 


50 


C203 


4822 


526 


10025 


FXC BEAD 




L205 


5322 


122 


34071 


470P 


20 


50 


C204 


4822 


526 


10025 


FXC BEAD 




L207 


4822 


122 


30043 


ION 


•20^80 


63 


C205 


4822 


526 


10025 


FXC BEAD 




L208 


5322 


122 


34043 


47P 


10 


50 


C206 


4822 


526 


10025 


FXC BEAD 




L209 


4822 


122 


31175 


IN 


10 


100 


C207 


4822 


526 


10025 


FXC BEAD 




L210 


5322 


124 


14079 


68M 


-10+50 


6.3 


C208 


5322 


526 


14019 


bead 




L211 


5322 


122 


34043 


4tP 


10 


50 


C209 














4822 


122 


31173 


220P 


10 


100 


C210 














4822 


122 


31173 


220P 


10 


100 


C21I 


unit 


02 








4822 


122 


31173 


220P 


10 


100 


C212 


MCOHAIMICAU PAKT^ 






5322 


122 


34071 


470P 


10 


50 


C213 


Orderino number Description 


Item 




4822 


122 


30043 


ION 


•20^80 


63 


C2U 














5322 


124 


14036 


15M 


•10+50 


16 


C215 


5322 


265 


54006 


female connector 


BU201 1 


4822 


T22 


31175 


IN 


10 


100 


C216 


5322 


265 


54018 


MALE CONNECTOR 


BU201 1 


5322 


122 


34071 


470P 


20 


50 


C217 


5322 


535 


94711 


DISTANCE PIECE 


FOR 


U2 2 


5322 


122 


34042 


12P 


10 


50 


C218 


5322 


462 


34054 


GUIDE RAIL 


FOR 


U2 2 


4822 


122 


30043 


ION 


-20+80 


63 


C219 


5322 


255 


44122 


IC holder 14 PINS 


OIL 


1 


4822 


122 


3X175 


IN 


10 


IQO 


C220 


5322 


255 


40089 


TRANSISTOR HOLDER 


TOie 


-3 2 


4822 


122 


30043 


ION 


-20f80 


63 


C221 














5322 


122 


34043 


47P 


10 


50 


C222 














5322 


122 


34071 


470P 


20 


50 


C223 














5322 


124 


14079 


68M 


•10+50 


6.3 


C224 














5322 


122 


34071 


470P 


10 


50 


C225 














4822 


122 


31072 


47P 


2 


100 


C226 














5322 


122 


34071 


470P 


20 


50 


C227 














4822 


122 


31072 


47P 


2 


100 


C228 














4822 


122 


30043 


ION 


-20+80 


63 


C229 














5322 


122 


34043 


47P 


10 


50 


C230 














4822 


122 


31054 


lOP 


2 


100 


C231 




38 



unit U2 PM6625 
INTERGRATED CIRCUITS 



Ordering number Type item 



5322 209 85414 


0M334 


IC201 


5322 209 85414 


qM334 


1C202 


5322 209 84T25 


SP8616B 


1C203 


5322 209 84165 


SNT27AIP 


1C204 


5322 209 84165 


SN72741P 


1C205 


5322 209 84165 


5N7474N 


1C206 


5322 209 84165 


SN7474N 


1C207 


5322 209 84T29 


SP8600B 


1C208 


unit U2 PM6625 






TRANSISTORS 






Ord^rinQ number Type 


Item 


4822 130 4093T 


BC548B 


TS201 


5322 130 40348 


BC178B 


TS202 


5322 130 44179 


BFR90 


TS203 


4822 130 40937 


BC548B 


TS204 


5322 130 40343 


BC108B 


T5205 


5322 130 44435 


2N5TT0 


TS206 


UNIT U2 PM6625 






DIODES 






OrderinQ number Type 


Item 


5322 130 34364 


BA379 


GR201 


5322 130 34364 


BA379 


GR202 


5322 130 34283 


HP5082-2835 


GR203 


5322 130 34283 


HP5082-2835 


CR204 


5322 130 34364 


BA379 


GR205 


5322 130 34364 


BA379 


GR206 


5322 130 34364 


BA379 


6R207 


5322 130 30613 


BAW62 


GR208 


5322 130 34283 


HP5082*2835 


GR209 


5322 130 34283 


HP5082-2835 


GR210 


5322 130 30666 


BZX79^C7V5 


6R211 


5322 130 34364 


BA379 


GR212 


5322 130 30666 


BZX79-C7V5 


GR213 


5322 130 30411 


BZX79-C3V9 


GR214 


5322 130 30611 


BZX79*C3V9 


GR215 


UNIT U2 PM6625 






INOUCTANSES 






Order/nQ number Description 


Item 


5322 158 14119 


COIL 


L201 


5322 158 14119 


COIL 


L202 


5322 158 10276 


INDUCTANCE 4.7MH 


L203 


5322 158 14119 


COIL 


L204 


5322 158 14119 


COIL 


L205 


5322 158 14119 


COIL 


L206 


5322 158 14119 


COIL 


L207 


5322 158 14119 


COIL 


L208 


5322 157 44024 


COIL 


L209 


4822 526 10025 


FXC bead 


L2IG 


4822 526 10025 


FXC bead 


L2I1 


4822- 526 10025 


FXC BEAD 


L212 


4822 526 10025 


FXC bead 


L214 


UNIT U2 PM6625 






mechanical parts 






Ordering number Descriotion Item 


Qty. 



S322 265 54006. 
5322 265 54018 
5322 535 94T11 
5322 255 44122 
5322 255 40089 
5322 462 34054 



FEMALE CONNECTOR BU201 
male CONNECTOR BU201 

DISTANCE PIECE FOR U2 

XC holder 14 PINs DIL 
TRANSISTOR HOLDER T018-3 
GUIDE RAIL 



1 

1 

2 

1 

2 

2 
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5. Circuit description prescaier units and power suppiy 

5.1. Prescaler PM 6624 

Unit U2 contains the 520 MHz amplifier and prescaler 
circuits, and also two D flip-flops 1C 206 and 1C 207 
dividing the time base signal generated on unit U1. 
The signal to be measured enters the input amplifier 
at socket BU 2. After AC coupling capacitor C 201, a 
resistive atteuator network R 201 ... R 204 is incorpo- 
rated which maintains he VSWR of the input and also 
serves as a series impedance for the PIN diode 
attentuator GR 201 and GR 202. Schottky diodes 
GR 203 and-GR 204 are clipping the signal but gener- 
ate also current to the PIN diodes which provide 
automatically the proper attenuation of high-amplitude 
signals. 

At low amplitude the signal passes this first PIN diode 
attenuator unchanged to the next PIN diode attenuator 
GR 205 . . . GR 207. Here the amplitude is reduced 
further before the signal is entering the input ampli- 
fier. 

After input conditioning, the measuring signal is ap- 
plied to two cascade wide-band amplifiers IC 201 and 
1C 202. The signal level at IC 202 is detected by 
GR 209, GR 210 controlling the AGC arnpIiM^ 
and Schmitt trigger IC 205. 

When the detected level is sufficient, IC 204 starts 
controlling the PIN diode attenuator GR 205 . . . GR 207. 
Transistor TS 201 ensures a linear attenuator response 
within the input signal range. 

Via R 213, C 213 and amplifier TS 203 the signal Is fed 
to input 10 of divide-by-eight circuit IC 203. Output 1 
provides the divided signal to the 80MHz input ompli- 
fier, BU 201 The detected signal from 

GR 209, 210 is also fed to operational amplifier IC 205 
performing a Schmitt trigger function. When no 
measuring signal is present or at a low detected level, 
output IC205:6 is positive. TS 204 is then turned on, 
shorts the output line to earth. 

When the detected signal from GR 209, 210 has 
reached a sufficient level. 1C 205: 6 goes LOW and 
TS 204 is turned off. 

TS202 is controlled by switch SK401. When the 
switch is set to position INPUT A the level at BU 201 :5 
PRESCALER, goes HIGH which turns TS 202 off. Via 
R 230 and GR211, also TS 205 is switched off. No 
supply voltage for the amplifier is present until switch 
SK401 is set to position INPUT C and BU 201 :5 goes 
LOW. 

The two D flip-flops of 1C 206 and one D flip-flop of 
IC 207 provide the division by 8 of the time base 
frequency TB 1. 



5.2. Prescaier PM 6625 

The input conditioning section of the 1 GHz amplifier 
up to IC 201 and the AGC and Schmitt trigger circuits 
are principally the same as in the 520 MHz amplifier 
of PM 6624. Refer to that description. 

After input conditioning, the measuring signal is ap- 
plied to two cascade wide-band amplifiers IC 201 and 
IC 202. The signal level at IC 202:7 is detected by 
GR 209, GR210 controlling the AGC amplifier IC 204 
and Schmitt trigger IC 205. 

Via R213, C213 and amplifier TS 203, the signal is 
fed to input 4 of divide-by-four circuit IC 203. The 
complementary outputs 10 and 11 of this circuit 
provide the signal to the next 4-divider IC 208 via 
zeners GR214, GR215. These diodes are interfacing 
the 4- 1 V output of IC 203 with the ~3 V input re- 
quirement of IC 208. The measuring signal frequency 
now divided by 16, is fed via TS 206 to the output line 
BU 201:1 which is connected with BU 102:1 to the 
80 MHz input amplifier. 

TS 202 is controlled by switch SK401. When the 
switch is set to position INPUT A the level at 
BU 201 :5, PRESCALER, goes HIGH which turns 
TS202 off. Via R 230 and GR211 also TS 205 is 
switched off. No supply voltage for the arhplifier fe 
present until SK401 is set to position INPUT C and 
BU 201 :5 goes LOW. 

The four D flip-flops of IC 206 and IC 207 provide the 
division by 16 of the time base frequency TB 1. 

5.3. Power supply 

The power supply operates from 115 V AC or 230 V 
AC 50 to 400 Hz or from the internal battery PM 9673 
or from an external battery with an output voltage of 
12 to 28 V. It provides five stabilised and overload- 
protected voltages of +120 V. +12V, -h 5V, — 5V 
and— 50 V. 

The power supply may be divided into the power input 
circuit mainly consisting of the mains transformer 
T 101 and rectifier GR 167, the over-voltage protection 
circuit mainly consisting of thyristors TS 150, TS 151 
and zener diode GR 160, the voltage regulation circuit 
mainly consisting of voltage regulator IC 150, thyristor 
TS 154, theDC-to-DC converter mainly consisting of 
primary side of transformer T 102, driver TS 152 and 
switch TS 153. 

Power input circuit 

When the power supply operates from the mains, the 
115V AC or 230V AC is transformed to 20V AC by 
transformer T 101, rectified in the diode-bridge GR 167, 
filtered by C 152 and C 161 and fed to the power 
supply circuits via switch SK 121 and SK 102. 

When the power supply operates from an external 
battery the current to the power supply circuits is fed 
from BU 21 at the rear panel via protecting diode 
GR 164 and switches SK 121 and SK 102. 

When the internal battery is used the current is fed 
from pin 8 of BU 105 via SK 121 and SK 102 to the 
power supply circuits. 
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Over-voltage protection 



The over-voltage protection circuit consists mainly of 
thyristors TS 150, TS 151 and zener diode GR 160. 

The anode of GR 160 is connected to the +5 V output 
from the power supply. If this voltage increases to 
5.6 V... 5.8 V, the zener diode GR 160 will start to 
conduct and a current will flow through resistor R 1 121 . 
The voltage drop across R 1121 is fed to the gate of 
thyristor TS 151 via resistor R1120. The anode is 
connected to the +5V output voltage via resistor 
R1118. 

The thyristor will switch on and a voltage drop arises 
across resistor R 1122. This voltage is fed to the gate 
of thyristor TS 150, whose anode is connected to the 
d.c. input voltage. The thyristor will switch on and 
blow fuse VL 150, or, if the counter is operating in the 
internal battery mode, fuse VL 1 in the battery unit 
PM 9673. The capacitor across the gate and cathode 
of thyristor TS 151 prevents transients from the mains 
to blow fuse VL 150 accidentally. 

DC to DC converter 

The DC to DC converter is basically a blocking oscil- 
lator consisting mainly of switch transistor TS 153 and 
terminals 4 — 9 of the transformer T 102. When switch 
SK 102 is set to position ON, the DC voltage from the 
power input circuit is fed to the transistor TS 155 
which works as a constant current source of approx- 
imately 1 mA (li). 

The current h will cause switch transistor TS 153 to 
start conducting and the linearly increasing current I2 
to flow. 

This current I2 will cause a voltage across terminals 
3 — 8 of the transformer and the current [3 will start to 
flow. 

This will cause drive transistor TS 152 to saturate 
switch transistor TS 153, When the transistor no 
longer can saturate, current I3 will stop to increase 
and the induced voltage at terminal 3 of transformer 
T 102 will disappear. 

This will cause TS 153 to switch off and the collector 
voltage to rise to the same level as the supply voltage. 
At this moment the magnetic flux will discharge 
through the secondary windings of T 102 and diodes 
GR 155—159. 

Output voltage regulation circuit 

The output voltage regulation circuit consists mainly 
of voltage regulator 1C 150 and thyristor TS 154. 

The purpose of the thyristor TS 154 is to switch off 
the drive transistor TS 152 in order to regulate the 
output voltage. The switching moment of thyristor 
TS 154 is determined by a voltage at the gate of the 
thyristor which is the sum of a DC regulation voltage 
from terminal 10 of 1C 150 and a sawtooth voltage 
caused by the emitter current of TS 153 through 
resistor R 1114//R 1115. 

The voltage regulator 1C 150 is fed at terminal 12 with 
the supply voltage and at terminal 7 with a negative 
voltage, via GR 161, from winding 3 — 8 of transformer 
T102. 

1C 150 contains a differential amplifier with inputs at 
terminals 4 and 5. 

The input at terminal 5 is grounded via R 1 104 and the 



input at terminal 4 is connected to a voltage divider 
that consists of the reference output at terminal 6 and 
the negative voltage from winding 3 — 8 of transformer 
T 102 at terminal 7. 

The differential amplifier is in balance when the volt- 
age at terminal 7 is — 5V. When the supply voltage 
across windings 4 — 9 of transformer T 102 increases, 
the voltage at the differential amplifier at terminal 7 
of 1C 150 will go more negative, the DC regulation 
voltage at terminal 10 of 1C 150 will go positive and 
turn on thyristor TS 154. This will connect the base of 
driver transistor to the ground and cause switch tran- 
sistor TS 153 to switch off. The stored magnetic flux 
will then discharge in the secondary windings of T 102 
and diodes GR 155 — GR 159. 




V 1 
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6. Test conditons 

6.1. DC voltages. 

The d.c. voltages in the circuit diagrams are typical 
and may vary slightly between instruments. 

Unless otherwise stated the voltages are positive 
related to earth and measured without input signal. 
The test instrument can be analogue, or digital with 
an input impedance of at least 40 kH/V. 

NOTE, When measuring d.c. voltages in the input 
amplifier of the prescaler use sampling oscilloscope 
PM 3400 and FET probe PM 9353. 

6.2. Troubleshooting the power supply section 

A fault in the power supply can be isolated easier if 
the counter circuits are disconnected by removing 



At. 

10-pins connector BU107. However, to simulate the 
load, a dummy load has to be fitted as shown in the 
figure. The dummy load can be assembled of the 
following components: 

1 female connector 10 pins 5322 267 54102 

1 carbon resistor 22H, 1 W 4822 110 23143 

1 carbon resistor 220^, 1 W 4822 1 10 23089 

1 carbon resistor, ISH, 2 W 4822 110 10061 

1 carbon resistor, 56^, 0.5 W 4822 1 1 0 53074 

1 carbon resistor, 5.6 kH, 0.5 W 4822 110 53127 

CAUTION: + 120 V at pin 10 of the connector! 





B01 




Figure X-2. Component layout ill 
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IMPORTANT 

In correspondence concerning this instrument, please quote the type number and the serial number as given on the type 
plate on the rear of the instrument. 

WICHTIG 

Bei Schriftwechsel dieses Gerat betreffend, bitte die auf dem Typenschild an der Gerateruckseite angegebene Typ- und 
Seriennummer zu vermelden. 

IMPORTANT 

Dans votre correspondance et dans vos reclamations se rapportant a cet appareil, veuillez toujours indiquer le numero 
de type et le numero de serie qui sont marques sur la plaquette signaletique. 
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Safety regulations 



Schutzmassnahmen 



I 



Upon delivery, the instrument complies with 
the required safety regulations. To maintain 
this condition and to ensure safe operation. It 
is recommended to follow the instructions be- 
low. 

1 . Before switching on 

Protection The Instrument is protected ac- 
cording to class 1 (protective earth) of the I EC 
348 or VDE 0411. The mains cable provides 
earth connection. Outside specially protected 
rooms, the mains plug must be connected 
only to sockets with earthed contact. It is not 
allowed to interrupt the earth connection in- 
side or outside the instrument. 

Mounting The instrument may be used in any 
desired position. Do not place the instrument 
on any surface which produces or radiates 
heat, or in direct sunlight. 

Earthing The instrument must be earthed In 
conformity with the local safety regulations. 
The mains cable delivered with the instrument 
includes a protective conductor, which Is con- 
nected to the earth contacts of the plug. Thus, 
when connected to an earthed mains socket, 
the cabinet of the instrument is consequently 
connected to the protective earth. The circuit 
earth is connected internally to the external 
BNC socket and the cabinet. The BNC socket 
must not be used to connect a protective con- 
ductor. Warning Connect the mains cable 
plug only to a socket with protective earth 
contacts. This protection must not be ineffec- 
tive e.g. by using an extension cable without 
earth protection. 

Mains connection The instrument must be 
connected only to an AC supply. On delivery 
the Instrument is set to 230 V or 115 V in- 
dicated on the plate at the rear of the instru- 
ment. Ensure that the instrument is set to the 
local mains voltage before switching on. 

Mains connection must be made in accordance 
with the local safety regulations. This implies 
that the instrument is connected to the mains 
socket with a protective earth contact as de- 
scribed in section Earthing. 

Mains Adjustment and Fuses The instrument 
can be set to 115V or 230 V. 1 n both cases the 
fuse should be 1.6 A fast action, in addition 
to this the primary side of the mains trans- 
former is protected by a replacable thermal 
fuse. To convert the Instrument proceed as 
follows: 

— Unplug the mains cable 

— Dismantle the Instrument as described In 
section dismantling 

— Resolder the wires of the mains transfor- 
mer as shown on page 1 0. 

2. Maintenance and Repair 

Failure and Extensive Stress If the instrument 
is suspected of being unsafe take It out of ope- 
ration. This Is the case when the instrument 
shows physical damage or does not function 
anymore or is stressed beyond the tolerable 
limits e.g. during storage or transportation. 

Dismantiing the instrument When removing 
covers or other parts by means of tools, live 
parts or terminals could be exposed. Before 
opening the instrument, disconnect it from 
all power sources, if the open live instrument 
needs calibration, maintenance or a repair, it 
must be performed only by trained personnel 
being aware of the risks. After disconnection 
from all power sources, the capacitors In the 
instrument may remain charged for some se- 
conds, observe the circuit diagrams. To dis- 
mantle the Instrument proceed as follows: 

— Unplug the mains cable 

— Loosen the four rear screws 

— Remove top and bottom covers 



Repair and replacing parts Repairs must be 
made by trained personnel. Ensure that the 
construction of the instrument is not altered 
to the detriment of safety. Above all, leakage 
paths, air gaps and insulation layers must not 
be reduced. When replacing, use only origi- 
nal parts. Other spare parts are only accep- 
table when the safety precautions for the 
instrument are not impaired. 



Dieses Gerat entspricht bei der Werksausliefe- 
rung den geltenden Schutzvorschriften. Zur 
Erhaitung dieses Zustands und zur Gewahr- 
leistung der Betriebssicherheit wird die genaue 
EInhaltung nachstehender HInweise empfohlen. 



1. Vor der Inbetriebnahme 

Schutzart Das Gerat entspricht der Schutz- 
klasse I (Schutzleiteranschluss) gemasslEC348 
bzw. VDE 041 1 . Die Gerateanschlussleitung 
enthalt einen Schutzleiter. Ausser In Raumen 
mit besonderen Schutzmassnahmen darf das 
Gerat nur an Steckdosen mIt Schutzkontakten 
(Schuko-^Steckdosen) angeschiossen werden. 
Jede Unterbrechung des Schutzleiters Inner- 
halb Oder ausserhalb des Gerats 1st unzulassig. 

Aufstellung Das Gerat ist fur jede Betriebslage 
vorgesehen. Warmeeinwirkung und direkte 
Sonneneinstrahlung sind zu vermeiden. • 

Erdung Das Gerat ist nach Massgabe der ort- 
llchen Vorschriften zu erden. Der Schutzleiter 
der Gerateanschlussleitung Ist an die Schutz- 
kontakte des Stackers angeschiossen. Auf diese 
Weise ist das Gehause des Gerats zwangslauflg 
mit Erde verbunden. Das Masse-Potential 
steht mit der ausseren BNC— Buchse und dem 
Gehause in Verbindung. Der Anschluss des 
Schutzleiters an die BNC— Buchse ist nicht 
zutassig. Zu beachten! Netzstecker nur an 
Schuko— Steckdosen anschliessen. Diese Schutz- 
massnahme darf nicht unwirksam gemacht 
werden (z B durch Verwendung einer Verlanger- 
ungsschnur ohne Schutzleiter). 

Netzanschtuss Das Gerat ist nur fur Betrieb an 
Wechselspannuhg vorgesehen. WerksmMssig is^ 
auf die Spannung 230 V Oder 115 V eingestellt 
(Typenschild auf der Gerateriickwand beach- 
tenl). Bei Bedarf also erst auf die ortliche Netz- 
spannung umschalten. Der Netzanschluss muss 
den brtlichen Schutzvorschriften entsprechen. 
In jedem Fall ist aber Anschluss Ciber eine 
Steckvorrichtung mit Schutzkontakten erforder- 
iich; siehe oben under »Erdung». 

Spannungswahl und Sicherungen Das Gerat ist 
auf 115 V Oder 230 V einstellber. In belden 
Fallen sind flinke Sicherungen 1,6 A zu ver- 
wenden. Die Prjmarseite des Netztransfor- 
mators ist zusatziich durch eine auswechsel- 
bare Thermosicherung geschutzt. Die Umschal- 
tung wird wie foigt vorgenommen: 

— Netzstecker ziehen 

— Gehause abnehmen (siehe unten) 

— Die Drahte am Netztransformator ent- 
sprechend der Skizze auf Seite 10 umloten 



2 Wartung und Reparatur 

Fehler und Cjberbeanspruchung Bel Verdacht 
der Betriebsunsicherheit Gerat aus dem Betrieb 
nehmen. Dies kann der Fall sein bei sichtbaren 
BeschSdigungen, FunktionsausfaU Oder iiber- 
massigen Beanspruchungen (Transport, Lagerung 
und dgl.). 

Abnehmen des Gehauses Beim Entfernen von 
Abdeckungen und Bauteilen konnen unter 
Spannung stehende Teile freigelegt werden. 
Vor dem Offnen ist das Gerat daher von alien 
Spannungsquelien zu trennen. Abstimmung, 
Wartung Oder Reparaturen unter Spannurig 
durfen nur von geschulten Fachkraften, die 
mit den Gefahren vertraut sind, vorgenommen 
werden. Zu beachten! Auch nach Spannungs- 
unterbrechung sind geladene Kondensatoren 
noch fur einige Zelt spannungfCihrend (Schalt- 
plan beachten!). Gehause wie foigt abnehmen: 



— Netzstecker ziehen 

— Die vier hlnteren Schrauben Ibsen 

— Gehauseteile oben und unten abnehmen 



Reparaturen und Auswechslung vop Teilen 
Reparaturen sind nur von Fachkraften, auszu- 
fUhren. Die Bauweise des Gerats darf unter 
keinen Umstanden fur den Gerateschutz 
nachteiiig geandert werden. Insbesondere dur- 
fen die Kriechstrecken, Sicherheitsabstande und 
IsolierschIchten keinesfalls beeintrachtigt wer- 
den. Nur Originalersatzteile verwendeni Andere 
Ersatzteiie sind nur zulasslg, sofern sich daraus 
keine Nachteile fur den Gerateschutz ergeben. 



Prescriptions de s6curit4 

A la llvraison, cet appareil satisfait aux normes 
de s6curit6 en vigueur. Afin de le maintenir con- 
forme a ces normes et d 'assurer son fonctionne- 
ment dans de bonnes conditions de s6curit6, il 
est recommand6 de se conformer aux instruc- 
tions ci-dessous. 

1. Avant la mise en marche 

Protection L'appareil est prot6g6conform6ment 
a la classe 1 (ligne de terre protectrice) des 
normes I EC 348 ou VDE 0411. Son cable sec- 
teur comporte une connexion de terre. A 
I'ext6rieur des locaux sp6cialement prot^g^s, 
ne connecter la fiche secteur qu'a des prises 
dotfees d'un contact de terre. Toute Interruption 
de la connexion de terre a I'intdrieur ou a 
I'ext6rieur de l'appareil est proscrite. 

Installation L'appareil peut etre utilise dans 
n'importe quelle position en fonction des 
besoins de I'utilisateur. Ne pas le placer sur une 
surface produisant ou rayonnant de la chaleur, 
ni a la lumiere solaire directe. 

Misse a la terre Mettre l'appareil a la terre con- 
form^ment aux normes de sdcurite locales en 
vigueur. Le cable secteur livrS avec l'appareil 
comprend un conducteur protecteur reli6 aux 
contacts de terre de la fiche. Lorsqu'il est 
branch^ a une prise secteur avec terre, l'appareil 
a ainsi son coffret reii^ a la ligne de terre pro- 
tectrice, laqueile est connect6e int6rieurement a 
la prise BNC externe du coffret. Ne pas utiliser 
cette derniere pour connecter un conducteur de 
protection. 

Attention Ne brancher la fiche du cSbIe secteur 
qu'a des prises dotbes de contacts de terre. Ne 
pas neutraliser cette protection en utilisant par 
example un prolongateur sans conducteur de 
terre. 

Branchement au secteur N'allmenter l'appareil 
qu'en courant alternatif. A sa livraison, il est 
coupl6 pour 230 V ou 1 15 V suivant Vindication 
de la plaquette placbe a sa partie arriere. Bien 
s'assurer qu'il est couple sur la tension secteur 
locale avant de le mettre en .marche. La con- 
nexion, de l'appareil au secteur devant etre 
effectu6e conform^ment aux normes locales 
de s6curit6, elle doit comporter une ligne de 
terre protectrice comme d6crit au chapitre 
Mise ^ la terre. .. 

Selection du secteur etfusibles L'appareil peut 
etre coupl6 pour 115 V ou 230 V. Dans lesdeux 
cas le fusible doit etre 1.6^ action rapide, en 
sus de ca le cote principal du transformateur 
secteur est prot6g6 par un fusible thermique 
d^montable. Pour modifier le couplage de 
l'appareil, proc4der de la maniere suivante: 

— D^brancher le cable Secteur 

— Ouvrir l'appareil comme d6crit au chapitre 
Ouverture 

— Ressouder les fils du transformateur Secteur 
Conform^ment aux figures I la page 10 

2. Maintenance et reparation 

DMauts et contraintes s6vdres SI la s6curit6 de 
fonctionnement de l'appareil est jug6e incer- 
taine, le retirer du service. C'est notamment le 
cas lorsqu'il presents des dommages matferiels 
ou ne fonctionne plus ou encore a 6t6 soumis 
h des contraintes hors tol6rances, par example 
lors de I'entreposage ou du transport. 

Ouverture de l'appareil Lors de I 'enlevement des 
capots ou autres parties au moyen d'outils, des 
organes ou des bornes sous tension peuvent se 
trouver exposes. Avant d'ouvrir l'appareil, le 
d6connecter par consequent de toute source 
d'alimentation. Si l'appareil ouvert et sous 
tension n6cessite un calibrage, une operation 
de maintenance ou une reparation, ne confier 
le travail qu'S du personnel quaiifie et consclent 
des risques encourus. Apr^s d6connexion des 
sources d'alimentation, les condensateurs de 
l'appareil peuvent rester charges pendant quei- 
ques secondes, voir les schemas de connexions. 
Pour ouvrir l'appareil, proceder de la maniere 
suivante: 

— Debrancher le cable Secteur 

— Eniever les quatres vis du fond 

— Tirer les coffrets du haut et du bas 

Reparation et remplacement de pieces Les 
reparations doivent 6tre effectuees par du per- 
sonnel quaiifie. S'assurer que la constitution de 
l'appareil n'est pas modifl6e au detriment de la 
securite. Avant tout, les iignes de fuite, les 
ent refers et les revetements iso I ants ne doivent 
pas etre reduits. Pour tout echange, n'utlliser 
que des pieces detachees d'origine. Les autres 
pieces de rechange ne sont acceptables que si 
le niveau de securite de l'appareil reste inchangfe. 
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1. Introduction 

i The counters in the PM 6620-series 
have frequency ranges from dc up to 
80 MHz, 520 MHz and 1 GHz respec- 
. tively for the PM 6622, PM 6624 and 
' PM 6625. All modeis can measure fre- 
quency, ratio, period, time intervai and 
have a totalizing mode. Optional acces- 
I soires such as five different oscilla- 
! tors, a battery unit, a BCD output unit, 
« a D/A converter and a BUS interface 
, system extend the range of applica- 
I tion. 

2. Technical data 

Properties expressed in numericai valu- 
es with statement of tolerances are 
guaranteed. Numericai vaiues without 
I tolerances are intended for information 
purposes oniy and indicate the pro- 
perties of an average instrument. The 
I numerical values hold good for the 
; nominal mains voltage. 



Measurements 

Frequency A 

Range: dc to 80 MHz 
j Gate times: 10 ms, 100 ms, 1 s and 
* 10 s 

Resolution: 100 Hz, 10 Hz, 1 Hz and 
0.1 Hz 

' Accuracy: ± 1 count ± time base error 

Frequency C 

Range PM 6624: 50 MHz to 520 MHz 
Range PM 6625: 50 MHz to 1000 MHz 
Gate times PM 6624: 10 ms, 100 ms, 
1 s and 10 s automatically multiplied 
with prescaling factor 8 
Gate times PM 6625: 10 ms, 100 ms, 
1 s and 10 s automatically multiplied 
with prescaling factor 16 
I Resolution; 100 Hz, 10 Hz, 1 Hz and 
; 0.1 Hz 

Accuracy: ± 1 count ± time base error 

i Single Period B 

Range: 100 ns to 10^ s (dc to 10 MHz) 
Resolution: 100 ns and 100 ^s 
j Accuracy: ± 1 count ± time base error 
j ± trigger error* 

Frequency counted; 10 MHz and 10 kHz 

j Period Average B 
' Range: 1 Hz to 10 MHz 

Periods averaged (N): 10^, 10^ and 10^ 
Resolution: 100 ns 

I N~ 

Accuracy: ± 1 count ± time base error 
j ± trigger error* /N. 

I Frequency counted: 10 MHz 



1. Einleitung 

Die Universaizahler der PM 6620-Serie 
eignen sich fur Messungen in den Fre- 
quenzbereichen von Gleichspannung 
bis 80 MHz (PM 6622) bzw. 520 MHz 
(PM 6624) und 1 GHz (PM 6625). Mit 
alien Modellen 1st die Messung von 
Frequenz, Frequenzverhaltnis, Perlo- 
dendauer, Zeitintervail sowie Ereignis- 
zahlung mogiich. Der Anwendungsbe- 
reich kann durch Zusatzeinheiten wie 
funf verschiedene Oszillatoren, eine 
Batterie-Einheit, einen BCD-Ausgang, 
einen D/A-Wandier und ein BUS-inter- 
facesystem noch wesentlich erweitert 
werden. 

2. Technische Oaten 

In Zahlen mit Toleranzangabe ausge- 
druckte Eigenschaften sind Garantie- 
werte. Zahlen ohne Toleranzangabe 
dienen nur zur Information des Anwen- 
ders und steilen die Eigenschaften 
eines typischen Gerates dar. Die 
Za hie n we rte g e I te n f u r Nen n -N etzs pa n- 
nung. 

Messarten 

Frequenz A 

Bereich: 0 ... 80 MHz 
MeOzeiten; 10 ms, 100 ms, 1 s und 10 s 
Auflosung: 100 Hz, 10 Hz, 1 Hz und 
0,1 Hz 

Genauigkeit: ± 1 digit ± Zeitbasis- 
fehler 

Frequenz C 

Bereich PM 6624: 50 MHz ... 520 MHz 
Bereich PM 6625: 50 MHz ... 1000 MHz 
MeOzeiten PM 6624: 10 ms, 100 ms, 1 s 
und 10 s, automatlsch multipliziert mit 
dem Vorteilerfaktor 8 
MeOzelten PM 6625: 10 ms, 100 ms, 1 s 
und 10 s, automatlsch multipliziert mit 
dem Vorteilerfaktor 16. 

Auflosung; 100 Hz, 10 Hz, 1 Hz und 
0,1 Hz ^ 

Genauigkeit: ± 1 digit ± Zeitbasis- 
fehler 

Einzelperiode B 

Bereich: 100 ns ... 10^ s (0 ... 10 MHz) 
Auflosung: 100 ns und 100 ^is 
Genauigkeit: ±1 digit ± Zeitbasis- 
fehler ± Triggerfehier* 

Zahifrequenz; 10 MHz und 10 kHz 

Periodendauer-Mittelwert B 
Bereich: 1 Hz ... 10 MHz 
Mittelwertblldung uber N Perioden; 
102 104 und 10^ 

Auflosung: 100 ns 

N 



1. Introduction 

Les compteurs PM 6622, PM 6624, PM 
6625 de la serie PM 6620, offrent res- 
pectivement, des gammes de frequence 
du continu a 80 MHz, 520 MHz, et 
1 GHz. 

I Is permettent tous trois de me surer la 
frequence, le rapport, la periode I'inter- 
valle de temps, et sont equipes d’un 
mode de totalisation. Les accessoires 
en option, tels que ; cinq oscillateurs 
differents, une unite de batterie, une 
unite de sortie BCD, un convertisseur 
D/A et un interface BUS, permettent 
d’etendre ia gamme d’appiications. 



2. Caracteristiques 
Techniques 

Les caracteristiques exprimees en 
valeurs numeriques avec mention de 
tolerances sont garanties. Les valeurs 
numeriques sans mention de tolerance 
sont donnees ^ titre indicatif seule- 
ment, et ce, pour la moyenne des appa- 
reils. Les valeurs numeriques sont vala- 
bles pour une tension secteur nominale. 



Mesures 

Frequence A 

Gamme : continu h 80 MHz 

Temps de porle : 10 ms, 100 ms, 1 s et 

10s 

Resolution ; 100 Hz. 10 Hz. 1 Hz et 
0.1 Hz 

Precision : ± 1 impulsion ± erreur de 
base de temps 

Frequence C 

Gamme PM 6624 : 50 MHz a 520 MHz 
Gamme PM 6625 : 50 MHz a 1000 MHz 
Temps de porte PM 6624 : 10 ms, 

100 ms, 1 s, et 10 s multiplies — auto- 
matiquement avec facteur de pre-eta- 
lonnage 8 

Temps de porte PM 6625 ; 10 ms, 

100 ms, 1 s et 10 s multiplies — auto- 
matiquement avec facteur de pre-eta- 
lonnage 16 

Resolution: 100 Hz, 10 Hz. 1 Hz, et 
0.1 Hz 

Precision : ± 1 impulsion ± erreur de 
base de temps 

Periode simple B 

Gamme ; 100 ns a 10® s (continu h 

10 MHz) 

Resolution ; 100 ns et 100 \ls 
Precision ; ± 1 impulsion ± erreur de 
base de temps ± erreur de declenche- 
ment* 

Frequence comptee : 10 MHz et 10 KHz 




4 



Single Time Interval A to B 
Range : 1 00 ns to 1 0^ s 
Resolution: 100 ns and 100 ^s 
Time interval repetition rate: maximum 
5 MHz 

Accuracy: ± 1 count ± time base error 
± trigger error** 

Frequency counted: 10 MHz and 10 kHz 

Time Interval Average A to B 
Range: 1 ns to 1 s 
Frequency counted: 10 MHz 
Periods averaged (N): 10^, 10^ and 10^ 
Statistical resolution: 100 ns/VN 
Minimum time from stop to start: 250 ns 
Accuracy: ± 4 ns ± time base error 
^ 100 ns trigger error** 

V'N 

Time Interval repetition rate: maximum 
4 MHz 



Genauigkeit: ± 1 digit ± Zeitbasis- 
fehler ± Triggerfehler*/N 
Zahifrequenz: 10 MHz 

Einzelzeitintervall A — B 
Bereich: 100 ns ... 10® s 
Aufidsung: 100 ns und 100 jxs 
Zeitintervall-Wiederholfrequenz: max. 
5 MHz 

Genauigkeit: ± 1 digit ± Zeitbasis- 
fehler ^ Triggerfehier* 

Zahifrequenz: 10 MHz und 10 kHz 

Zeitintervall-Mittelwert A — B 
Bereich: 1 ns ... 1 s 
Zahifrequenz: 10 MHz 
Mitteiwertbildung uber N Perioden: 

102, 1Q4 und 10® 

„ 100 ns 

Statistische Aufidsung: 

VN 



Count A (totalizing) 

Range: 1 to 10^ 

Mode: accumulates pulses between a 
start and stop pulse or during a gate 
signal applied to input B 

Pulse pair resolution: 12 ns 



Multiple Ratio 

« dc to 80 MHz 

Ratio fA/fB: 

dc to 10 MHz 



Ratio fC/fB PM 6624: 
Ratio fC/fB PM 6625: 



50 to 520 MHz 
dc to 10 MHz 
50 to 1000 MHz 
dc to 10 MHz 



Mindestzelt zwischen Start und Stopp: 

250 ns 

Genauigkeit: ± 4 ns ± Zeitbasisfehler 
100 ns Triggerfehier** 

VN 

Zeitintervall-Wiederholfrequenz : max. 

4 MHz 

Zahlung A (Summenbildung) 
Bereich: 1 ... 10^ 

Betrieb: Summiert Impulse zwischen 
einem Start- und einem Stoppsignal 
Oder wahrend eines Torsignals an Ein- 
gang B 

Impulspaar-Auflosung: 12 ns 



Accuracy: ± 1 count ± trigger error* 
of B/N 

Multiplier (N): 10^ and 10® with correct 
decimal point 

Ratio measurements with a multiplier 
factor: N = 10® to 10® are obtained in 
Frequency measurements. In Single 
Period and Period Average measure- 
ments multiplier factors of 1, 102, 10^ 
and 10® can be obtained by using the 
external reference input. 

This arrangement will not give correct 
decimal points. 

Trigger Hold Off only PM 6622 
Measuring modes: the trigger hold off 
(or trigger delay) works in Single 
Period and Single Time Interval modes. 
Range: from less than 10 \xs to 100 ms 
in two ranges. 

Monitor output: the hold off time is 



Frequenzverhaltnis 
Verhaltnis fA/fB: 
DC...80MHz/DC...10MHz 
Verhaltnis fC/fB (PM 6624): 

50... 520 MHz/DC ... 10 MHz 
Verhaltnis fC/fB (PM 6625): 

50... 1000 MHz/DG...10MHz 
Genauigkeit: ± 1 digit ± Triggerfehier* 
von B/N 

Muitiplikator (N): 10^ und 10® mit kor- 
rektem Dezimalpunkt 
Verhaltnismessung mit einem Muitipli- 
kator: N = 10® bis 10® Sind im Fre- 
quenz-Betrieb zu erhalten, wahrend bei 
Messung von Periodendauer und Pe- 
riodendauer-Mittelwert die Multiplika- 
toren 1, 102, ]qa 10® durch Verwen- 
dung des externen Referenzeingangs 
erhaltllch sind. 

Dieses Verfahren llefert jedoch keinen 
korrekten Dezimalpunkt. 



* Trigger error is < ±3 X 10'^ for sine 
wave signals with signal to noise ratio 
of > 40 dB. 

** Trigger error for any wave shape is 
^ ^ 2.5 X 10-3 

< ± — ns. 

Signal slope (V/ns) 



* Der Triggerfehier betragt hdchstens 
± 3 X 10'3 fur Sinus bei einem Signal- 
Rauschverhaltnis von min. 40 dB. 

** Der Triggerfehier fur beliebige Signal- 
formen betragt hdchstens 
^ 2.5 X 10-3 

± — — ns 

Signalflanke (V/ns) 



Periode moyenne B 
Gamme : 1 Hz a 10 MHz 
Periodes mises en moyenne (N) : 1Q2, 
104 et 10® 

Resolution : 100 ns 
N 

Precision : ± 1 Impulsion ± erreur de 
base de temps ^ erreur de declenche- 
ment*/N 

Frequence comptee : 10 MHz 

Intervalle de temps simple A — B 

Gamme : 100 ns a 10® s 

Resolution : 100 ns et 100 jjts 

Taux de repetition d’intervalle de 

temps : Maximal de 5 MHz 

Precision : ±1 impulsion ± erreur de 

base de temps ^ erreur de declenche- 

ment** 

Frequence comptee : 10 MHz et 10 KHz 

Moyenne d’intervalle de temps 
A — B 

Gamme : 1 ns a 1 s 
Frequence comptee : 10 MHz 
Periodes mises en moyenne (N) : 102, 
lO^etlO® _ 

Resolution statistique : 100 ns/VN 
Temps minimal arret/demarrage : 

250 ns 

Precision : ± 4 ns ± erreur de base de 
temps ± 100 ns erreur de declenche- 
ment**/l/N 

Taux de repetition d’intervalie de 
temps : Maximal de 4 MHz 

Comptage A (totalisation) 

Gamme ; 1 a 10^ 

Mode : accumule les impulsions pen- 
dant I’lntervalle de temps entre le si- 
gnal d’arret ou le signal de porte ap- 
plique a I’entree B 

Resolution de paire d’impulsions : 12 ns 

Rapport multiple 
Rapport fA/fB ; 

continu a 80 MHz, continu a 10 MHz 
Rapport fC/fB PM 6624 : 

50 a 520 MHz, continu a 10 MHz 
Rapport fC/fB PM 6625 : 

50 a 1000 MHz, continu h 10 MHz 
Multiplicateur (N) : 10^ et 10® avec le 
point decimal corrects 
Precision: T 1 impulsion + erreur* de 
declenchement de B/N. 



* L’erreur de declenchement est 

<±3X10'3 pour signaux sinusoidaux 
avec rapport signal/bruit >40 dB. 

** L'erreur de declenchement pour chaque 
sinusoTde est < 

2,5X10-3 

— -ns 

pente du signal (V/ns) 
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monitored on the Gate Open output 
I and can be digitally measured by the 
I instrument itself. 

I Check 

! Hold off not activated: 10 MHz is inter- 
nally applied to channels A and B and 
, a functional self test of any measuring 
I mode can be made. 

^ Hold off activated: the set Hold Off 
> duration will be displayed if Single Pe- 
riod or Time Interval mode is selected. 

i 

I 

Input characteristics 

inputs A and B 

General: inputs A and B are identical 
but input B is functionally limited to 
I 10 MHz 

I Frequency range: dc to 80 MHz at dc 
coupling and 100 Hz to 80 MHz at ac 
coupling 

i Rise time: approximately 4 ns 
' Pulse resolution: 6 ns minimum pulse 
duration 

Sensitivity: 20 mVj.j„g and 200 mV^j^g 
1 for sine wave signals, 60 mVp.p and 
600 mVp_p for pulses 
Impedance: 1 MQ//25 pF 
Trigger level: preset to 0 V or variable 
' between ± 2.5 V and ± 25 V in two 
* ranges with higher resolution around 
0 V 

. Trigger level monitor: set trigger volt- 
ages from — 2.5 V to -{- 2.5 V are avail- 
able on 1 mm jacks at the front 
Trigger slope: positive anct negative 
Coupling: dc and ac 
Safe overload at 20 mV sensitivity sett- 
ing: 250 V dc or 230 for fre- 
quencies up to 440 Hz falling to 12 
for frequencies of 1 MHz and higher 
j Safe overload at 200 mV sensitivity 
setting: 250 V dc or 230 
^ Switching mode: separate or common 

Input C 

Range : 50 MHz to 520 MHz for PM 6624 
1 and 50 MHz to 1000 MHz for PM 6625 
Prescaling factor: 8 for PM 6624 and 
16 for PM 6625 

Dynamic input voltage range: 10 
to 12 Vrms (“27 dBm to -|- 35 dBm). 
Above 960 MHz the sensitivity of 
PM 6625 might drop to — 24 dBm 

Impedance: 50Q 

Attenuation: continuous by automatic 
PIN diode attenuation, maximum 62 dB 
Coupling: ac 
VSWR: less than 2 

AM tolerance: 98% at modulation fre- 
quencies up to 5 kHz. 30 % at modula- 
j tion frequencies of 1 MHz and higher. 
1 Safe overload: 12 Vj.jns 

I 

I 



Triggersperre (nur PM 6622) 

Betrieb; Die Triggersperre (Triggerver- 
zogerung) HOLD OFF arbeitet bei Mes- 
sungen von Einzelperloden und Einzel- 
zeitintervall. 

Bereich: Von unter 10 jxs bis 100 ms 
In zwei Bereichen. 

Anzeige: Die Sperre wird am Ausgang 
GATE OPEN angezeigt und kann vom 
Instrument selbst digital gemessen 
warden. 

Check 

Triggersperre nicht betatigt: Ein 10- 
MHz-Signal wird intern an die KanSle 
A und B angelegt. Dadurch 1st eine 
funktionelle Eigenkontrolle Jeder Me6- 
funktion moglich. 

Triggersperre betatigt: Bei Messung 
von Periodendauer Oder Zeitintervall 
wird die eingestellte Dauer der Trig- 
gersperre HOLD OFF angezeigt 



Eingangscharakleristika 

Eingange A und B 

Allgemeines; Die Eingange A und B 
Sind identlsch, nur 1st die Funktion von 
Eingang B auf 10 MHz begrenzt 
Frequenzbereloh: DC bis 80 MHz bei 
DC-Kopplung und 100 Hz bis 80 MHz 
bei AC-Kopplung 
Anstiegszeit: ca. 4 ns 
Impulsauflosung: min. impulsdauer 6 ns 
Empfindllchkelt; 20 mV^^f und 
200 mVgff fur Sinussignaie, 60 mVgg 
und 600 mVgg fur Impulse 
Impedanz: 1 MQ//25 pF 
Triggerpegel: Voreingestellt auf 0 V 
Oder varlabel zwischen ± 2,5 V und ± 
25 V mit hoherer Auflosung urn 0 V 
Triggerpegelanzelge; Eingestellte Trig- 
gerspannungen von — 2,5 V bis 
+ 2,5 V konnen an Miniaturbuchsen 
auf der Frontseite abgenommen war- 
den 

Triggerflanke: Positiv und negativ 
Kopplung: DC und AC 
Dberlastungsschutz be! 20 mV: 250 V 
DC Oder 230 V^jj bei Frequenzen von 
bis zu 440 Hz, abfallend auf 12 Vg^j bei 
1 MHz Oder mehr 

Oberlastungsschutz be! 200 mV : 250 V 
DC Oder 230 V^ff 

Schaltart: Gemelnsam Oder getrennt 

Eingang C 

Bereich: 50 MHz bis 520 MHz 
(PM 6624) bzw. 50 MHz bis 1000 MHz 
(PM 6625) 

Vortellerfaktor: 8 fur PM 6624 und 16 
fur PM 6625 

Dynamischer Eingangsspannungs- 
bereich: 10 mV^f^ bis 12 mV^fj (-—27 
dBm bis -f 35 dBm). Ober 960 MHz 



Mesures de rapport avec un facteur 
multiplicateur : N = 10® a 10® sont obte- 
nus en mesures de frequence. Pour les 
mesures en Periode Simple et Periode 
moyenne les facteurs multiplicateurs 
de 1, 102, ^0^ et 10® peuvent etre obte- 
nus en utllisant une entree de reference 
externe. 

Toutefois, cet arrangement ne fournira 
pas de points decimaux correctes. 

Declenchement HOLD OFF 
seulement PM 6622 
Modes de mesures : le declencheur 
Hold Off fonctionne en mode de — 
Periode Simple et en mode d’intervalle 
de temps simple. 

Sortie controle : le temps de retard est 
commande sur la sortie de porte ouver- 
te et peut etre mesure digitalement par 
rinstrument lui-meme. 

Gamme: molns que 10 ^s 0 100 ms en 
deux gammes 

Verification 

Hold off non-declenche : 10 MHz est 
applique interieurement aux voies A et 
B et un auto-controle fonctionnel peut 
etre effectue selon n’importe quel mode 
de mesure 

Hold Off Declenche : la duree reglee 
de Hold Off sera affichee apres la 
selection de soit le mode de Periode 
Simple, ou le mode d’intervalle de 
temps. 

Caracteristiques d’Entree 
Entrees A et B 

Generalltes : les entrees A et B sont 

identiques mals, I’entree B est limitee a 

une fonction de 10 MHz 

Gamme de frequence : continu ^ 

80 MHz avec couplage en continu. et 

— 100 Hz a 80 MHz avec couplage 

capacitif 

Temps de montee : approximativement 
4 ns 

Resolution des impulsions : duree mini- 
mum de 6 ns par impulsion 
Sensibllite : 20 mV^ff et 200 mV^ji 
pour les signaux d’ondes sinusoi'dales 
60 mVg.g et 600 mV^,^ pour les impul- 
sions 

Impedance : 1 M-ohm//25 pF 
Niveau de declenchement : preregle 
sur 0 V ou variable entre ± 2.5 V et 
± 25 V en deux gammes avec une 
resolution superieure pres de 0 V 
Commande du niveau de declenche- 
ment : des tensions de declenchement 
reglees de — 2.5 V ^ -F 2.5 V sont 
obtenues sur les bornes avant 
Rente de declenchement : positive et 
negative 

Couplage : continu ou capacitif 




External reference Input D 
General: channel D is switchabie be- 
tween external reference frequency in- 
put and internal reference oscillator 
output 

Frequency range: 1 kHz to 10 MHz with 
correct decimal point at 10 MHz 
Sensitivity: 500 mV^^^g 
Impedance: approximately 10 kQ 
Coupling: ac 
Safe overload : 50 

External reset and start 

Reset: via a 0 V ±0.4 V signal applied 

to the input socket 

Minimum time between trailing edge 
and start of new measurement; 200 ns 
Minimum reset pulse duration: 100 ns 
Input current: at 0.4 V maximum 0.4 mA 
Start of new measurement: when the 
input is returned to a voltage of more 
than +2.5 V (max. 5.5 V) or left open 
the counter is released to carry out a 
new measurement. If the Display Time 
Control is set to infinite position only 
one new measurement is made and 
stored and the counter can not start a 
new measurement until a new reset 
pulse has been applied. 

Output characteristics 

Time base oscillator output D 

General: channel D is switchabie be- 
tween external reference frequency in- 
put and time base oscillator output 
X-tal frequency: 10 MHz 
Amplitude: approximately 1 open 
circuit 

Impedance: approximately 200 Q 
Coupling: dc 

Safe overload: short circuit proof 

Gate monitor output 
General: the gate monitor output en- 
ables observation on an oscilloscope 
of the measured interval (and the hold 
off time on the PM 6622) 

Output level during open main gate: 
less than 0.4 V 

Output level during closed main gate: 
more than 2.5 V 

Output level during hold off time: 
approximately 1.5 V 
Output impedance: approximately 
400Q 

Delay: Internal delay between the sig- 
nal inputs and the trigger monitor out- 
put is approximately 65 ns 
Overload protection; short circuit proof 

General characteristics 

Display 

Read out; planar 9 digits 7 segments 
gas discharge display with automatic 
decimal point 



kann die Empfindlichkeit des PM 6625 
auf — 24 dBm (14 mV^ff) abfallen 
Impedanz: 50 Q 

Dampfung: Kontinuierlich durch auto- 
matischen PIN-Dioden-Abschwacher, 
max. 62 dB 
Kopplung: AC 
VSWR: Unter2 

AM-Toleranz: 98% bei Modulationsfre- 
quenzen bis zu 5 kHz. 30% bei Modu- 
lationsfrequenzen von 1 MHz und mehr 
Uberlastungsschutz ; ^ 2 Vgjj 

Externer Referenzeingang D 
Allgemelnes: Der Kanal D ist umschalt- 
bar zwischen externem Referenzfre- 
quenz-Eingang und internem Referenz- 
Oszillator-Ausgang 

Bereich: 1 kHz bis 10 MHz mit korrek- 
tem Dezimalpunkt bei 10 MHz 
Empfindlichkeit: 500 mV,,j 
Impedanz: ca. 10 kO 
Kopplung: AC 
□berlastschutz: 50 Vet, 

Externes RuckstelN/Startsignal 
Riickstellung: uber ein 0 ± 0,4 V-Sig- 
nal am Eingang 

Mindestzeit zwischen Riickflanke und 
Beginn der neuen Messung: 200 ns 
Min. Ruckstellimpulsdauer: 100 ns 
Eingangsstrom: max. 0,4 mA bei 0,4 V 
Start einer neuen Messung: Wird der 
Eingang auf uber + 2,5 V (max. 5,5 V) 
ruckgestellt oder offen gelassen, so 
wird der Zahler fur eine neue Messung 
freigegeben. Steht die Anzeigezeit auf 
unendiich, wird nur eine Messung 
durchgefuhrt und gespeichert. Der Za- 
hler ist dann bis zum Aniegen eines 
neuen Ruckstellsignals gesperrt. 

Ausgangscharakteristika 

Zeitbasis-Oszillator, Ausgang D 
Allgemelnes: Der Kanai D ist umschalt- 
bar zwischen externem Referenzfre- 
quenz-Eingang und internem Zeitbasis- 
Oszillator-Ausgang 
Ausgangsfrequenz: 10 MHz 
Amplitude: ca. 1 bei Leerlauf 
Impedanz; 200 Q 
Kopplung: DC 

Oberiastschutz: kurzschlussfest 

Gate-Monitor-Ausgang 
Allgemelnes ; Der Gate-Monitor-Aus- 
gang ermoglicht es, das gemessene 
Zeitintervall (und die Triggerverzoge- 
rung beim PM 6622) auf einem Ozillo- 
skop zu uberwachen. 

Ausgangspegel be! offenem Haupttor: 
unter 0,4 V 

Ausgangspegel bei geschlossenem 
Haupttor; uber 2,5 V 
Ausgangspegel wahrend Triggerverzo- 
gerung: ca. 1,5 V 



Protection de surchage ; pour reglage > 
de sensibliite a 20 mV : 250 V continu ■ 
ou 230 pour les frequences mon- 
tant jusqu’a 440 Hz, tombant ensuite ^ 

12 Vgff pour les frequences de 1 MHz t 
a monter 

Protection de surcharge pour reglage 
de sensibillte a 200 mV : 250 V continu 
ou 230 Veff 

Modes d’entree : separee ou commune 
Entree C 

Gamme : 50 MHz ^ 520 MHz pour 
PM 6624 et 50 MHz a 1000 MHz pour 
PM 6625 

Facteur de pre-etalonnage : 8 pour 
PM 6624, et 16 pour PM 6625 
Gamme de tension dynamique d’entr4e: 

10 mVgff ^ 12 mVgff ( — 27 dBm 6 
+ 35 dBm), Audessus de 960 MHz la ( 
sensibliite pourrait baisser jusqu*^ j 

— 24 dBm, 14 mVeff 
Impedance : 50 ohm 

Attenuation : par attenuateur diodes j 

PIN automatique, 62 dB maximum ' 

Couplage : capacitif 
Taux d’ondes stationnaires (VSWR) : 

<2 

Tolerance AM : 98 % en modulation de 
frequence allant jusqu’^ 5 kHz, 30 % en 
modulation de frequence de 1 MHz ^ 
monter 

Protection de surcharge : 12 

Entree de reference externe D | 

Generallte : la voie D est commutable [ 
entre I'entree externe § frequence de 
reference, et la sortie de I’osciilateur h 
reference interne 

Gamme de frequence : 1 kHz k 10 MHz 
avec point decimal correcte a 10 MHz 
Sensibliite : 500 mV^f^ | 

Impedance ; approximativement 10 k- j 

ohm 

Couplage ; capacitif 

Protection de surcharge ; 50 j 

Remise a zero/Demarrage externe 
Remise a zero : via un signal de 0 V ± 

0.4 V applique k I’entree EXT. RESET 
Temps minimum entre la suite d’un affi- 
chage et le demarrage d’une nouvelle 
mesure : 200 ns < 

Duree minimum de I’impulslon de j 

remise : 100 ns 

Courant d’entree : 0,4 mA max. k 0.4 V 
Demarrage d’une nouvelle mesure : \ 

quand I’entree est remise k une tension j 
superieure a + 2.5 V (5.5 V Max.) ou 
que I’entree est maintenue ouverte, une 
nouvelle mesure est alors demarree. / 
Si la commands DISPLAY TIME est | 
reglee pour un temps d’affichage infini, 
alors une seule nouvelle mesure est ^ 
demarree et stockee. Le compteur ne j 
peut pas alors faire demarrer une nou- j 
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Unit annunciators; kHz, MHz, ms and 
ns 

Display time: 50 ms to 4 s and infinite 
Reset: pushing ‘'Reset" resets the 

counter, releasing it starts new meas- 
urement 

Gate lamp: indicates that main gate is 
open and counting takes place. In the 
Stand By position the gate lamp indi- 
cates that the line voltage or battery is 
connected for X-tal oscillator stabiliza- 
tion. 

Memory: display storage holds reading 
between samples and can be switched 
off by front panel "Memory" push- 
button 

Trigger Indicator: tri state LED with 
stretched operation (channels A and 
B). Light on indicates too high trigger 
level, light off too low trigger level and 
blinking indicates that triggering oc- 
curs. 

Power requirements 

Line voltage ; 1 1 5/230 V ± 1 5 % 

Line frequency; 45 to 440 Hz 
Consumption; depending on type no, 
crystal oscillator and options. Approxi- 
mately 15 VA. 

Mains interference: below Class II 
CENELEC/CISPR 

Internal battery: PM 9673, power con- 
sumption approximately 8 W 
External battery: 11.8 to 28 V, power 
consumption approximately 8 W. 4 mm 
banana connectors. 

Oven oscillator: power consumption 
100 mA in Stand By position 

Environmental conditions 
Storage temperature: — 40‘"C to 
+ 70X 

Operating temperature: 0°C to +50°C 
Storage altitude: 15000 m (15.2 kN/m^) 
Operating altitude: 5000 m (53.3 kN/m^) 
Humidity: 10 to 90% RH (26°C dew 
point) 

Vibration test: lEC 68 Fc 
Bump test: lEC 68 Eb 
Handling test; lEC 68 Ec 
Transport test: NLN-L88 

Dimensions and Weight 

Width: 210 mm (8.25") 

Height: 89 mm (3.5") 

Depth; 325 mm (12.8") 

Weight: 2.8 kg (6.2 lb) 

3. Options 

Standard oscillator PM 9677 
Frequency: 10 MHz 
Trimming range: more than ^200 Hz 
Output voltage into 1 k£l: more than 
300 mV 

Supply voltage: 12 V 

Consumption: less than 100 mW at 

25°C 



Ausgangsimpedanz: ca. 400 Q 
Verzogerung: Die interne Verzogerung 
zwischen den Signaleingangen und 
dem Triggermonitor-Ausgang betrSgt 
ca. 65 ns. 

Dberlastungsschutz : kurzschluOfest. 



Allgemeine Daten 

Anzeige 

Ablesung: Planar, 9 Stellen; 7-Seg- 
ment-Gasentladungsrohren mit auto- 
matlschem Dezimalpunkt 
EInheltenangabe: kHz, MHz, ms und ns 
Anzeigedauer: 50 ms bis 4 s und un- 
beg re nzt 

Riickstellung ; Drucken des Knopfes 
RESET stellt den Zahler auf Null zu- 
ruck. Durch Loslassen wird eine neue 
Zahlung gestartet. 

GATE Lampe: Zeigt an, da6 das Haupt- 
tor offen ist und eine Zahlung stattfin- 
det. In der Stellung STAND BY zeigt 
die Lampe GATE an, daB Netz oder 
Batterle aniiegen, um den Quarz-Os- 
zillator zu stabilisieren. 

Speicher: Die Anzeigespeicherung halt 
die Anzeige zwischen MeBvorgangen. 
Sie lal3t sich durch die frontseitige 
Drucktaste MEMORY abschalten. 
Triggeranzelge: Tristabile LED-Kon- 

trollampen (Kanal A und B), Lampe EIN 
zeigt zu hohen und Lampe AUS zu 
niedrigen Triggerpegel an. Bei Trigge- 
rung Blinklicht. 



Speisung 

Netzspannung: 115/230V±15% 
Netzfrequenz: 45 bis 440 Hz 
Lelstungsaufnahme: Abhangig von 
Typennr., Quarzoszillator und Zubehor; 
ca. 15 VA 

Netzstorungen: unter Class II 
CENELEC/CISPR 

Interne Batterle: PM 9673, Leistungs- 
verbrauch ca. 8 W 

Externe Batterle: 11,8 bis 28 V, Leis- 
tungsverbrauch ca. 8 W; 4-mm-Bana- 
nenstecker 

Gehelzter Oszlllator: Verbrauch 
100 mA in Bereitschaftsbetrieb (Stand 
by) 



Umgebungsbedingungen 
Lagertemperatur; — 40°C bis h- 70°C 
Betrlebstemperatur: 0°C bis +50°C 
Lagerhohe: 15000 m (15,2 kN/m^) 
Betrlebshohe: 5000 m(53,3 kN/m^) 
Feuchtigkelt: 10 bis 90% rel. Luft- 
feuchtigkeit (Taupunkt 26° C) 
Vibratlonsfestigkelt: nach lEC 68 Fc 
StoBfestIgkelt; nach lEC 68 Eb 
Bedienungstest: nach lEC 68 Ec 
Transporttest: nach NLN-88 



velle mesure jusqu’a ce qu’une nou- 
velle impulsion de remise soil appli- 
quee 

Caracteristiques de sortie 

Sortie oscillateur base de temps D 
Generalites ; la voi D est commutable 
entre Tentree externe de la frequence 
de reference et la sortie de I oscillateur 
base de temps 
Frequence cristal : 10 MHz 
Amplitude : approx. 1 V^j^ h circuit 
ouvert 

Impedance : approx. 200 ohm 

Couplage : alternatif 

Protection de surcharge : centre les 

court-circuits 

Sortie temoin de porte 

Generalites : la sortie temoin de porte 
permet I’observation sur un oscillo- 
scope d’un intervalle mesure, (ainsi 
que le temps de retard sur le PM 6622) 
Niveau de sortie en porte principals 
ouverte : < 0.4 V 

Niveau de sortie en porte principals 
fermee ; > 2.5 V 

Niveau de sortie en temps de retard ; 

approx. 1 .5 V 

Sortie impedance : approx. 400 ohm 
Retard : le retard interne entre les 
signaux d'entree et la sortie temoin du 
declenchement est approx, de 65 ns 
Protection de surcharge : centre les 
court-circuits 

Caracteristiques Generales 

Affichage 

Sortie lecture : 9 chiffres, affichage 6 
7 segments, (gaz), et avec point deci- 
mal automatique 

Indicateurs d’unites : kHz, MHz, ms 
et ns 

Temps d’affichage ; 50 ms ^ 4 s et 
Infini , 

Remise a zero : la commands "RESET 
enfoncee, remet le compteur ^ zero, et 
en position relachee une nouvelie me- 
sure demarre 

Lampe de porte ; Indique que la porte 
principals est ouverte et que le comp- 
tage a lieu ; en position d attente, la 
lampe de porte indique que la tension 
secteur ou la batterie est appliquee en 
vue de la stabilisation de Toscillateur 
cristal 

Memoirs ; I’affichage retient la lecture 
entre les informations et peut etre 
grace au bouton-poussoir “Memory 
sur le panneau avant 
Indicateur de declenchement ; LED tri- 
a operation prolongee (voles A et B). 
Lorsque la lampe est allumee en per- 
manence, le niveau de declenchement 
est trop eieve, lorsque la lampe est 
eteinte en permanence, le niveau de 
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Ageing: less than 5x1 per month 
Temperature deviation 0®C to 50°C: 
less than 1x10”^ with reference to 
4-25°C 

Change in measuring and supply mode: 

less than 3x10“^ 

Line voitage ±10% deviation: less 
than 1 X 10”*® 

Environmental data: same as the coun- 
ter 

Dimension: 93x50x20 mm 
Weight: 50 g 

TCXO PM 9678 
Frequency; 10 MHz 
Trimming range: more than ±20 Hz 
will cover at least 10 years of opera- 
tion 

Output voltage into 1k£l: more than 
100 mV 

Supply voltage: 12 V 

Consumption: less than 200 mW at 

25°C 

Ageing: less than 1 x 10“7fTionth, the 
ageing will decrease substantially after 
the first 6 months 

Temperature deviation 0°C to 50*^C: 
less than 1x10“^ with reference to 
+ 25°C 

Change in measuring and supply mode: 

less than 5x10”® 

Line voltage ±10% deviation: less 
than 1x 10-9 

Environmental data: same as the coun- 
ter 

Dimensions: 93x50x15 mm 
Weight: 25 g 

Oven oscillator PM 9679 B 
Frequency: 10 MHz 
Trimming range: -h 20 Hz and — 30 Hz 
fine trimming range. A coarse trimmer 
is available to adjust for an ageing of 
more than 10 years 

Output voltage Into 1 kfl : more than 
150 mV 

Supply voitage: + 11.5 to 28 V from 
unregulated power supply 
Consumption at continuous operation 
and stand by: less than 125 mA 
Warm up consumption: less than 
400 mA 

Ageing: less than 1 x 10”7nfionth 

after 72 hours of continuous operation 
Temperature deviation (0®C to 50° C): 
less than 1 x 10”^ with reference to 25°C 
Line voltage (± 10% deviation): less 
than 1 X 10”9 

Change in measuring and supply mode: 
less than 1x10”® 

Warm upp time; less than 15 minutes 
to reach 1 x 10”7 
Environmental data: same as the 
counter 

Dimension; 100 x 52 x 35 mm 
Weight: 100 g 



Abmessungen und Gewicht 

Breite: 210 mm 

Hohe: 89 mm 

TIefe: 325 mm 

Gewicht: 2,8 kg 

3. Zubehor 

Standard Oszillator PM 9677 
Frequenz: 10 MHz 
Abstimmbereich: mehr als ± 200 Hz 
Ausgangsspannung an 1 kfl: mehr als 
300 mV 

Speisespannung: 12 V 
Verbrauch: unter 100 mW bei 25°C 
Alterung: unter 5x10“^ pro Monat 
Temperaturabweichung 0°C bis 50°C: 
unter 1 xlO”® bezogen auf -}-25°C 
Wechsei von Betriebsart und Speisung 
(Netz/Batterie): unter3x10”^ 
Netzspannung ± 10%: unter 1x10”® 
Umgebungsbedingungen: wie der 
Zahler 

Abmessungen: 93x50x20 mm 
Gewicht: 50 g 

TCXO PM 9678 

Frequenz: 10 MHz 

Abstimmbereich: uber ± 20 Hz; ausrei- 
chend fur min. 10 Betriebsjahre 
Ausgangsspannung an 1 kfl: uber 
100 mV 

Speisespannung; 12 V 
Verbrauch: unter 200 mW bei 25°C 
Alterung: unter 1x10”^ pro Monat; 
nach den ersten sechs Monaten nimmt 
die Alterung bedeutend ab. 
Temperaturabweichung 0°C bis 50°C: 
unter 1 x10”^ bezogen auf -i-25°C 
Wechsei von Betriebsart und Speisung 
(Netz/Batterie): unter 1x10“® 
Netzspannung ± 10%: unter IxlO”’ 
Umgebungsbedingungen: wie der 
Zahler 

Abmessungen: 93x50x15 mm 
Gewicht; 25 g 

Geheizter Oszillator PM 9679B 
Frequenz: 10 MHz 

Abstimmbereich; -f 20 Hz und — 30 Hz 
zur Feinabstimmung. Zum Abgleich 
einer Alterung von mehr als 10 Jahren 
ist ein Grobtrimmer vorgesehen 
Ausgangsspannung an 1 k£l: uber 
1 50 mV 

Speisespannung; +11,5 bis 28 V aus 
nichtstabilisierter Speisung 
Verbrauch bei Dauerbetrleb und Stand 
by: unter 125 mA 

Verbrauch bei Anheizung: unter 400 mA 
Alterung: unter 1 x 10”^ pro 24 h nach 
72 Stunden Dauerbetrieb 
Temperaturabweichung 0°C bis 50°C: 
unter 1 x 10“^ bezogen auf +25°C 
Netzspannung ± 10 %: unter 1 x 10“9 
Wechsei von Betriebsart und Speisung 
(Netz/Batterie): unter 1 x 10”® 



declenchement est trop bas, et quand 
la lampe cilgnote, le declenchement est 
effectue 

Consommation 

Tension secteur : 115/230 V ± 15 % 
Frequence secteur ; 45 a 440 Hz 
Consommation ; selon le numero du 
modele, I’oscillateur cristal et les op- 
tions (approx. 15 VA) 

Interference secteur : Audessous de 
class II SENELEC CISPR 
Batterie interne : PM 9673, Consomma- 
tion approx. 8 W 

Batterie externe ; 11.8 a 28 V avec une 
consommation d’environ 8 W, Connec- 
teurs de 4 mm, type banane 
Osclilateur a enceinte thermostatee : 
consommation de 100 mA en position 
d’attente 

Caracteristiques d’environnement 
Temperature de stockage : — 40° C h 
+ 70° C 

Temperature de fonctionnement : 0° C 

^ + 50° C 

Altitude de stockage : 15000 m 
(15.2 kN/m2) 

Altitude de fonctionnement : 5000 m 
(53.3 kN/m2) 

Humidite : 10 a 90 % RH (26° C point 
requis) 

Epreuve a la vibration : conforms k la 
norme lEC 68 Fc 

Epreuve au choc : conforms a la norme 
lEC 68 Eb 

Epreuve manipulation : conforms k la 
norme lEC 68 Ec 

Epreuve transportation : conforms k ia 
norme NLN-L88 

Dimensions et polds 

Largeur : 210 mm (8.25") 

Hauter : 89 mm (3.5") 

Profondeur : 325 mm (12.8") 

Poids : 2.8 Kg (6.2 lb) 

3. Options 

Oscillateur standard PM 9677 
Frequence ; 10 MHz 
Gamme d’ajustement : superieure k 
± 200 Hz 

Tension de sortie sous 1 k-ohm : 
superieure a 300 mV 
Tension d’aiimentation :12 V 
Consommation : inferieure a 100 mW 
pour 25 C 

Usure ; inferieure ^ 5 X 10~^ pour un 
mois 

Deviation de temperature de 0° C a 
50° C : inferieure ^ 1 X 10“® par rap- 
port a + 25° C 

Variation de la mesure et du mode 
d’alimentation : inferieure a 3 x 10“^ 
Deviation ± 10 % de la tension sec- 
teur : inferieure a 1 X 10“® 
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Oven oscillator PM 9690 
Frequency; 10 MHz 
Trimming range: +3 Hz and — 7 Hz 
fine trimming range. A coarse trimmer 
is available to adjust for an ageing of 
more than 10 years 

Output voltage into Ikfl: more than 
150 mV 

Supply voltage: +11-5 to 28 V from 
unregulated power supply 
Consumption at continuous operation 
and stand by: less than 125 mA 
Warm up consumption: less than 
400 mA 

Ageing: less than 1.5x10”^/24 h after 
72 hours of continuous operation 
Temperature deviation 0®C to 50° C: 
less than 3 x 10“® with reference to 
+ 25°C 

Line voltage ±10% deviation; less 
than 5x10-10 

Change in measuring and supply mode: 
less than 3x10-^ 

Warm up time: less than 15 minutes to 
reach 1 x10~7 

Environmental data; same as the coun- 
ter 

Dimensions: 100x52x35 mm 
Weight: 100 g 

Oven oscillator PM 9691 
Frequency: 10 MHz 

Trimming range: + 3 Hz and — 7 Hz 
fine trimming range. A coarse trimmer 
is available to adjust for an ageing of 
more than 10 years 

Output voltage Into 1 kfl : more than 
150 mV 

Supply voltage: + 11.5 to 28 V from 
unregulated power supply 
Consumption at continuous operation 
and stand by: less than 125 mA 
Warm up consumption: less than 
400 mA 

Ageing: less than 5 x IO- 10/24 h after 
72 hours of continuous operation 
Temperature deviation (0°C to 50°C); 
less than 5 x 10-’ with reference to 
+ 25°C 

Line voltage (± 10% deviation): less 
than 5 x IO -10 

Change In measuring and supply mode; 
less than 3 X 10“^ 

Warm up time: less than 15 minutes 
to reach 1 x 10 -^ 

Environmental data: same as the 
counter 

Dimension; 100 x 52 x 35 mm 
Weight: 100 g 

Rack mount adapter 

PM 9669/01: 19" rack for one counter 

PM 9669/02: 19" rack for two counters 

Battery unit 

PM 9673: rechargeable battery for in- 
side mounting 



AnheIzdauer; unter 15 Minuten, 
urn 1 X 10“7 zu erreichen 
Umgebungsbedingungen: wie der 
Zahler 

Abmessungen: 100 x 52 x 35 mm 
Gewicht: 100 g 

Gehelzter Oszillator PM 9690 
Frequenz: 10 MHz 

Abstimmbereich: +3 Hz und — 7 Hz 
zur Feinabstimmung. Zum Abgleich 
einer Aiterung von mehr als 10 Jahren 
ist ein Grobtrimmer vorgesehen 
Ausgangsspannung an 1 k£l: uber 
150 mV 

Spelsespannung: +11,5 bis 28 V aus 
nichtstabilisierter Speisung 
Verbrauch bel Dauerbetrleb und Stand 
by: unter 125 mA 

Verbrauch bel Anheizung: unter 400 mA 
Aiterung; unter 1,5x10“^ pro 24 h nach 
72 Stunden Dauerbetrieb 
Temperaturabweichung 0°C bis 50°C: 
unter 3 x 10-® bezogen auf + 25°C 
Netzspannung ± 10%: unter 5x10“''® 
Wechsel von Betriebsart und Speisung 
(Netz/Batterle) : unter 3 x10“^ 
AnheIzdauer: unter 15 Minuten, 
urn 1 X 10"^ zu erreichen 
Umgebungsbedingungen; wie der 
Zahler 

Abmessungen: 100x52x35 mm 
Gewicht: lOOg 

Gehelzter Oszillator PM 9691 
Frequenz: 10 MHz 

Abstimmbereich; + 3 Hz und — 7 Hz 
zur Feinabstimmung. Zum Abgleich 
einer Aiterung von mehr als 10 Jahren 
ist ein Grobtrimmer vorgesehen 
Ausgangsspannung an 1 kll: (iber 
150 mV 

Speisespannung: +11,5 bis 28 V aus 
nichtstabilisierter Speisung 
Verbrauch bel Dauerbetrieb und Stand 
by: unter 125 mA 

Verbrauch bel Anheizung: unter 400 mA 
Aiterung: unter 1,5 x 10“^® pro 24 h 
nach 72 Stunden Dauerbetrieb 
Temperaturabweichung 0°C bis 50°C; 
unter 3 x 10~5^ bezogen auf + 25°C 
Netzspannung ± 10%; unter 5x10“^° 
Wechsel von Betriebsart und Speisung 
(Netz/Batterie) : unter 3 x 10“’ 
AnheIzdauer: unter 15 Minuten, 
urn 1 X 10“7 zu erreichen 
Umgebungsbedingungen: wie der 
Zahler 

Abmessungen: 100 x 52 x 35 mm 
Gewicht: 100 g 

Adapter fur Einbaumontage 
PM 9669/01 : 19"-Gehause fur 1 Zahler 
PM 9669/02; 19"-Gehause fur 2 Zahler 

Batteriesatz 

PM 9673: Wiederaufladbare Batterle 
zur Montage im Zahler 



Caracteristiques d*environnement : 
comme celles du compteur 
Dimension : 93 X 50 X 20 mm 
Poids : 50 g 

TCXO PM 9678 
Frequence : 10 MHz 
Gamme d’ajustement ; superieure a 
± 20 Hz, pouvant servir pendant au 
moins dix ans 

Tension de sortie sous 1 k-ohm : 
superieure a 100 mV 
Tension d’alimentation :12 V 
Consommation ; inferieure a 200 mW a 
25° C 

Usure ; inferieure ^1x10”^ par mois, 
et diminuera substantiellement apres 
les premiers six mois 
Deviation de temperature de 0° C a 
50° C : inferieure ^ 1 X lO""^ par rap- 
port a + 25° C 

Variation de la mesure et du mode 
d’alimention : inferieure a 5 X 10“® 
Deviation ± 10 % de la tension sec- 
teur : inferieure a 1 X 10“^ 
Caracteristiques d’environnement ; 
Identiques a celles du compteur 
Dimension : 93 X 50 X 15 mm 
Folds : 25 g 

Oscillateur a enceinte thermostatee 
PM 9679 B 
Frequence : 10 MHz 
Gamme d’ajustement : + 20 Hz et 
— 30 Hz avec reglage fin. Un dispositif 
d’ajustement ordinaire est disponible 
pour suppleer ^ un usage de plus de 
dix ans 

Tension de sortie sous 1 k-ohm : 
superieure a 150 mV 
Tension d’alimentation ; + 11.5 § 28 V 
non-regulee 

Consommation en operation continuelle 
et en position d’attente : inferieure k 
100mA 

Consommation au chauffage : 

Inferieure a 400 mA 
Usure : inferieure a 1 X 10“7/24 h 
apres 72 heures d’operatlon continuelle 
Deviation de temperature de 0° C a 
50° C : inferieure a 1 X 10“^ par 
rapport a + 25° C 

Deviation ± 10 % tension secteur : 
inferieure a 1 X 10“^ 

Variation de la mesure et du mode 
d’alimentation : inferieure a 1 X 10“® 
Temps de chauffage : inferieure a 15 
minutes pour atteindre 1x10“^ 
Caracteristiques d’environnement : 
Identiques a celles du compteur 
Dimensions : 100 X 52 X 35 mm 
Poids ; 100 g 

Oscillateur a enceinte thermostatee 
PM 9690 

Frequence : 10 MHz 

Gamme d’ajustement : + 3 Hz et —7 Hz 

avec reglage fin. Un dispositif d’ajuste- 
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Carrying case 

PM 9672: carrying case for the counter 
and measuring leads during transporta- 
tion 

Output interface units 
PM 9674: BCD output unit 
PM 9675; digital to analog converter 
PM 9676: bus interface unit 

Accessories included with the 
instrument 

Operation and service manual 
Line cord 

Front panel protective cover 



Tragtasche 

PM 9672; Tragtasche fur Gerat und 
Mebkabel 



Ausgangs-/lnterface-Einheiten 
PM 9674: BCD-Ausgangseinheit 
PM 9675: Dlgital-/Analogwandler 
PM 9676; BUS-1 nterface 



Mitgeliefertes Zubehor 

Handbuch 

Netzkabel 

Frontplatten-Schutzdeckel 



4. Installation 

Mains voltage conversion: the counter 
can be converted Into two mains volt- 
age ranges, 100 to 130 V and 200 to 
260 V. 

The frequency range is 45 to 440 Hz. 

At delivery the instrument is set to the 
200 to 260 V range. 

When changing to the 100 to 1 30 V 
range the connections of the mains 
transformer should be changed as 
shown in the figure below, and the 
“230 V” label covered with the “115 V” 
label suDDlied. 

115V 



4. Installation 

Netzspannungsanderung: Das Ger3t 

laOt sich auf zwel Netzspannungsbe- 
reiche, 100 — 130 V und 200 — 260 V um- 
schalten. Der Frequenzbereich 1st 45 
bis 440 Hz. Bei Lieferung 1st der Zahler 
auf 200 — 260 V eingestellt. 

Die Umschaltung auf 1 00 — 130 V ge- 
schleht durch Anderung der Anschlus- 
se des Netztransformators entspr. un- 
tenstehender Abbildung. Das Schild 
„230 V” ist dann mit dem Schild 
,,115 V*’ zu iiberkleben. 

115 V 







Earthing: the counter can be earthed 
via the protective earth terminal at the 
rear panel or via a three core mains 
cable plugged into an outlet with pro- 
tective earth contact. 

Use only one of these alternatives to 
avoid hum. 

Fuses: a thermal fuse on the mains 
transformer and a 1.6 A fast action fuse 
are protecting the power supply. 

Options: refer to installation instruc- 
tion for each type number. 



Erdung: Das Gerat ist entweder uber 
die Schutzerdungsklemme auf der 
Ruckseite oder uber den Schutzleiter 
des Netzkabels (nur an Schutzkontakt- 
Steckdose anschlieOenI) zu erden. 

Nur eine dieser Erdungsmoglichkeiten 
verwenden, urn Brummen zu vermeiden. 

Sicherungen: Der Netzteil ist durch 
eine thermische Sicherung am Netz- 
trafo und eine flinke 1,6-A-Sicherung 
geschutzt. 

Zubehor: Anleitungen zur Installation 
enthalt das jeweilige Handbuch. 



ment ordinaire est disponible pour sup- 
pleer a un usage de plus de dix ans 
Tension de sortie sous 1 k-ohm : 
superieure a 150 mV 
Tension d’allmentation : + 1 1 .5 a 28 V 
non-regulee 

Consommation en operation continuelle 
et en position d’attente : inferieure h 
125 mA 

Consommation au chauffage : 

inferieure ^ 400 mA 

Usure : inferieure a 1.5 X ^0^^/24 h 

apres 72 heures d'operation continuelle 

Deviation de temperature de 0° C a 

50® C : inferieure a 3 X 10-® par 

rapport a -h 25® C 

Deviation ± 10 % tension secteur : 

inferieure ^ 5 x 10’“'*® 

Variation de la mesure et du mode 
d’aiimentation : Inferieure a 3 X 10“^ 
Temps de chauffage : inferieure ^ 15 
minutes pour atteindre 1 X 10“^ 
Caracteristiques d’environnement : 
Identiques a celles du compteur 
Dimensions : 100 X 52 x 35 mm 
Poids : 100 g 

Oscillateur a enceinte thermostatee 
PM 9691 

Frequence : 10 MHz 
Gamme d’ajustement ; +3Hzet — 7 Hz 
avec reglage fin. Un dispositif d’ajuste- 
ment ordinaire est disponible pour sup- 
pleer h un usage de plus de dix ans 
Tension de sortie sous 1 k-ohm : 
superieure k 150 mV 
Tension d’aiimentation : + 1 1 .5 28 V 

non-regulee 

Consommation en operation continuelle 
et en position d’attente; inferieure h 
125 mA 

Consommation au chauffage : 

inferieure a 400 mA 

Usure; inferieure ^ 1 .5 X 1 0'~^°/24 h 
apres 72 heures d*operatlon continuelle 
Deviation de temperature de 0® C ^ 
50® C : Inferieure ^ 3 X 10-’ par 
rapport & -h 25® C 

Deviation ± 10% tension secteur: 

inferieure a 5 X 

Variation de la mesure et du mode 
d’aiimentation : Inferieure ^ 3 X 10"’ 
Temps de chauffage ; infereiure ^15 
minutes pour atteindre 1 x 10"7 
Caracteristiques d’environnement : 
Identiques a celles du compteur 
Dimensions : 100 X 52 X 35 mm 
Poids : 100 g 

Adapteur pour montage Rack 
PM 9669/01 ; rack 19" pour un comp- 
teur 

PM 9669/02 ; rack 19" pour deux comp- 
teurs 

Batterie 

PM 9673 ; batterie rechargeable pour 
montage interne 
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Valise 

1 PM 9672 ; une malette pour !e comp- 
‘ teur et pour les cordons de mesure 

Unites interface de sortie 
PM 9674 : unite de sortie BCD 
’ PM 9675 : convertisseur digital/ 
analogique 

PM 9676 : unite interface bus 

Accessoires livres avec Fappareil 
Notice d’emplol et d’entretien 
Cordon secteur 

j Couverture de protection pour panneau 
^ avant 

4. Installation 

Adaption secteur : le compteur peut 
etre adapte a deux gammes de tension 
secteur, de 100 a 130 V et de 200 ^ 
260 V. 

La gam me de frequence est de 45 h 
440 Hz. 

A la livraison, I’apparei! est adapte pour 
la gamme de 200 a 260 V. 



Pour adapter a une gamme de 100 a 
130 V, modifier les connexions du 
transformateur secteur conformement 
a la figure ci-dessous et colier une 
etiquette de “115 V" a la place de celle 
de “230 V". 

Mise a la terre : La mise ki la terre 
peut etre effectuee selon deux fagons ; 

1. par une prise de protection terre 
sur le panneau arriere. 

2. par le cable secteur a trois conduc- 
teurs enfiches dans une prise com- 
portant une terre. 

Remarque : il est recommande de ne 
se servir que d'une de ces alternatives 
afin d’eviter les bruits de fond. 

Fusible : un fusible thermique au trans- 
formateur secteur et un fusible de 
1.6 A ^ action rapide protegent I’ali- 
mentation secteur. 

Options : se referer aux instructions de 
I’installation pour chaque modele. 



115 V 
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Controls, indicators and 
connectors PM 6622 



Bedienungsorgane, 
Indikatoren und Anschliisse 
von PM 6622 



Organes de commande, 
connecteurs et indicateurs 
PM 6622 



PM 8622 simer/counter 80MHz 



DISPLAY TIME 
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1. Display time control: Potentiometer 
sets display time between 0.2 s and 5 s. 
Infinite display time when knob is pull- 
ed. With switch set to position STAND 
BY the counter is turned off except of 
the oven oscillator. 

Warning: Primary voltage of power 
supply is on. 

2. kHz, MHz, ms and ns: Unit annun- 
ciators. 

3. Gate lamp: Indicates that main-gate 
is opened and counting takes place, in 
the stand-by position the gate lamp 
indicates that the line voltage or battery 
is connected for X-tal oscillator stabili- 
zation. 

4. Monitor socket channel A: Output 
socket for set trigger level. 

5. Trigger control channel A; Sets trig- 
ger level from — 2.5 V to +2.5 V when 
the attenuator is in position 20 mV, and 
from — 25 V to +25 V when the atten- 
uator is in position 200 mV. Knob pulled 
sets trigger level to 0 V. 

6. Trigger lamp channel A: Tri-state con- 
trol lamp for set trigger level. Blinking 
lamp indicates that the set trigger level 
matches the level of the Input signal. 
Lamp permanently on indicates that the 
set trigger level is too high, and lamp 
turned off indicates that set trigger 
level Is too low. 

7. Trigger lamp channel B: Same as 
trigger lamp channel A. 



1. Anzeigezeit (Display time): Poten- 
tlometer-Einstellung der Anzeigezeit 
zwischen 0,2 und 5 s. Unbegrenzte 
Anzeigezeit bei gezogenem Knopf. In 
Stellung STAND BY wird der Zahler 
mit Ausnahme des geheizten Oszil- 
lators abgeschaltet. 

Warnung: Primarspannung des Netz- 
teils 1st eingeschaltet. 

2. kHz, MHz, ms und ns: Anzeige der 
eingestellten MeBeinheit. 

3. Lampe GATE: Zeigt, an, dab das 
Haupttor offen ist und eingezahit wird. 
In der Stellung STAND BY zeigt diese 
Lampe an, da6 Netz oder Batterie ange- 
schlossen sind, urn den Kristalloszilla- 
tor zu stabillsieren. 

4. Monitorbuchse Kanal A: Ausgang 
far eingestellten Triggerpegel. 

5. Elnstellung des Triggerpegels Kanal 

A: Einstellung des Triggerpegels von 
— 2,5 V bis +2,5 V (Abschwacher in 
Stellung 20 mV) oder von — 25 V bis 
+ 25 V (Abschwacher in Stellung 
200 mV). Durch Ziehen des Knopfes 
wird der Triggerpegel auf 0 V gestellt 

6. Triggerlampe Kanal A: Tristabile An- 
zeigelampe fur den eingestellten Trig- 
gerpegel. Blinklicht zeigt an, daB der 
Triggerpegel auf Hohe des Eingangs- 
signals liegt und eine Triggerung statt- 
flndet. Leuchtet die Lampe dauernd, 
so ist der eingestellte Triggerpegel 
zu hoch, erloscht sie ganz, ist er zu 
niedrig. 

7. Triggerlampe Kanal B: Gleiche Funk- 
tion wie Triggerlampe Kanal A. 



1. Commande du temps d’affichage : 
Ce potentiometre regie le temps d’affi- 
chage entre 0.2 et 5 s. Le temps d’affi- 
chage Infini est obtenu en tirant sur la 
commande. Avec le commutateur en 
position d’attente (STAND BY) le comp- 
teur est mis hors service, a I’exception 
de I’oscillateur ^ enceinte thermosta- 
tee. 

Attention : La tension primaire de I’ali- 
mentation est en circuit ! 

2. KHz, MHz, ms et ns : Indicateurs 
d’unite. 

3. Lampe de porte : Indique que la 
porte principale est ouverte et que le 
comptage a lieu. En position d’attente, 
la lampe de porte indique que la ten- 
sion secteur ou batterie est appliquee 
en vue de la stabilisation de I’oscilla- 
teur cristal, 

4. Douille de controle de la vole A : 

Douille de sortie pour le reglage du 
niveau de declenchement. 

5. Commande de declenchement pour 
voie A : Regie le niveau de declenche- 
ment de — 2.5 V ^ + 2.5 V avec I’at- 
tenuateur en position 20 mV, et de 
— 25 V ^ + 25 V avec I’attenuateur en 
position 200 mV. Le niveau de declen- 
chement est regie sur 0 V en tirant sur 
la commande. 

6. Lampe de declenchement pour voie 
A : Lampe de controle (tri-state) du 
niveau de declenchement regie. Lors- 
que la lampe clignote, le niveau de 
declenchement regie correspond au 
niveau du signal d’entree. Lorsque la 
lampe s’allume en permanence, le ni- 
veau est trop bas. 
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8. Trigger control channel B: Same as 
trigger control channel A. 

9. Monitor socket channel B: Same as 
monitor socket channel A. 

10. Memory: In released position the 
measurement information is stored un- 
til next measurement cycle is complet- 
ed. Depressed button makes display 
follow decade counters continuously. 

11. Hold off control: In Single Period 
Time Interval this control disables re- 
triggering of the main gate until the set 
hold off time is out. 

12. Start/stop by B-Gated by B: In the 
upper position it sets counter to meas- 
ure Count A Start-Stop by B, in the 
lower position counter will measure 
Count A Gated by B. 

13. Frequency A: Sets counter to 
measure frequency at Input A. 100 Hz, 
10 Hz, 1 Hz and 0.1 Hz correspond to 
the resolution of the least significant 
digit. 

14. Single: Sets counter to measure 
Single Period B or Single Time Interval 
A to B. Time resolution can be set to 
0.1 ms or 0.1 ^is. 

15. Average: Sets counter to measure 
Multiple Period B or Time Interval Aver- 
age A to B. 1Q2, 10^ and ^0^ are number 
of averagings. 

16. Ratio A/B': Sets counter to meas- 
ure ratio between signals at input A 
and B. 10^ and 10<^ are multipliers. 

17. Count A: Sets counter to accumu- 
late pulses between Start to Stop or 
Gated by B measurements. 

18. Function selector: Combined with 
the two slide switches it selects the 
different measuring modes. 

19. Period B/TIme interval A to B: Sets 
counter to measure Period B or Time 
interval A to B. 

20. Self check: Connects 10 MHz from 
the Internal oscillator to the input cir- 
cuits of the counter. 

21. Slope selector channel A: Sets 
counter to trigger on either positive or 
negative slope of the input signal. 

22. Attenuator channel A: Provides 
lOx attenuation of the Input signal. 

23. AC/DC selector channel A: Selects 
AC or DC coupling of the input signal. 



8. Elnstellung des Triggerpegels Kanal 

B: Gleiche Funktion wie fur Kanal A. 

9. Monitorbuchse Kanal B: Gleiche 
Funktion wie Monitorbuchse Kanal A. 

10. MEMORY (Speicher): In ausge- 
Idster Stellung wird die MeRinforma- 
tion bis Ende des nachsten Mebzyklus 
gespeichert. Bel eingedruckter Taste 
foigt die Anzeige kontinuierllch den 
Dekadenzahlern. 

11. HOLD OFF (Triggersperre): Bei 

Messung von Einzelperiode und Einzel- 
Zeitintervall verhindert HOLD OFF die 
Triggerung des Haupttors vor Ablauf 
der eingestellten Haltezeit. 

12. Start/Stopp und Torsteuerung durch 

B: In der oberen Schalterstellung ist 
das Gerat auf Zahlung A, Start/Stopp 
durch B eingestellt, in der unteren auf 
Zahlung A und Torsteuerung durch B. 

13. Frequenz A: Elnstellung des 

Zahlers auf Frequenzmessungen an 
EIngang A; 100 Hz, 10 Hz, 1 Hz und 
0,1 Hz bezeichnen die Auflosung der 
niedrigsten Stelle. 

14. SINGLE: Elnstellung auf Messung 
von Einzelperiode B oder Einzel-Zeit- 
intervall A-B. Zeitauflosung einstelibar 
auf 0,1 ms Oder 0,1 ^,s. 

15. AVG (Mittelwert) : Einstellung auf 
Messung der Vielfachperiode B oder 
des Zeitintervall-Mittelwerts A-B. An- 
zahl der MefSperioden einstelibar auf 
102, 104 und 10^. 

16. RATIO A/B: Zahlereinstellung auf 
Verhaltnismessung zwischen Signalen 
am Eingang A und Eingang B. Wahl- 
bare Multipllkatoren 10^ und 10^. 

17. COUNT A: Einstellung des Zahlers 
zum Summieren von Impulsen bei Start/ 
Stopp Oder Torsteuerung durch B. 

18. Funktionswahler: Zusammen mit 

den beiden Schiebeschaltern werden 
hier die verschiedenen MeOarten ge- 
wahlt, 

19. PERIOD B/TIME INTERVAL A TO 

B: Elnstellung des Zahlers auf Mes- 
sung von Periods B oder Zeitintervall 
A-B. 

20. CHECK (Eigenkontrolle) : Verbindet 
10-MHz-Signale vom internen Oszil- 
lator mit den Eingangskreisen des 
Zahlers. 

21. Flankenwahlschalter Kanal A: Ein- 
stellung der Triggerung auf negative 
Oder positive Flanke des Eingangsig- 
nals. 

22. Abschwachung Kanal A: 10-fache 
Abschwachung des Eingangssignals. 



7. Lampe de declenchement pour vole 
B : Identique a la lampe de declenche- 
ment pour voie A. 

8. Commande de declenchement pour 
voie B : Identique h la commande de 
declenchement pour voie A. 

9. Doullle de controle pour voie B ; 

Identique a la doullle de controle de la 
voie A. 

10. Memoirs : En position relachee, 
rinformation de mesure est stockee 
jusqu'a ce que le cycle de mesure sul- 
vant soit accompli. En position enfon- 
cee, I’affichage suit continuellement les 
compteurs h decade. 

11. Retard de declenchement (HOLD 
OFF) :En mode periods simple et inter- 
valle de temps simple, cette commande 
empeche un declenchement intempes- 
tif de la ports principals jusqu’a ce que 
le temps du retard de declenchement 
soit ecoule. 

12. Demarrage/arret par B/ Declenche- 
ment par B : En position superieure, 
le compteur mesure le comptage A — 
demarrage/arret par B. En position in- 
ferieure, le compteur mesgre le comp- 
tage A — declenchement par B. 

13. Frequence A : Positionne le comp- 
teur pour mesure de frequence k Ten- 
tree A. 100 Hz, 10 Hz, 1 Hz et 0.1 Hz 
correspondent a la resolution du chiffre 
le moins significatif. 

14. Simple (“SINGLE”) : Positionne le 
compteur pour mesure de periods 
simple B ou intervalle de temps simple 
A a B. La resolution de temps peut etre 
regies sur 0.1 ms ou 0.1 [jis. 

15. Moyenne (“AVG.”) : Positionne le 
compteur pour mesure du periode- 
multiple B ou intervalle de temps 
moyen de A a B. Les moyennes lO^, 
1Q4 et W, sont possibles. 

16. Rapport A/B (“RATIO A/B”) : Posi- 
tionne le compteur pour mesure du 
rapport entre les signaux d’entree A 
et B. Les multiplicateurs 10^ et 10^ sont 
possibles. 

17. Comptage A : Positionne le comp- 
teur pour accumuler les impulsions 
entre les mesures demarrage-arret ou 
declenchement par B. 

18. Selecteur de fonctlons : Combing 
avec les deux commutateurs lineaires, 
II permet la selection des differents mo- 
des de mesure. 

19. Periode B/ Intervalle de temps A 
a B (“PERIOD B/TIME INT. A TO B”) : 
Positionne le compteur pour mesure de 
periode B, ou intervalle de temps A 
aB. 

20. Auto Contrdle : Connects le 10 
MHz de Toscillateur interne aux cir- 
cuits d’entree du compteur. 
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24. Separate/Common via B: Connects 
channel A and B Internally in position 
COM VIA B. In position SEP the Input 
channels are separated. 

25. AC/DC selector channel B: Same 
as AC/DC selector channel A. 

26. Attenuator channel B: Same as 
attenuator channel A. 

27. Slope selector channel B: Same as 
slope selector channel A. 

28. Input A: Input socket for frequency, 
ratio and time Interval measurement. 

29. Input B: Input socket for period, 
ratio and time interval measurement. 

30. Reset: Resets counter and display 
to zero. 



23. AC/DC-Wahlschalter Kanal A: 
Wahl von AC- oder DC-Kopplung des 
Eingangssignals. 

24. SEP/COM iiber B: In Stellung 
COM VIA B werden Kanal A und Kanal 
B intern verbunden. In Stellung SEP 
Sind die belden Eingangskanale ge- 
trennt. 

25. AC/DC-Wahlschalter Kanal B: 

Slehe AC/DC-Wahlschalter Kanal A. 

26. Abschwachung Kanal B: Siehe Ab- 
schwachung Kanal A, 

27. Flankenwahlschalter Kanal B: 

Siehe Flankenwahlschalter Kanal A. 

28. EIngang A: Eingangsbuchse fur 
Frequenz-, Verhaltnis- und Zeitinter- 
vallmessungen. 

29. EIngang B: Eingangsbuchse fQr 
Perioden-, Verhaltnis- und Zeitinter- 
vallmessungen, 

30. RESET; Ruckstellung von Zahler 
und Anzeige auf Null. 



21. Selecteur de pente pour vole A ; 

Positlonne le compteur pour declen- 
cher sur pente positive ou negative du 
signal d’entree. 

22. Attenuateur pour vole A : Fournit 
une attenuation 10 X du signal d’en- 
tree. 

23. Selecteur AC/DC pour vole A : 

Selectlonne le couplage capacitif ou 
continu du signal d’entree. 

24. Separe/Commun par B (“SEP/ 
COM”) : Connects les voles A et B 6 
I'interieur en position COM VIA B. En 
position SEP, les voies d'entree sont 
separees. 

25. Selecteur AC/DC pour vole B ; 
Identique au selecteur AC/DC pour 
voie A. 

26. Attenuateur voie B ; Identique ^ 
I’attenuateur voie A. 

27. Selecteur de pente pour vole B : 
Identique au selecteur de pente pour 
vole A. 

28. Entree A : Douille d’entree pour 
mesure de frequence, de rapport et 
d’intervalle de temps. 

29. Entree B : Douille d’entree pour 
mesure de periods, de rapport et d’in- 
tervalle de temps. 

30. Remiss a zero : Remet !e compteur 
et I’affichage a zero. 
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Controls, indicators and 
connectors PM 6624 and 
PM 6625 



Bedienungsorgane, 
Indikatoren und Anschliisse 
von PM 6624 und PM 6625 



Organes de commande, 
connecteurs et indicateurs 
PM 6624 et PM 6625 




1. Display time control: Potentiometer 
sets display time between 0.2 and 5 s. 
Infinite display time when knob is pull- 
ed. \A/ith switch set to position STAND 
BY the counter is turned off except of 
the oven oscillator. 

Warning: Primary voltage of power 
supply is on. 

2. kHz, MHz, ms and ns: Unit annun- 
ciators. 

3. Gate lamp: Indicates that main-gate 
is opened and counting takes place, in 
the stand-by position the gate lamp 
Indicates that the line voltage or battery 
is connected for X-tal oscillator stabili- 
zation. 

4. Monitor socket channel A: Output 
socket for set trigger level. 

5. Trigger control channel A: Sets trig- 
ger level from — 2.5 V to +2.5 V when 
the attenuator is in position 20 mV, and 
from — 25 V to +25 V when the atten- 
uator is in position 200 mV. Knob pulled 
sets trigger level to 0 V. 

6. Trigger lamp channel A: Tri-state 
control lamp for set trigger level. Blink- 
ing lamp indicates that the set trigger 
level matches the level of the input 
signal. Lamp permanently on indicates 
that the set trigger level is too high, 
and lamp turned off indicates that set 
trigger level is too low. 

7. Trigger lamp channel B: Same as 
trigger lamp channel A. 



1. Anzeigezeit (Display time): Potentio- 
meter-Einstellung der Anzeigezeit zwi- 
schen 0,2 und 5 s. Unbegrenzte Anzei- 
gezeit bei gezogenem Knopf. In Stel- 
lung STAND BY wird der Zahler mit 
Ausnahme des geheizten Oszillators 
abgeschaltet. 

Warnung: Primarspannung des Netz- 
teils 1st eingeschaltet. 

2. kHz, MHz, ms und ns: Anzeige der 
eingestellten MeOeinheit. 

3. Lampe GATE: Zeigt an, dab das 
Haupttor offen ist und eingezahit wird. 
In der Stellung STAND BY zeigt diese 
Lampe an, daB Netz oder Batterie 
angeschlossen sind, urn den Kristallos- 
zillator zu stabilisieren. 

4. Monitorbuchse Kanal A: Ausgang 
fiir eingestellten Triggerpegel. 

5. Einstellung des Triggerpegels Ka- 
nal A: Einstellung des Triggerpegels 
von — 2,5 V bis +2,5 V (Abschwacher 
In Stellung 20 mV) oder von — 25 V bis 
+ 25 V (Abschwacher in Stellung 
200 mV). Durch Ziehen des Knopfes 
wird der Triggerpegel auf 0 V gestellt. 

6. Triggerlampe Kanal A; Tristabile An- 
zeigeiampe fur den eingestellten Trig- 
gerpegel. Blinklicht zeigt an, dab der 
Triggerpegel auf Hohe des Eingangs- 
signals liegt und eine Triggerung statt- 
findet. Leuchtet die Lampe dauernd, 
so ist der eingestellte Triggerpegel 
zu hoch, erloscht sie ganz, ist er zu 
niedrig. 



1. Commande du temps d’affichage : 
Ce potentiometre regie le temps d’affi- 
chage entre 0.2 s et 5 s. On obtient le 
temps d’affichage infini en tirant sur la 
commande. En position d'attente 
(STAND BY) le compteur est mis hors 
service a — I’exception de Toscillateur 
a enceinte thermostatee. 

Attention : La tension primare de Tali- 
mentation est en circuit I 

2. KHz, MHz, ms et ns ; Indicateurs 
d’unite. 

3. Lampe de ports : Indique que la 
porte principals est ouverte et que le 
comptage a lieu ; en position d’attente, 
la lampe de porte indique que la ten- 
sion secteur ou batterie est appliquee 
en vue de la stabilisation de I’oscilla- 
teur cristal. 

4. Doullle de controle de la voie A : 
Douille de sortie pour le reglage du 
niveau de decienchement. 

5. Commande de decienchement pour 
vole A : Regie le niveau de decienche- 
ment de — -2.5V a + 2.5 V avec at- 
tenuateur en position 20 mV et de 
— 25 V +25V avec attenuateur en 
position 200 mV. Le niveau de decien- 
chement est regie sur 0 V en tirant sur 
ce bouton. 

6. Lampe de decienchement pour vole 
A ; Lampe de contrdle (tri-state) du 
niveau de decienchement regie. Lors- 
que la lampe clignote, le niveau de d6- 
clenchement regie correspond au ni- 
veau du signal d’entree. Lorsque la 
lampe est allumee en permanence, le 
niveau de decienchement est trop 
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8. Trigger control channel B: Same as 
trigger control channel A. 

9. Monitor socket channel B: Same as 
monitor socket channel A. 

10. Memory; In released position the 
measurement information Is stored, until 
next measurement cycle is completed. 
Depressed button makes display follow 
decade counters continuously. 

11. Input C: Input socket for frequency 
and ratio measurement. 

12. Start-Stop by B/Gated by B and 
Input A/Input C: In the upper position 
it sets counter to measure Count A 
Start-Stop by B, Frequency A, or Ratio 
A/B and in the lower position it sets 
counter to measure Count A Gated by 

B, Frequency C or Ratio C/B depend- 
ing on how the Function Selector Is set. 

13. Frequency A and C: Sets counter 
to measure frequency at inputs A and 

C. 100 Hz, 10 Hz, 1 Hz and 0.1 Hz cor- 
respond to the resolution of the least 
significant digit. 

14. Single: Sets counter to measure 
Single Period B or Single Time Interval 
A to B. Time resolution can be set to 
0.1 ms or 0.1 ^s. 

15. Average; Sets counter to measure 
Multiple Period B or Time Interval aver- 
age A to B. 102, 10^ and 10^ are number 
of averagings. 

16. Ratio A/B or C/B; Combined with 
Input A/Input C switch it selects Ratio 
A/B or Ratio C/B measurement. 10^ 
and 10^ are multipliers. 

17. Count A; Sets counter to accumu- 
late pulses between Start to Stop or 
Gated by B measurements. 

18. Function selector; Combined with 
the two slide switches It selects the 
different measuring modes. 

19. Period B/Time interval A to B; Sets 
counter to measure Period B or Time 
interval A to B. 

20. Self check: Connects 10 MHz from 
the internal oscillator to the input cir- 
cuits of the counter. 

21. Slope selector channel A: Sets 
counter to trigger on either positive or 
negative slope of the Input signal. 

22. Attenuator channel A: Provides 
1 0x attenuation of the input signal. 



7. Triggerlampe Kanal B: Gleiche Funk- 
tlon wie Triggerlampe Kanal A. 

8. Elnstellung des Triggerpegels Kanal 

B; Gieiche Funktion wie fur Kanal A. 

9. Monitorbuchse Kanal B: Gleiche 
Funktion wie Monitorbuchse Kanal A. 

10. MEMORY (Speicher); Bei geloster 
Taste wird die MeBinformation bis Ende 
des nachsten MeBzyklus gespeichert. 
Bei eingedrOckter Taste foigt die An- 
zeige kontinuierlich den Dekaden- 
zahlern. 

11. Eingang C: Eingangsbuchse fur 
Frequenz- und Verhaltnismessung. 

12. Stort/Stopp und Torsteuerung durch 
B sowle INPUT A/INPUT C: In der obe- 
ren Schalterstellung ist das GerSt auf 
Zahiung A (Start/Stopp durch B), Fre- 
quenz A Oder Verhaltnis A/B einge- 
stellt. In der unteren Schalterstellung 
hingegen auf Zahiung A (Torsteuerung 
durch B), Frequenz C oder Verhaltnis 
C/B — je nach Elnstellung des Funk- 
tionswahlers. 

13. Frequenz A und C: Elnstellung auf 
Frequenzmessungen an den EingSngen 
A und C; 100 Hz, 10 Hz, 1 Hz und 
0,1 Hz bezeichnen die Aufiosung der 
niedrigsten Stelle. 

14. SINGLE; Einstellung auf Messung 
der Einzelperiode B oder des Einzel- 
Zeitintervalls A-B. Zeitauflosung ein- 
stellbar auf 0,1 ms oder 0,1 \is. 

15. AVG (Mittelwert); Einstellung auf 
Messung der Vielfachperiode B oder 
des Zeitintervall-Mittelwerts A-B. An- 
zahl der MeBperioden einstellbar auf 
102. 10^ und 10«. 

16. RATIO A/B or C/B: Zusammen 
mit dem Schalter INPUT A/INPUT C 
wird hier zwischen Verhaltnismessung 
A/B Oder C/B gewahlt. 10^ und 10^ 
Sind wahibare Multiplikatoren. 

17. COUNT A: Einstellung des Zahlers 
zum Summieren von Impulsen bei Start/ 
Stopp Oder Torsteuerung durch B. 

18. Funktionswahler: Zusammen mit 

den beiden Schiebeschaltern werden 
hier die verschiedenen MeBarten ge- 
wahit. 

19. PERIOD B/TIME INTERVAL A TO 

B; Einstellung des Zahlers auf Mes- 
sung von Periods B oder Zeitintervall 
A-B. 

20. CHECK (Eigenkontrolle): Verbindet 
10-MHz-Signa!e vom internen Oszil- 
lator mit den Eingangskreisen des 
Zahlers. 



eleve, par centre, si la lamps s’eteint 
ce niveau est trop bas. 1 

7. Lampe de declenchement pour vole 1 

B ; Identique a la lampe de declenche- 
ment pour vole A. 

8. Cofnmande de declenchement pour 
voie B ; Identique k la commands de 
declenchement pour voie A. 

9. Douille de controls de la voie B : 

Identique a la douille de controls de la 
voie A. 

10. Memoire : En position relach^e, 
r information de mesure est stockee 
jusqo'a ce que le cycle de mesure sui- 
vant soit accompli. En position en- 
foncee, I’affichage suit continuellement 
les compteurs a decade. 

11. Entree C: Douille d’entree pour 
mesure de frequence et de rapport. ] 

12. Demarrage/Arret par B/Declenche- [ 
ment par B et Entree A/Entree C ; En 
position superieure, le compteur me- 
sure le comptage A — demarrage/ ar- 
ret par B, la frequence ou le rapport 
A/B. En position inferieure, le compteur 
mesure le comptage A — declenche- 
ment par B, la frequence C ou le rap- 
port C/B selon la position du selecteur 

de fonctions. 

13. Frequence A et C : Positionne le 
compteur pour mesurer la frequence 
aux entrees A et C. 100 Hz, 10 Hz, 1 Hz 

et 0.1 Hz correspondent k la resolution ^ 
du chiffre le moins significatif. 1 

14. Simple (SINGLE) : Positionne le 
compteur pour mesurer la periods sim- 
ple B, ou I'intervalle de temps simple | 
de A ^ B. La resolution de temps peut 
etre reglee sur 0.1 ms ou 0.1 p,s. 

15. Moyenne (AVG.) : Positionne le 

compteur pour mesurer la periode mul- 
tiple B, ou la moyenne de I’inten/alie * 
de temps A k B. 102, 10^ et 10<^, sont 

le nombre de moyennes possibles. | 

16. Rapport A/B ou C/B ; Comblnee 

avec entree A/entree C, cette position 
permet de mesurer le — rapport A/B ^ 
ou le rapport C/B. Les multiplicateurs 1 
10^ et 10^ sont possibles. I 

17. Comptage A : Positionne le comp- 
teur pour accumuler les impulsions j 
entre les mesures demarrage — arret j 
ou declenchement par B. 

18. Selecteur de fonctions : Combine , 
avec les deux commutateurs k coulisse, | 
il selectionne les differents modes de 
mesure. 

19. Periode B/Intervalle de temps A a 
B (“PERIOD B/ TIME INT. A TO* B”) : 
Positionne le compteur pour mesurer 

la periode B ou rintervalle de temps — > 

A a B. I 
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23. AC/DC selector channel A: Selects 
AC or DC coupling of the input signal. 

24. Separate/Common via B: Connects 
channel A and B internaliy in position 
COM VIA B. In position SEP the Input 
channels are separated. 

25. AC/DC selector channel B: Same 
as AC/DC selector channel A. 

26. Attenuator channel B: Same as 
attenuator channel A. 

27. Slope selector channel B : Same as 
slope selector channel A. 

28. Input A: Input socket for frequency, 
ratio and time interval measurement. 

29. Input B: Input socket for period, 
ratio and time interval measurement. 

30. Reset: Resets counter and display 
to zero. 



21. Flankenwahlschalter Kanal A: Ein- 
stellung der Triggerung auf negative 
Oder positive Flanke des Eingangsig- 
nals. 

22. Abschwachung Kanal A: 10-fache 
Abschwachung des Eingangssignals. 

23. AC/DC>Wahlschalter Kanal A: 
Wahl von AC- oder DC-Kopplung des 
Eingangsignals. 

24. SEP/COM uber B: In Stellung 
COM VIA B werden Kanal A und Kanal 
B intern verbunden. In Stellung SEP 
Sind die beiden Eingangskanaie ge- 
trennt. 

25. AC/DC-Wahlschalter Kanal B: 
Siehe AC/DC-Wahlschalter Kanal A, 

26. Abschwachung Kanal B: Siehe 
Abschwachung Kanal A. 

27. Flankenwahlschalter Kanal B: 
Siehe Flankenwahlschalter Kanal A. 

28. Eingang A: Eingangsbuchse fOr 
Frequenz-, VerhSitnis- und Zeitinter- 
vallmessungen. 

28. Eingang B: Eingangsbuchse fur 

Perioden-, Verhaltnis- und Zeltinter- 
vallmessungen. 

30. RESET: Ruckstellung von ZShler 
und Anzeige auf Null. 



20. Auto Controls ; Connects le 10 
MHz de I’oscillateur interne aux cir- 
cuits d’entree du compteur. 

21. Selecteur de pente pour voie A : 
Positionne le compteur pour declen- 
cher sur la pente positive pu negative 
du signal d’entree. 

22. Attenuateur voie A : Fournlt une 
attenuation 10 x du signal d'entree. 

23. Selecteur AC/DC pour voie A : 

Selectlonne le couplage capacitif ou 
continu du signal d’entree. 

24. Separe/Commun par B ("SEP/ 
COM”) : Connecte les voies A et B e 
I’interieur en position COM VIA B. En 
position SEP, les voies d’entree sont 
separees. 

25. Selecteur AC/DC pour vole B : 
Identique au selecteur AC/DC pour 
vole A. 

26. Attenuateur pour voie B : identique 
k I’attenuateur pour voie A. 

27. Selecteur de pente pour vole B : 
Identique au selecteur de pente pour 
voie A. 

28. Entree A : Douille d’entree pour 
mesure de frequence, de rapport et 
d’intervalle de temps. 

29. Entree B : Douille d'entree pour 
mesure de periode, de rapport et d’in- 
tervalie de temps. 

30. Remise a zero : Remet le compteur 
et I’affichage k zero. 
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Controls and connectors Bedienungsorgane 

und Anschiisse 



Organes de commande 
et connecteurs 




ncn 



imcL 



HyT.STO OUT VIA D 



PM 8 S 77 



fQH £3 0 V AC 1^1 

MAIWS TflA{ySF/TH£«JV». FUSED 

EXT RESET/ START GATE WORilTOR 



EXT, 8ATT.12»28V 



IWAimS / EXT. 8ATT. IWT, BATT. 



I EKT.STO IN VIA D 



1. External battery socket: Plus pole 
input socket for external battery. 

2. Mains input: Input socket for the 
mains. 

3. External reset input: Input socket 
for reset/start signal. 

4. Monitor socket gate signal: Output 
socket for gate and hold off (PM 6622) 
signals. 

5. Internal/External Standard switch: 

Sets operating mode of Input D to 
either Internal 10 MHz out or external 
10 MHz in. 

6. External battery socket: Minus pole 
Input socket for external battery. 

7. Chassis ground: Protective earth 
terminal. 

8. Mains/Battery switch: Sets power 
supply to be fed from external or inter- 
nal power source. 

9. BCD and D/A connector: Output 
connector for the BCD and D/A units. 

10. Internal/External Standard socket: 
10 MHz out or externa! 10 MHz in. 



1. Buchse fiir externe Batterle: Plus- 
pol zum AnschluO der externen Bat- 
terie. 

2. Netzeingang: AnschluO des Netz- 
kabels. 

3. Buchse fiir externe Riickstellung: 
Eingang fur externe Ruckstell-/Start- 
slgnale, 

4. Monitorbuchse fur Torsignale: Aus- 
gang fur Tor- und HOLD OFF-Signale 
(ietztere nur PM 6622). 

5. Schalter INT. STD./EXT. STD.: Ein- 
steliung der Betriebsart von Eingang D 
auf Interne 10 MHz oder externe 
10 MHz. 

6. Buchse fiir externe Batterie: Minus- 
pol zum Anschlu6 der externen Bat- 
terie. 

7. Gehauseerdung: Schutzerdungs- 
klemme, 

8. Umschalter Netz/Batterie : Einstei- 
lung auf Netz- oder Batteriespeisung 
des Gerats. 

9. Buchse fiir BCD und D/A: Ausgang 
fur BCD-Steckkarte oder D/A-Wandler. 

10. Buchse fiir internen/externen Stan- 
dard: 10-MHz-Ausgang oder externer 
10-MHz-Eingang. 



1. Doullle pour batterie externe: Douil- 
le d'entree a pole positif pour batterie 
externe, 

2. Entree secteur : Douille d’entree 
secteur. 

3. Entree de remise a zero externe ; 
Douille d’entree pour remise k zero/ 
signal de demarrage, 

4. Douille de controle pour signal de 
porte : Douille de sortie pour — si- 
gnaux de porte et de retard de declen- 
chement (PM 6622). 

5. Commutateur standard interne/exter- 
ne: Commute soit rosclllateur interne, 
soit Toscillateur externe, avec entree 
ou sortie de la frequence 10 MHz, sur 
la douille D. 

6. Doullle pour batterie externe : 

Douille d’entree h pole negatif. pour 
batterie externe. 

7. Prise de terre : Protection terre. 

8. Commutateur secteur/batterle ; Re- 
gie i’alimentation pour source interne 
ou externe. 

9. Connecteur BCD et D/A : Connec- 
teur de sortie pour unites BCD et D/A. 

10. Douille standard interne/externe : 
Sortie du signal 10 MHz, ou entree du 
signal 10 MHz externe. 
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Operation 

Mains: Before the counter is connect- 
ed to the mains check that the mains 
transformer Is wired for the local mains 
voltage as described in chapter Instal- 
lation. 

— Set switch MAINS EXT. BATT/INT. 
BATT on the rear panel to position 
MAINS EXT. BATT. 

— Connect the mains cable to input 
socket for the mains at the rear panel. 

— Set DISPLAY TIME control at the 
’ front panel to position ON. 

— Check that display turns on indicat- 
j Ing that power is on. 

I 

External battery: Set switch MAINS 
EXT. BATT/INT. BATT at the rear panel 
to position MAINS EXT. BATT. 

— Connect the cables from the exter- 
nal battery to sockets EXT. BATT. 12 — 
28 V at the rear panel. 

— Set DISPLAY TIME at the front 
panel control to position ON. 

— Check that display turns on indicat- 
ing that power Is on. 

Internal battery PM 9673: Set switch 
MAINS EXT. BATT/INT. BATT. at the 
rear panel to position I NT. BATT. 

— Set DISPLAY TIME control at the 
front panel to position ON. 

— Check that display turns on indicat- 
ing that power is on. Blinking display 
Indicates low voltages. Refer to manual 
PM 9673 for charging instructions. 

Warm up time: The warm up time from 
the moment of mains connection Is less 
than 7 minutes to an oscillator error of 
less than lO"^ for instruments equipped 
with the oven enclosed oscillator PM 
9690. Instruments equipped with the 
oscillators PM 9677 or PM 9678 (TCXO) 
are ready for use at the moment of 
mains connection. 

Normally the instrument Is switched on 
from the STAND BY position. If so, no 
warm up time it needed, Irrespective of 
which oscillator is employed. 

External frequency standards: House 
standards or other frequency standards 
can be used instead of the internal 
' 10 MHz oscillator. 

If a time resolution of 100 ns is re- 
quired, 10 MHz must be used. When 
using 1 MHz instead of 10 MHz the 
decimal point must be shifted one step 
to the left to Interpret the display cor- 
I rectly. To set the counter to external 
^ standard the switch INT. STD OUT VIA 
D/EXT. STD IN VIA D at the rear panel 
} must be set to position EXT. STD IN 
VIAD. 



Betrieb 



NetzanschluO: Vor Anschlub des Zah- 
lers an das Netz uberzeuge man sich, 
dab der Netztrafo der ortlichen Span- 
nung entsprechend verdrahtet 1st (vgl. 
Abschnitt „lnstallation”). 

— Schalter MAINS EXT. BATT/INT. 
BATT auf der Ruckseite des Gerats auf 
MAINS EXT. BATT stellen. 

— Netzkabel auf der Ruckseite ein- 
stecken. 

— Einsteller DISPLAY TIME auf ON 
stellen. 

— Kontrollieren, ob die Anzeige auf- 
leuchtet und das Gerat somit elnge- 
schaltet ist. 

Externe Batterie: Schalter MAINS EXT. 
BATT/INT. BATT auf der Ruckseite des 
Gerats auf MAINS EXT. BATT stellen. 

— Anschlubkabel der externen Batte- 
rie in die Buchsen EXT. BATT 12 — 28 V 
auf der Ruckseite stecken, 

— Einsteller DISPLAY TIME auf ON 
stellen. 

— Kontrollieren, ob die Anzeige auf- 
leuchtet und das Gerat somit einge- 
schaitet ist. 

Interne Batterie PM 9673: Schalter 

MAINS EXT. BATT/INT. BATT auf der 
Gerateruckseite auf INT. BATT stellen. 

— Einsteller DISPLAY TIME auf ON 
stellen. 

— Kontrollieren, ob die Anzeige auf- 
leuchtet und das Gerat somit einge- 
schaltet ist. Blinkende Anzeige bedeu- 
tet zu niedrige Spannung. Anweisun- 
gen zur Aufladung der Batterie enthalt 
das Handbuch PM 9673. 



Aufwarmzeit: Die AufwSrmzeit vom 

Netzanschlub bis zur Erreichung einer 
Oszillator-Fehlergrenze von unter lO-^^ 
betragt bei Geraten mit dem geheizten 
Oszillator PM 9690 weniger als 7 Mi- 
nuten. Zahler mit den Oszlllatoren 
PM 9677 Oder PM 9678 (TCXO) sind 
sofort nach Netzanschlub betriebsbe- 
reit. 

Gewbhniich wird das Instrument aus 
der Stellung STAND BY eingeschaltet. 
In diesem Fall ist keine Aufwarmzeit 
erforderlich, gleichgultig welcher Os- 
zillator verwendet wird. 

Externe Frequenzstandards: Anstelle 
des 10-MHz-Oszillators konnen auch 
andere Frequenzstandards verwendet 
werden. 

Urn eine Zeitauflosung von 100 ns zu 
erreichen, sind jedoch 10 MHz unbe- 
dingt erforderlich. Bel Verwendung von 



Mise en service 



Secteur : Avant de b rancher le comp- 
teur au secteur, verifier si le — trans- 
formateur secteur est connects pour la 
tension secteur locale, comme decrit 
au chapitre INSTALLATION. 

— Mettre le commutateur MAINS EXT. 
BATT/INT. BATT du panneau arriere. 
en position MAINS EXT. BATT. 

— Connectez !e cSbIe secteur ^ la 
douille d’entree secteur k Tarriere. 

— Reglez la commands DISPLAY 
TIME (panneau avant) sur position ON. 

— Verifier si Taffichage s’allume, indi- 
quant ainsi que I’appareil est branche. 

Batterie externe : Mettre le commuta- 
teur MAINS EXT. BATT/INT. BATT (pan- 
neau arriere) en position MAINS EXT. 
BATT. 

— Connecter les cables de la batterie 
externe aux douilles EXT. BATT. 12 — 
28 V (panneau arriere). 

— Mettre la commands DISPLAY 
TIME (panneau avant) en position ON. 

— Verifier si I’affichage s’allume, indi- 
quant ainsi que I’appareii est branche. 

Batterie interne PM 9673 : Mettre le 
commutateur MAINS EXT. BATT/INT. 
BATT (panneau arriere) en position 
INT. BATT. 

— Mettre la commands DISPLAY TIME 
(panneau avant) en position ON. 

— Verifier que I’affichage s'aliume, 
indiquant ainsi que I’appareil est bran- 
che. Si I’affichage clignote, cela signl- 
fie que les batteries sont presque de- 
charg^es, Voir la notice PM 9673 pour 
instructions de charge. 

Temps de chauffage : Le temps de 
chauffage a partir du branchement au 
secteur est inferieur a 7 minutes avec 
erreur de I’oscillateur inferleure a 10“^ 
lorsque les compteurs sont equipes de 
I’oscillateur a enceinte thermostatee 
PM 9690. Les appareils equipes des 
oscillateurs PM 9677 ou PM 9678 
(TCXO) sont prets a I’usage des le 
branchement au secteur. 

Normalement, I’apparell est enclenche 
en position d’attente (STAND BY). 
Dans ce cas, le temps de chauffage 
n’est pas necessaire, quelque solt 
roscillateur utilise. 

Etaions de frequence externe : Des 
etalons de frequence externe peuvent 
etre utilises k la place de Toscillateur 
interne 10 MHz. 

Pour une resolution de temps de 100 ns, 
I’oscillateur a 10 MHz doit ^tre utilise. 
En cas d’appllcation de 1 MHz au 
lieu de 10 MHz, le point decimal doit 
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A, B and C inputs: The A and B ampli- 
fiers are Identical in specification and 
provided with identical Input controls. 
The A input is normally used for fre- 
quency measurement and the B input 
for time measurement. 

The C Input is a prescaler Input with 
automatic PIN-diode attenuator and 
mainly used for high frequency meaure- 
ment. 

ac and dc coupling: The ac/dc push- 
button controls the coupling of the in- 
put signal to the attenuator and the 
amplifier by switching a capacitor in 
series in the ac mode and by direct 
coupling In the dc mode, 
ac coupling is normally used to block 
the dc component in signals which are 
superimposed on a ac voltage. The 
capacitor in series will, however, cause 
a falling sensitivity for low frequencies. 
In waveforms where pulse width and 
repetition time vary the dc level will 
also vary. Change in the dc level will 
cause changes in the preset triggering 
level and make accurate time measure- 
ments impossible if ac coupled, in such 
cases the input should be dc coupled. 
Normally frequency measurements are 
performed with an ac coupled input and 
time interval measurements with a dc 
coupled input. 

Attenuator and Trigger Level: The 
TRIGGER LEVEL control allows conti- 
nuous setting of the trigger level at any 
point of the input signal. For high am- 
plitude signals the attenuator is used 
to expand the setting range. 

However, input attenuation will decre- 
ase the sensitivity and cause bigger 
trigger errors. 

For frequency measurements on sine 
wave and other symmetrical signals no 
level off-set is required. Pulled position 
of the TRIGGER LEVEL control sets the 
trigger level to 0 V for highest sensi- 
tivity. 

However, for frequency measurement 
on narrow pulses a limited off-set volt- 
age may be needed to obtain reliable 
triggering. 

Time measurement requires continu- 
ously variable setting of the trigger 
level. 

Monitor sockets for channel A and B 
provide the ability to measure the set 
trigger level. 

If the attenuator is set to 200 mV the 
trigger level range is increased 10 
times from ±2.5 V to ±25 V. 

The name trigger level can be mislead- 
ing, since triggering does not occur on 
the set trigger level but at the trigger 
point. 



1 MHz anstelle von 10 MHz 1st der 
Dezimalpunkt urn eine Stelle nach links 
zu verschieben, um die Anzelge korrekt 
abzulesen. Um den Zahler auf ein ex- 
ternes Standardsignal einzustellen, ist 
der Schalter INT. STD. OUT VIA D/ 
EXT. STD. IN VIA D in die Stellung 
EXT. STD. IN VIA D zu bringen. 



Eingange A, B und C: Die Verstarker 
A und B Sind den Kenngrossen und 
Eingangsreglern nach identisch. Der 
Eingang A wird gewohniich fur Fre- 
quenzmessungen verwendet, der Ein- 
gang B fur Zeitmessungen. 

Der Eingang C ist ein Vorteilereingang 
mit automatischem PIN-Dioden-Ab- 
schwacher und wird vorzugsweise zum 
Messen hoher Frequenzen verwendet. 



AC- und DC-Kopplung: Die Druck- 

taste AC/DC regelt die Kopplung des 
Eingangsignals mit dem Abschwacher 
und dem Verstarker durch Serien- 
schaitung eines Kondensators im AC- 
Betrieb bzw. Direktkopplung im DC- 
Betrieb. 

Die AC-KoppIung wird gewohniich ver- 
wendet, um die Gleichspannungskom- 
ponente von Signalen, die einer Wech- 
selspannung uberlagert sind, zu unter- 
drucken. Der seriengeschaltete Kon- 
densator verursacht jedoch eine Ab- 
nahme der Empfindlichkeit bei niedri- 
gen Frequenzen. Bei Signalformen mit 
wechseinder Impulsbreite und Wieder- 
holzeit wechselt auch der Gleichspan- 
nungspegel. Veranderungen des Gleich- 
spannungspegels fuhren wiederum zu 
Schwankungen des voreingestellten 
Triggerpegels und machen, falls AC- 
gekoppelt, genaue Zeitmessungen un- 
moglich. In solchen Fallen sollte der 
Eingang DC-gekoppelt sein. Normaler- 
weise werden Frequenzmessung mit 
AC-gekoppe!tem Eingang und Zeitin- 
tervallmessungen mit DC-gekoppeltem 
Eingang durchgefuhrt. 



Abschwacher und Triggerpegel: Mit 
dem Potentiometer TRIGGER LEVEL 
la(3t sich der Triggerpegel stufenlos auf 
jeden beiiebigen Punkt des Eingang- 
signals einstellen. Bei hohen Amplitu- 
den wird ein Abschwacher verwendet, 
um den Einstellbereich zu erweitern. 
Eingangsdampfung vermindert jedoch 
die Empfindlichkeit und verursacht 
grobere Triggerfehler. 

Fur Frequenzmessungen an sinusfor- 
migen und anderen symmetrischen 
Signalen ist kein Pegel-Offset erforder- 
lich. Durch Ziehen des Knopfes TRIG- 
GER LEVEL wird der Triggerpegel auf 



etre decale d’une unite vers la gauche, 
afin d’interpreter — correctement I’af- 
fichage. Pour regler le compteur sur 
etalon externe, regler le commutateur 
INT. STD OUT VIA D/EXT. STD IN VIA 
D en position — EXT. STD IN VIA D. 

Entrees A, B et C : Les amplificateurs 
A et B sont identiques en specification 
et pourvus des memes commandes 
d’entree. 

L’entree A est normalement utilises 
pour la mesure de frequence, et Ten- 
tree B pour la mesure de temps. 
L'entree C est une entree de pre-eta- 
ionnage avec attenuateur automatique 
^ diodes PIN et utilisee principalement 
pour la mesure de haute frequence. 



Couplages capacitif et continu : Les ( 
boutons-poussoires AC/DC controlent 
le couplage du signal d’entree vers Tat- 
t^nuateur et Tamplificateur en commu- 
tant un condensateur en serie en mode 1 
AC (capacitif) et par couplage direct 
en mode DC (continu). Le couplage 
capacitif est normalement utilise pour 
bloquer les — composantes continues 
dans les signaux superposes a une 
tension alternatif quoique le conden- 
sateur en serie fasse decroitre la sen- 
sibilite a basse frequence. 

Les formes d’onde k largeur d’impul- 
sion et de temps de repetition varia- j 
bles presentent egalement un niveau 1 
continu variable. 

Lorsque le niveau continu varie, le ni- ^ 
veau de declenchment preregie varie | 
egalement et rend les mesures de 
temps imprecises en couplage — capa- 
citif. Dans de tels cas, Tentree doit , 
etre couplee en continu. Normalement I 
les mesures de frequence sont effec- ^ 
tuees avec une entree en couplage 
capacitif, et les mesures d’intervalle j 
de temps avec une entree en couplage | 
continu. 



Attenuateur et niveau de declenche- { 
ment : La commands TRIGGER LEVEL 
permet le reglage continu du niveau de 
declenchement en tout point du signal j 
d’entree. Pour les signaux k haute } 
amplitude, i’attenuateur sert k etendre 
la gamme de reglage. I 

Cependant, Tattenuation d’entree fait ; 
decroite la sensibilite et entraine des i 
erreurs de declenchements plus im- 
portantes. 

Pour des mesures de frequence sur 
onde sinusoidale et d’autres signaux 
symetriques, aucun offset de niveau 
n’est requis. , . ! 

Le niveau de declenchement est regl6 ^ 
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Separate and Common via B mode: In 
the SEP position the A and B inputs 
operate independently of each other in 
any operations irrespective of input 
sources. In the COM position the A 
input is disconnected from its attenu- 
ator and amplifier, and a. signal con- 
nected to input B is coupled to both A 
and B attenuators and amplifiers. 

All input specifications of input B will 
remain the same but the Input impe- 
dance will be 500 kQ shunted by 50 pF. 



Positive and negative slope triggering: 
This push-button determines on which 
slope of the input signal the triggering 
will occur. 

In released position the triggering will 
occur at the positive slope of the Input 
signal and in depressed position it will 
occur on the negative slope. 

Where on the slope the triggering will 
occur is determined by the TRIGGER 
LEVEL control. 

A simple way to measure the pulse 
width of a positive pulse is achieved by 
setting input A to positive slope and 
input B to negative slope, connect the 
pulse to input B, set FUNCTION 
SELECTOR to any of the two SINGLE 
positions, slide switch PERIOD B/TiME 
INT. A TO B to position TIME INT. A 
TO B and SEP/COM to COM. 



Hold off PM 6622: This control provi- 
des a delayed triggering of the instru- 
ment in single period and time interval 
measurement, this feature is used to 
avoid false triggering on noisy signals. 



0 V fur hochste Empfindllchkeit einge- 
stellt. 

Fur Frequenzmessungen an schmalen 
Impulsen kann jedoch eine begrenzte 
Offset-Spannung erforderlich sein, urn 
eine verla51iche Triggerung zu errei- 
chen. 

Fur Zeitmessungen 1st eine stufenlos 
variable Einstellung des Triggerpegels 
erforderlich. 

Mit Hilfe der Monitorbuchsen fur Kanal 
A und B laBt sich der eingestellte 
Triggerpegel messen. 

Durch Einstellung des Abschwachers 
auf 200 mV wird der Triggerpegelbe- 
relch zehnfach erweitert, von ± 2,5 
auf ^ 25 V. 

Die Bezeichnung Triggerpegel mag 
hier irrefuhrend sein, da die Triggerung 
nicht am eingestellten Triggerpegel er- 
folgt, sondern am Triggerpunkt. 



Schaltart SEP (getrennt) und COM 
(gemeinsam) iiber B: In Stellung SEP 
arbeiten die Eingange A und B in jeder 
Betriebsart unabhangig voneinander, 
ungeachtet der Signalquellen. In Stel- 
lung COM ist der Eingang A von sei- 
nem Abschwacher und Verstarker ge- 
trennt, und das Signal am Eingang B 
wird an die Abschwacher und Verstar- 
ker beider Kanale (A und B) gekoppelt. 
Alle Kenngrossen von Eingang B blei- 
ben unverandert, doch betragt die Ein- 
gangsimpedanz 500 kQ, geshunted mit 
50 pF. 



Triggerung auf positiver und negativer 
Flanke: Mit dieser Drucktaste wird die 
gewunschte Triggerflanke gewShIt. Bei 
geloster Taste erfoigt die Triggerung 
auf der positiven Flanke des Eingang- 
signals, bei gedruckter Taste auf der 
negativen Flanke. 

An welchem Punkt die Triggerung er- 
foigt, hangt von der Einstellung des 
Stellknopfes TRIGGER LEVEL ab. 

Die Breite eines positiven Impulses 
la(3t sich auf einfache Weise wie foigt 
messen: Eingang A auf positive Flanke 
und Eingang B auf negative Flanke ein- 
stellen, Impuls an Eingang B legen, 
Funktionsw&hler auf eine der beiden 
SINGLE-Funktionen, Schiebeschalter 
PERIOD B/TIME INT. A TO B auf TIME 
INT. A TO B sowie SEP/COM auf COM 
stellen. 



Hold off (PM 6622): Dieser Einsteller 
ermoglicht eine verzogerte Triggerung 
des Gerats be! der Messung von Eln- 
zelperioden und Zeitintervallen. Da- 
durch warden Fehltriggerungen bei ver- 
rauschten Signalen vermieden. 



sur O V pour une plus haute — sens!- 
blllte, en tirant sur la commands 
TRIGGER LEVEL. 

Dependant, pour la mesure de fre- 
quence en impulsions etroites une ten- 
sion d’offset I i mi tee peut etre requise 
afin d’obtenir un declenchement fiable. 
La mesure de temps requiert un r6- 
giage continuellement variable du ni- 
veau de declenchement. 

Les douilles de controle pour les voies 
A et B permettent de mesurer le niveau 
de declenchement exact. 

Si I'attenuateur est regie sur 200 mV, 
la gamme du niveau de declenchement 
est accrue de 10 fois de ± 2.5 V ^ 
± 25 V. 

La denomination "niveau de declenche- 
ment” peut sembler abusive, car le 
declenchement n'a pas lieu au niveau 
de declenchement regl6, mais au point 
de declenchement. 

Modes d’entree Separee et Commune 
par B ; En position SEP les entrees A 
et B fonctionnent independamment 
Tune de I’autre sans tenir compte des 
fonctions, ni des sources d’entr^e. 
En position COM, I’entree A est decon- 
nectee de son attenuateur et de son 
ampiificateur, et un signal connects h 
Tentree "B" est couple aux attenuate- 
urs et ampliflcateurs A et B. 

Toutes les specifications d’entree B 
restent identiques, si ce n’est que 
Timpedance d’entree qui est de 500 k- 
ohm deviee ^ travers 50 pF. 

Declenchement sur pente positive et 
negative : Ce bouton-poussoir deter- 
mine sur quelle pente du signal d’en- 
tree, aura lieu le declenchement. 

En position relachee le declenchement 
a lieu sur la pente positive du signal 
d’entree, et en position enfoncee. le 
declenchement a lieu sur la pente 
negative. 

Le point de declenchement est deter- 
mine par la commande TRIGGER LEVEL. 
La largeur d’une impulsion positive 
peut etre mesuree en reglant I’entr^e 
A sur pente positive et I’entr^e B sur 
pente negative, connecter ensuite I’im- 
pulsion a I’entr^e B, regler le selecteur 
de fonctions sur une des deux posi- 
tions SINGLE, coulisser le commutateur 
PERIOD B/TlME INT. A TO B en posi- 
tion TIME INT. A TO B et SEP/COM 
sur COM. 

Retard de declenchement sur PM 6622 : 
Cette commande permet le declenche- 
ment retarde de I’appareil pour mesure 
de periode simple et d’intervalle de 
temps, et ce afin d’eviter un faux 
declenchement sur des signaux bruit^s- 
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Period B 

Simple period measurement on sine 
waves and other symmetrical wave- 
forms. 

— Set FUNCTION SELECTOR to 
SINGLE or AVG measurement 

— Set PERIOD B/TIME INT. A TO B to 
PERIOD B 

— Pull TRIGGER LEVEL 

— Set AC/DC to AC 

— Set 20 mV/200 mV to 200 mV if the 
amplitude of the input signal is higher 
than 1 

— Select positive slope triggering 

— Connect the signal to Input B 
Display will show period time in ms 
or ns 

Time Interval A to B 

Simple measurement of time interval 
between pulses at input A and B from 
separate sources. 

— Set FUNCTION SELECTOR to 
SINGLE or AVG 

Set PERIOD B/TlME INT. A TO B to 
TIME INT. A TO B 

— Set 20 mV/200 mV to 200 mV if the 
amplitude of the input signal is higher 
than 3 V^.p 

— Set AC/DC to DC 

— Set SEP/COM to SEP 

— Select positive slope triggering 

— Set TRIGGER LEVEL potentiometer 
to suitable trigger level e.g. 50 % of 
the pulse amplitude 

— Connect the pulses to input A and B 
Display will show the time interval in 
ms or ns 

Ratio A/B 

Simple ratio measurement on sine wave 
or other symmetrical waveforms. 

— Set FUNCTION SELECTOR to 10^ 
or 106 

— Pull TRIGGER LEVEL control 

— Set AC/DC to AC 

-- Set SEP/COM to SEP 

— Set 20 mV/200 mV to 200 mV if the 
amplitude of the input signal is higher 
than 1 

— Connect the signal with the highest 
frequency to input A and the other 
signal to input B 

Display will show the ratio of the signal 
frequences at input A and B 

Ratio C/B PM 6624 and PM 6625 

Simple ratio measurement on sine wave 
and other symmetrical waveforms. 

Set FUNCTION SELECTOR to 10^ 
or 106 

— Set INPUT A/INPUT C to INPUT C 

— Pull TRIGGER LEVEL control 

— Set SEP/COM to SEP 

— Set AC/DC to AC 

— Set 20 mV/200 mV to 200 mV if the 



Periode B 

Einfache Periodenmessung an sinus- 
formigen und anderen symmetrischen 
Signalformen. 

— Funktionswahier auf SINGLE oder 
AVG stellen. 

— PERIOD B/TIME INT. A TO B auf 
PERIOD B stellen. 

— Einsteller TRIGGER LEVEL ziehen. 

— AC/DC auf AC stellen. 

— 20 mV/200 mV auf 200 mV stellen, 
wenn das Eingangsignal groOer ist als 

^ ^eff 

— Triggerung auf positiver Flanke 
wahlen. 

— Signal an Eingang B legen. Die 
Periodendauer ist dann auf der Anzeige 
In ms Oder ns abzulesen. 

Zeltlntervall A — B 

Einfache Messungen des Zeitintervalls 
zwischen Impulsen von getrennten 
Quellen an Eingang A und Eingang B. 

— Funktionswahier auf SINGLE Oder 
AVG stellen. 

— PERIOD B/TIME INT. A TO B auf 
TIME INT. A TO B stellen. 

— 20 mV/200 mV auf 200 mV stellen, 
wenn das Eingangsignal grower ist als 
3 V.,,. 

— AC/DC auf DC stellen. 

~ SEP/COM auf SEP stellen. 

— Triggerung auf positiver Flanke 
wahlen. 

— Potentiometer TRIGGER LEVEL auf 
einen passenden Triggerpegel einstel- 
len, z.B. 50 % der Impulsamplitude. 

— Impulse an Eingang A bzw. Eingang 
B legen. Das Zeitintervall ist dann auf 
der Anzeige in ms oder ns abzulesen. 

Verhaltnis A/B 

Einfache Verhaltnismessung an slnus- 
formigen oder anderen symmetrischen 
Signalformen. 

— Funktionswahier auf 10^ oder 106 
stellen. 

— Potentiometer TRIGGER LEVEL zie- 
hen. 

— AC/DC auf AC stellen. 

— SEP/COM auf SEP stellen. 

— 20 mV/200 mV auf stellen, wenn das 
Eingangsignal gro6er ist als 1 V^f^. 

— Signal mit der hoheren Frequenz an 
Eingang A, das andere Signal an Ein- 
gang B legen. 

Das Verhaltnis der Signalfrequenzen 
an Eingang A und B ist dann auf der 
Anzeige abzulesen. 

Verhaltnis C/B an PM 6624 und 
PM 6625 

Einfache Verhaltnismessung an sinus- 
formigen oder anderen symmetrischen 
Signalformen. 



— Connecter le signal d’entree h Ten- 
tree C 

L’affichage indiquera la frequence en 
MHz ou en KHz 

Periode B 

Mesures de periode simple sur ondes 
sinusoTdales et autres ondes symetrl- 
ques 

— Regler le selecteur de fonctions 
sur SINGLE (simple) ou sur AVG 
(moyenne) 

— Regler PERIOD B/ TIME INT. A TO 
B sur PERIOD B 

— Tirer la commands TRIGGER LEVEL 
(niveau de declenchement) 

— Mettre AC/DC sur AC 

— Regler 20 mV/200mV sur 200 mV si 
Tamplitude du signal d'entree est supe- 
rleu re a 1 Vgfj 

— Selectionner le declenchement sur 
pente positive 

— Connecter le signal ^ Tentree B 
L’affichage indique le temps de periode 
en ms ou en ns 

Intervalle de temps A a B 

Mesure simple de temps entre impul- 
sions aux entrees A et B a partir de 
sources separees 

— Mettre le selecteur de fonctions en 
position SINGLE ou AVG 

— Mettre PERIOD B/TIME INT. A TO B 
surTIMEINT. ATOB 

— Regler 20 mV/200 mV sur 200 mV si 
Tamplitude du signal d'entree est supe- 
rieure a 3 V^.^. 

— Mettre AC/DC sur DC 

— Mettre SEP/COM sur SEP 

— Selectionner le declenchement sur 
pente positive 

— Regler le 'potentiometre TRIGGER 
LEVEL au niveau approprie, par ex 
50 % de Tamplitude d’impulslon 

— Connecter les impulsions aux en- 
trees A et B 

L’affichage indiquera Tintervalle de 
temps en ms ou en ns 

Rapport A/B 

Mesure simple de rapport sur onde 
sinusoidale ou autres ondes symetri- 
ques 

— Mettre I e selecteur de fonctions sur 
104 ou 106 

— Tirer la commands TRIGGER LEVEL 

— Mettre AC/DC sur AC 

— Mettre SEP/COM sur SEP 

— Mettre 20 mV/200 mV sur 200 mV si 
Tamplitude du signal d’entree est sup6- 
rieure h 1 V^jj 

— Connecter le signal a frequence la 
plus haute a Tentree A. et Tautre sfgnal 
a Tentree B 

L’affichage indiquera le rapport des fre- 
quences de signaux aux entrees A et B 
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amplitude of the input signal is higher 
than 1 

— Connect the signal with the highest 
frequency to input C and the other to 
Input B 

Display will show the ratio of the signal 
frequencies at input C and B 

Count A Start/Stop and Gated by B 

Simple Start/Stop and Gated by B 
measurement on sine wave and other 
symmetrical waveforms. 

— Set FUNCTION SELECTOR to 
COUNT A 

— Pull TRIGGER LEVEL control 

— Set AC/DC to AC for channel A 

— Set AC/DC to DC for channel B 

— Set SEP/COM to SEP 

— Set 20 mV/200 mV to 200 mV if the 
amplitude of the input signal is higher 
than 1 V,^g 

— Select positive slope triggering 

— Select Start/Stop by B (upper posi- 
tion) or Gated by B (lower position) 

— Connect gating signal to input B 
and the other signal to Input A 

In Start/Stop operation the display will 
show the accumulated number of 
counts in the time interval between the 
Start/Stop signals, and In the Gated 
mode the accumulated number of 
counts during the positive and negative 
slopes of the Gating signal 

Hold off PM 6622 

— Set FUNCTION SELECTOR to 0.1 \is 
and rotate HOLD OFF control from fully 
CCW to fully CW position 

— Read hold off time from 0.01 to 0.5 
ms on the display with knob pushed 
and 0.5 ms to 100 ms with knob pulled 



— Funktionswahier auf 10^ Oder 10^ 
stellen. 

— INPUT A/INPUT C auf INPUT C 
stellen. 

— Potentiometer TRIGGER LEVEL 
Ziehen. 

— SEP/COM auf SEP stellen. 

— AC/DC auf AC stellen. 

— 20 mV/200 mV auf 200 mV stellen, 
wenn das Eingangsignal grower 1st als 

^ ^eff 

— Signal mit der hoheren Frequenz an 
Eingang C, das andere an Eingang B 
legen. 

Das Verhaltnis der Signalfrequenzen 
an Eingang C und B 1st dann auf der 
Anzeige abzulesen. 

Zahlung zwischen Start/Stopp Oder 
torgesteuert von B 

Einfache Zahlung (Summenbildung) an 
sinusfOrmigen oder anderen symme- 
trischen Signalformen. 

— Funktionswahier auf COUNT A 
stellen. 

— Einsteller TRIGGER LEVEL ziehen. 

— AC/DC fur Kanal A auf AC stellen. 

— AC/DC fur Kanal B auf DC stellen. 

— SEP/COM auf SEP stellen. 

— 20 mV/200 mV auf 200 mV stellen, 
wenn das Eingangsignal groBer ist als 

1 Ve„. 

— Triggerung auf positiver Flanke 
wahlen. 

Im Start/Stopp-Betrieb erscheint auf 
der Anzeige die zwischen Start- und 
Stoppsigna! summierte Zahl der Im- 
pulse. Bei Torsteuerung wird die Sum- 
me der Impulse wahrend der positiven 
und der negativen Flanke des Torsig- 
nais geblidet. 



Triggerverzogerung PM 6622 

— Funktionswahier auf 0,1 \is stellen 
und Einsteller HOLD OFF vom Links- 
anschlag bis Rechtsanschlag drehen. 

— Verzogerungszeiten von 0,01 bis 0,5 
ms Sind dann bei eingedrucktem Knopf 
abzulesen, Zeiten von 0,5 bis 100 ms 
bei gezogenem Knopf. 



Rapport C/B pour PM 6624 et 
PM 6625 

Mesure de rapport simple sur onde 
sinusoidale et autres ondes symetri- 
ques 

— Mettre le selecteur de fonctions sur 
104 et W 

— Mettre INPUT A/INPUT C sur IN- 
PUT C 

— Tirer la commands TRIGGER LEVEL 

— Mettre SEP/COM sur SEP 

— Mettre AC/DC sur AC 

— Regler 20 mV/200 mV sur 200 mV si 
Tamplitude de signal d’entree est sup6- 
rleure h 1 

— Connecter le signal k frequence la 
plus haute a I’entree C et I’autre h Ten- 
tree B 

L’affichage Indiquera le rapport des 
frequences de signaux aux entrees C 
et B 

Comptage A Demarrage/arret et 
Declenchement par B 

Mesure simple arret/demarrage et d6- 
clenchement par B sur onde sinusoidale 
et autres ondes symetriques 

— Mettre le selecteur de fonctions sur 
COUNT A 

— Tirer la commande TRIGGER LEVEL 

— Mettre AC/DC sur AC pour voie A 
•— Mettre AC/DC sur DC pour vole B 

— Mettre SEP/COM sur SEP 

— Mettre 20 mV/200 mV sur 200 mV si 
Tamplitude du signal d'entree est sup6- 
rieure a 1 V^jj 

— Selectionner le declenchement sur 
pente positive 

— Selectionner arr§t/demarrage par B 
(position superieure) ou declenchement 
par B (position inferieure) 

— Connecter le signal de d^clenche- 
ment a Tentree B et Tautre signal ^ 
Tentree A 

En mode demarrage/arret, Taffichage 
indique le nombre de comptages accu- 
mules dans Tintervalle de temps entre 
les signaux demarrage/arr§t ; et en 
mode de declenchement, I'affichage 
indique le nombre de comptages accu- 
mules pendant les pentes positives et 
negatives du signal de declenchement 
(gating) 

Retard de declenchement du 
PM 6622 

— Mettre le selecteur de fonctions sur 
0.1 jis et tourner la commande HOLD 
OFF de position extreme gauche en 
position extreme droite. 

— Lire le temps de retard de 0.01 h 
0.5 ms sur Taffichage avec le bouton 
en position enfoncee, et de 0.5 ms 6 
100 ms avec le bouton en position 
tiree. 
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Performance Check 



Self check of measuring modes 

Preliminary setting of the controls 

— Release all push-buttons 

— Minimum display time 

— Puli the trigger level controls 

— Hold off to position off 

— Internal oscillator on 

— Self check on 



Frequency A 

— Do the preliminary setting of the controls 

— Perform the test below 



Function Selector 


Gate lamp 


Unit 

lamp 


Display 
(±1 digit) 


Frequency A 100 Hz 


blinking 


MHz 


00010.0000 


Frequency A 10 Hz 


blinking 


MHz 


0010.00000 


Frequency A 1 Hz 


blinking 


kHz 


010000.000 


Frequency A 0.1 Hz 


blinking 


kHz 


10000.0000 



Period Average B 

— Do the preliminary setting of the controls 

— Perform the test below 



Function Selector 


Gate lamp 


Unit 

lamp 


Display 
(±1 digit) 


Period B 10^ 


blinking 


ns 


000000100. 


Period B 10^ 


blinking 


ns 


0000100.00 


Period B 10‘ 


blinking 


ns 


00100.0000 



Single Time Interval A to B 

— Do the preliminary setting of the controls 

— Perform the test below 



Function Selector 


Gate lamp 


Unit 

lamp 


Display 
(±1 digit) 


Time Int. 0.1 ms 
Time Int. 0.1 ^s 




ms 

ms 


00000000.0 

00000.0001 



Frequency C PM 6624 

— Do the preliminary setting of the controls 

— Perform the test below 



Function Selector 


Gate lamp 


Unit 

lamp 


Display 
(±1 digit) 


Frequency C 100 Hz 


blinking . 


MHz 


00080.0000 


Frequency C 10 Hz 


blinking 


MHz 


0080.00000 


Frequency C 1 Hz 


blinking 
(slow rate) 


kHz 


080000.000 


Frequency C 0.1 Hz 


blinking 
(slow rate) 


kHz 


80000.0000 



Frequency C PM 6625 

— Do the preliminary setting of the controls 

— Perform the test below 



Function Selector 


Gate lamp 


Unit 

lamp 


Display 
(±1 digit) 


Frequency C 100 Hz 


blinking 


MHz 


00160.0000 


Frequency C 10 Hz 


blinking 


MHz 


0160.00000 


Frequency C 1 Hz 


blinking 
(slow rate) 


kHz 


160000.000 


Frequency C 0.1 Hz 


blinking 
(slow rate) 


kHz 


60000.0000 



Time Interval Average A to B 

— Do the preliminary setting of the controls 

— Perform the test below 



Function Selector 


Gate lamp 


Unit 

lamp 


Display 
(±1 digit) 


Time Int. 10^ 


blinking 


ns 


000000000 
or any value 


Time Int. 10^ 


blinking 


ns 


0000000.00 
or any value 


Time Int. 10* 


blinking 


ns 


00000.0000 
or any value 



Ratio A/B 

— Do the preliminary setting of the controls 

— Perform the test below 



Function Selector 


Gate lamp 


Unit 

lamp 


Display 
(±1 digit) 


Ratio A/B 10« 
Ratio A/B 10^ 


blinking 

blinking 


off 

off 


001.000000 

0000.10000 



Single Period B 

— Do the preliminary setting of the controls 
^ — Perform the test below 



Function Selector 


Gate lamp 


Unit 

lamp 


Display 
(±1 digit) 


Period B 0.1 ms 
Period B 0.1 ps 


blinking 

blinking 


ms 

ms 


00000000.0 

00000.0001 



Ratio C/B PM 6624 

— Do the preliminary setting of the controls 

— Perform the test below 



Function Selector 


Gate lamp 


Unit 

lamp 


Display 
(±1 digit) 


Ratio C/B 10‘ 
Ratio C/B 1CH 




off 

off 


008.000000 

00008.0000 
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Ratio C/B PM 6625 

— . Do the preliminary setting of the controls 
— Perform the test below 



Function Selector 


Gate lamp 


Unit 

lamp 


Display 
(±1 digit) 


Ratio C/B 10« 
Ratio C/B 1CH 


blinking 

blinking 


off 

off 


016.000000 

00016.0000 



Count A 

— Do the preliminary setting of the controls 

— Perform the test below 



Function Selector 


Gate lamp 


Unit 

lamp 


Display 
(±1 digit) 


Count A JT_TL B 
Count A J L. B 




off 

off 


000000002 

000000001 

or 

000000000 



Functional test of sockets and controls 

Preliminary setting of the controls 

— Release all push-buttons 

— Minimum display time 

— Pull the trigger level controls 

— Hold off to position off 

— Internal oscillator on 



Display time 

— Do the preliminary setting of the controls 

— Set the function selectors to Frequency A 1 Hz 

— Note that flashing frequency of the Gate lamp de- 
creases from one flash every second to one flash 
every five seconds when the Display Time potentio- 
meter is turned from the min, time position to max. 
time position. 



Memory 

— Do the preliminary setting of the controls 

— Set the Function Selectors to Frequency A 1 Hz 

— Set Display Time to max. position 

— Observe the display and check that the counter is 
counting during 1 second and displays 10000 kHz 
during 4 seconds when Memory push-button is de- 
pressed. 



Reset 

— Do the preliminary setting of the controls 

— Set the Function Selectors to Frequency A 0.1 Hz 

— Depress Memory push-button 

— Check that counter displays zero as long as the 
Reset push-button is depressed. 



Display digits 

This test requires a 80 MHz pulse generator 

— Do the preliminary setting of the controls 

— - Set the function selectors to Count A Gated by B 

— Depress Memory push-button 

— Set Trigger Level B to +2.5 V 

— Connect Sync Out from the pulse generator to 
Input A 

— Set the pulse generator to a repetition time of 
1 second 

— Check that digit N:o 9 is displaying all numbers 
from 0 to 9 when the Trigger Level B control Is set 
from the +2.5 V position to the — 2.5 V position 

— Depress Reset push-button 

— Set Trigger Level B control to the +2.5 V position 

— Vary the Repetition Time of the pulse generator 
and check the remaining 8 digits as shown in table 
below 




Trigger Level A and B 

This test requires a voltmeter 

— Do the preliminary setting of the controls 

— Perform the test below 



Trigger Level A setting 


Measured voltage 
Monitor socket A 


Trigger 
lamp A 


— 2.5 V position 
+2.5 V position 


— 2.3V. . .—2.7 V 
+ 2.3 V. .. +2.7 V 


off 

on 



— Repeat the test for Trigger Level B 



Hold off PM 6622 

— Do the preliminary setting of the controls 

— Set the Function Selectors to Period B 0.1 |jls 

— Perform the test below 



Hold off setting , 


Displayed value 


10 ns 


less than 10ps 


500 jxs 


more than 500 ps 


0.5 ms 


less than 500 +ls 


100 ms 


more than 100 ms 
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Positive and negative slopes A and B 

This test requires a low frequency oscilloscope, a 

pulse generator and a BNC T-piece. 

Do the preliminary setting of the controls 

— Set Function Selectors to Time Interval 0.1 p,s 

— Depress AC/DC push-buttons 

— Set Trigger Levels A and B to approximately 0.5 V 




Pulse sensitivity Input B 

This test requires a 3 MHz pulse generator, a low fre- 
quency oscilloscope and a T-piece. 

— Do the preliminary setting of the controls 

— Set Input B to dc coupling and the Function Selec- 
tors to Period B 10^ 




Set the output signal from the pulse generator to 

an amplitude of 1 V, a repetition time of 0.1 ms and a 
duty factor of 0.3 
— Perform the test below 



Slope setting 
channel A 


Slope setting 
channel B 


Displayed value 


y 


y 


00000.1000 ms 


y 


"V 


00000.0300 ms 






00000.1000 ms 


>nr 


y 


00000.0700 ms 



Sine wave sensitivity and ac/dc coupling Input A 

This test requires a sine wave generator with a fre- 
quency range of 10 Hz to 80 MHz, a high frequency 
oscilloscope and a T-piece. 

== Do the preliminary setting of the controls 
— Set the Function Selectors to Frequency A 1 Hz 



Test set up for 80 MHz measurement 




— Set the output signal from the sine wave generator 
to an amplitude of 60 mVp.p and a frequency of 10 Hz 

— Perform the test below 



Sine wave 
frequency 


Coupling 
ac or dc 


Displayed value 


10 Hz 


ac 


000000.000 kHz 


10 Hz 


dc 


000000.010 kHz 




dc 


000000.100 kHz 




dc 


000100.000 kHz 


80 MHz 


dc 


080000.000 kHz 



— Set the pulse generator: 

Amplitude: 60 mV 
Pulse width: 6 ns 
Frequency: 100 Hz 
Pulse mode: normal 
Polarity; positive 

■— Adjust Trigger Level control B until counter dis- 
plays correct display read out according to the table 
below 



Pulse generator 
frequency 


Function 

selector 


Displayed value 


100 Hz 
100 kHz 
3 MHz 


Period B 10^ 
Period B 10^ 
Period B 10^ 


001000000 ns 

0010000.00 ns 

00333.0000 ns 



Sine wave sensitivity Input C PM 6624 

This test requires a sine wave generator with a fre- 
quency range of 50 MHz to 520 MHz. a high frequency 
oscilloscope and a T-piece. 

— Do the preliminary setting of the controls 
— - Set the Function Selectors to Frequency C 10Hz 




— Perform the test below 



Sine wave 
frequency 


Sine wave 
amplitude 


Displayed value 


50 MHz 
200 HMz 
520 MHz 


30 mVp-p 
30 mVp-p 
30 mVp.p 


0050.00000 MHz 

0200.00000 MHz 

0520.00000 MHz 
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Sine wave sensitivity Input C PM 6625 

This test requires a sine wave source with a frequency 
range of 50 MHz to 1 000 MHz. a high frequency oscil- 
loscope and a T-piece. 

— Do the preliminary setting of the controls 

— Set the Function Selectors to Frequency C 10 Hz 



Sampling 

Oscilloscope 




Pulse out 



— Perform the test below 



Sine wave 
frequency 


Sine wave 
amplitude 


Displayed value 


50 MHz 
4b0 MHz 
960 MHz 
1 000 MHz 


30 mVp.p 
30 mVp.p 
30 mVp.p 
40 mVp.p 


0050.00000 MHz 

0400.00000 MHz 

0960.00000 MHz 

1000.00000 MHz 



Gate open PM 6624 and PM 6625 

This test requires a low frequency oscilloscope, a 

pulse generator and a BNC T-piece 

— Do the preliminary setting of the controls 

— Set Function Selectors to Time Interval A to B 
0.1 ms and depress SEP/COM push-button 

— Set the output signal from the pulse generator to 
an amplitude of 1 V, a repetition time of 0.1 ms and a 
duty factor of 0.3 



^0.0 3 ms 



it:. JUi 



Oscilloscope \ 

□ 




— ] Counter \ 


VI, 


o 






wGate open g 


\ 


Pulse out p 


1^50^ 


c 





— Check that the oscilloscope displays the wave 
form below 



display 
time I 



i2.5V during main gate closed 



5 0.4V during main gate open 



Gate open PM 6622 

This test requires a low frequency oscilloscope, a 
pulse generator and a T-piece. 

— Do the preliminary setting of the controls 

Set the Function Selectors to Time Interval A to B 

0.1 ms, the Hold Off time to 100 ms and depress SEP/ 
COM push-button 

— Set the amplitude of the output signal from the 
pulse generator to 1 V. the repetition time to 0.1 ms 
and the duty factor to 0.3 




— Check that the oscilloscope displays the wave form 
below 



External reset 

This test requires a pulse generator with do offset 

— bo the preliminary setting of the controls 

— Set the function selectors to Frequency A 10 Hz 

— Set the Function Selectors to Frequency A 10 Hz 

— Pull Display Time switch 

— Depress Check push-button 

— Set the pulse generator to single shot and inverted 
pulse mode 

Set the pulse to a width of 100 ns, an amplitude of 

2 V and +0.4 V do offset. 




— Check that the Gate lamp is blinking and that digit 
N;o 1 (MSD) displays zero each time push-button 
Single Shot is depressed 




f^2.5V during main gate dosed 
|f^1.5V during set hold off time 

f« 0.4V during main gate open 



OV 



10 MHz Out 

This test requires a low frequency oscilloscope and a 
500 Q probe. 

— Do the preliminary setting of the controls 

— Connect the oscilloscope to socket D and check 
that the oscilloscope displays a wave form with an 
amplitude of I.SVp.p and a frequency of 10 MHz. 











Oscillator frequency check 



Component layout 
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Oscillator PM 9677 



Test set up 



p 10 MHZ ouro 



Counter 


1 

1 PM 6630 or 






1 PMeeii5 




INPUT A 


1 f?ear panel 









— This check requires a frequency standard having 
an accuracy of 1 x10""^. The oven enclosed oscillators 
Philips PM 9680, PM 9681 and PM 9690 meet this requi- 
rement. The check should preferably be made at an 
ambient temperature of +25® C. 



— Set the controls of the counter: 

FUNCTION SELECTOR: FREQUENCY A 1 Hz 
TRIGGER LEVEL A: pulled 

— Check that display shows 10000.000 kHz ±10 Hz. 

Oscillator frequency adjustment 

This adjustment requires a reference oscillator having 
an accuracy of ^ 1 x 10-”^. 

The oven enclosed PHILIPS oscillators PM 9680*, 
PM 9681* and PM 9690* meet this requirement. 

The adjustment should preferably be made at an am- 
bient temperature of +25° C. 

— Remove the bottom cover of the counter. 

— Connect the reference signal available at socket 
10 MHz OUT of the external counter to INPUT A of 
the counter to be adjusted. 

— Set the controls of the counter to be adjusted: 

FUNCTION SELECTOR: FREQUENCY A 1 Hz 
TRIGGER LEVEL A: pulled 

— Adjust trimming capacitor Cl to 10000.000 kHz 
plus or minus 10 Hz. 

Spare parts 



Ordering no 


fl/F 


% 


v/w 


Item 


4822 110 63161 


100k 


5 


CR25 


R1 


4822 110 63116 


2.2k 


5 


CR25 


R2 


4822 110 63107 


Ik 


5 


CR25 


R3 


4822 110 63107 


1k 


5 


CR25 


R4 


4822 110 63107 


1k 


5 


CR25 


R5 


4822 110 63107 


Ik 


5 


CR25 


R6 


5322 125 54029 


Q. 

CO 

I 




300 


C1 


4822 122 31063 


22p 


2 


100 


C2 


4822 122 31072 


47 p 


2 


100 


C3 


4822 122 31076 


68p 


2 


. 100 


C4 


5322 122 34041 


10n 


-^20 + 50 


100 


C5 


5322 122 34041 


10n 


—20 + 50 


100 


C6 


5322 122 34041 


10n 


—20 + 50 


100 


C7 


5322 124 14036 


15(x 


—10 + 50 


16 


C8 


Ordering no 


Description 




Item 



5322 130 44418 
5322 130 44418 
5322 130 30766 
5322 242 74036 
5322 267 64031 



BF 256 A 
BF 256 A 
BZX79— C6V2 
Crystal 10MHz 
Connector 



TS1 

TS2 

GR1 





BUI 
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Oscillator PM 9678 



Oscillator frequency check 





■■m 


H 








I 
















■ 








IHHB 


BSSS 


■I 



— This check requires a frequency standard having 
an accuracy of 1 x10~^. 

The oven enclosed oscillators Philips PM 9680, PM 
9681 and PM 9690 meet this requirement. 

The check should preferably be made at an ambient 
temperature of +25° C. 

— Set the controls of the counter: 

FUNCTION SELECTOR: FREQUENCY A 0.1 Hz 
TRIGGER LEVEL A: pulled 

— Check that the display shows 10000.0000 kHz 
±1 Hz. 



Oscillator frequency adjustment 

— This adjustment requires a reference oscillator 
having an accuracy of:^ 1 x10~^. 

The oven enclosed PHILIPS oscillator PM 9680*, 
PM 9681* and PM 9690* meet this requirement. 

The adjustment should preferably be made at an am- 
bient temperature of +25° C. 

— Remove the bottom cover of the counter. 

— Connect the reference signal available at socket 
10 MHz OUT of the external counter to INPUT A of 
the counter to be adjusted. 

— Set the controls of the counter to be adjusted: 

FUNCTION SELECTOR: FREQUENCY A 1 Hz 
TRIGGER LEVEL A: pulled 

— Adjust trimming capacitor C 1 to 10000.000 kHz 
plus or minus 1 Hz. 

— Set FUNCTION SELECTION to position 0.1 Hz and 
check that display read out is the same as before. 
If not, adjust C 1 slightly to correct frequency. 



Spare parts 



Ordering number 


Description 




Item 


4822 110 63098 


470 n 5% 




R1 


5322 125 50057 


5— 65P 


100 V 


Cl 


5322 124 14036 


15 M —10 + 50% 


16V 


C2 


5322 267 64031 


Connector 




BU 1 


5322 216 94047 


Crystal 10 MHz 







Component layout 
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Oven Oscillators PM 9679B, PM 9690 and PM 9691 



Oscillator frequency adjustment Repair of the oscillator 

— Repair of this oscillator may not be carried out 
by the local service organisations. In case of break- 
down the complete sealed oscillator box has to be sent 
to the factory for repair. 

Factory address : 

PHILIPS ELEKTRONIKINDUSTRIER AB 
INDUSTRIAL OPERATIONS 
PACK 

S-175 20 JARFALLA 
SWEDEN 





This adjustment requires a frequency standard having 
an accuracy of 3x10”® for PM9679B, 10”^ for 
PM 9690 and better than 5x10”^® for PM 9691. Hew- 
lett-Packard quartz frequency standard HP 105* meets 
this requirement. 



The adjustment should preferably be made at an 
ambient temperature of 25®C and the oscillator must 
have been operating continuously 72 h before any 
adjustment is made. 



— Remove the bottom cover of the counter 

— Do the test set up 

— Set the oscilloscope to 100 ns/div and adjust the 
oscillator’s fine trimmer until the waveform on the 



mi^\/oe \A/ifh a \/olr4/^itv/ rtf movimiim 1 

1 4 W WW w W4 Wl I II I • Wl I I I I VI I V J 



10 s (0.1 Hz). 



If the adjustment range is too narrow a coarse trimmer 
is available under the oscillator’s text plate. 



* To be adjusted against a frequency standard such as 
Droitwlch or HBG. 



Pin configuration 
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Power supply 



General 

The power supply operates from 115 V AC or 230 V 
AC 50 to 400 Hz or from the internal battery PM 9673 
or from an external battery with an output voltage of 
12 to 28 V. It provides five stabilised and overload- 
protected voltages of +120V, +12V, -f5V, — 5 V 
and — 50 V. 

The power supply may be divided inta the power input 
circuit mainly consisting of the mains transformer 
T 101 and rectifier GR 167, the over-voitage protection 
circuit mainly consisting of thyristor TS 150, TS 151 
and zener diode GR 160, the voltage regulation circuit 
mainly consisting of voltage regulator IC 150, thyristor 
TS 154, the DC-to-DC converter mainly consisting of 
primary side of transformer T 102, driver TS 152 and 
switch TS 153. 



Power input circuit 



Current paths in d.c. to d.c. converter 




When the power supply operates from the mains, the 
115V AC or 230V AC is transformed to 20V AC by 
transformer T 101, rectified In the diode-bridge GR 167, 
filtered by C 152 and C 161 and fed to the power 
supply circuits via switch SK 121 and SK 102. 

When the power supply operates from an external 
battery the current to the power supply circuits Is fed 
from BU 21 at the rear panel via protecting diode 
GR 164 and switches SK 121 and SK 102. 

When the internal battery is used the current is fed 
from pin 8 of BU 105 via SK 121 and SK 102 to the 
power supply circuits. 



D.c. to d.c. converter 

The DC to DC converter Is basically a blocking oscil- 
lator consisting mainly of switch transistor TS 153 and 
terminals 4 — 9 of the transformer T 102. When switch 
SK 102 is set to position ON, the DC voltage from the 
power input circuit is fed to the transistor TS 155 
which works as a constant current source of approx- 
imately 1 mA (li). 

The current h will cause switch transistor TS 153 to 
start conducting and the linearly increasing current I2 
to flow. 

This current I2 will cause a voltage across terminals 
3 — 8 of the transformer and the current I3 will start to 
flow. 

This will cause drive transistor TS 152 to saturate 
switch transistor TS153. When the transistor no 
longer can saturate, current I3 will stop to increase 
and the induced voltage at terminal 3 of transformer 
T 102 will disappear. 

This will cause TS 153 to switch off and the collector 
voltage to rise to the same level as the supply voltage. 
At this moment the magnetic flux will discharge 
through the secondary windings of T 102 and diodes 
GR 155—159. 
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Power supply 



Over voltage protection 



Replacing parts in the power supply 



The over-voltage protection circuit consists mainly of 
thyristors TS 150, TS 151 and zener diode GR 160. 

The anode of GR 160 is connected to the +5 V output 
from the power supply. If this voltage increases to 
5.6 V... 5.8 V, the zener diode GR 160 will start to 
conduct and a current will flow through resistor R 1121. 
The voltage drop across R 1121 is fed to the gate of 
thyristor TS151 via resistor R1120. The anode is 
connected to the +5V output voltage via resistor 
R1118. 

The thyristor will switch on and a voltage drop arises 
across resistor R 1122. This voltage is fed to the gate 
of thyristor TS 150, whose anode is connected to the 
d.c. input voltage. The thyristor will switch on and 
blow fuse VL 150, or, if the counter is operating in the 
internal battery mode, fuse VL 1 in the battery unit 
PM 9673. The capacitor across the gate and cathode 
of thyristor TS 151 prevents transients from the mains 
to blow fuse VL 150 accidentally. 



When replacing parts in the power supply, in particular 
1C 150, always check the +5,0 V supply. 

Proceed as follows: 

— Connect a voltmeter to BU 107 pin +5,2 V and 
check that the voltage is 4.8 — 5.2 V. 

If the measured voltage does not reach 4.8 — 5.2 V un- 
solder R 1103 and select a resistor value that gives the 
desired voltage. The value of this resistor may be 
1 kfl to 33 kfl. Typical value Is 8 kH- 

■ — Check the d.c. voltages. 



D.C. voltages 



— Connect the voltmeter to jumper connector BU 104 
and check the d.c. voltages according to table below. 



Test point 
+ 120 
+ 5.2 
+ 12 
—5.2 
—50 



Measured voltage 

115.. .130V 
4.8 .. . 5.2 V 

11.5.. . 13V 
— 5. . .— 5.4V 
—50...— 60 V 



Output voltage regulation circuit 



The output voltage regulation circuit consists mainly 
of voltage regulator 1C 150 and thyristor TS 154. 

The purpose of the thyristor TS 154 is to switch off 
the drive transistor TS152 in order to regulate the 
output voltage. The switching moment of thyristor 
TS 154 is determined by a voltage at the gate of the 
thyristor which is the sum of a DC regulation voltage 
from terminal 10 of IC150 and a sawtooth voltage 
caused by the emitter current of TS 153 through 
resistor R 1 1 1 4//R 1115. 

The voltage regulator 1C 150 is fed at terminal 12 with 
the supply voltage and at terminal 7 with a negative 
voltage, via GR 161, from winding 3 — 8 of transformer 
T102. 

1C150 contains a differential amplifier with inputs at 
terminals 4 and 5. 

The input at terminal 5 is grounded via R 1104 and the 
input at terminal 4 is connected to a voltage divider 
that consists of the reference output at terminal 6 and 
the negative voltage from winding 3 — 8 of transformer 
T 102 at terminal 7. 

The differential amplifier is in balance when the volt- 
age at terminal 7 is — 5V. When the supply voltage 
across windings 4 — 9 of transformer T 102 increases, 
the voltage at the differential amplifier at terminal 7 
of 1C 150 will go more negative, the DC regulation 
voltage at terminal 10 of 1C 150 will go positive and 
turn on thyristor TS 154. This will connect the base of 
driver transistor to the ground and cause switch tran- 
sistor TS 153 to switch off. The stored magnetic flux 
will then discharge in the secondary windings of T 102 
and diodes GR 155 — GR 159. 



Dummy load 




A fault In the power supply can be isolated easier if 
the counter circuits are disconnected by removing 
10-pins connector BU 107. However, to simulate the 
load, a dummy load has to be fitted as shown in the 
figure. The dummy load can be assembled of the 
following components: 

1 female connector 10 pins 5322 267 54102 



1 carbon resistor 220, 1 W 
1 carbon resistor 2200, 1 W 
1 carbon resistor, 180, 2 W 
1 carbon resistor, 560, 0.5 W 
1 oarbon resistor, 5.6 kO, 0.5 W 



4822 110 23143 
4822 110 23089 
482211010061 
4822 110 53074 
4822110 53127 



CAUTION: + 120 V at pin 10 of the connector! 
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Troubleshooting the power supply 



Component layout power supply 



Crowbar circuit. The purpose of this circuit is to blow 
fuse VL 150 when the +5V voltage becomes ?« + 6V. 
If the fuse blows when the counter is switched on or 
off check TS 150. A simple way to check the per- 
formance of this circuit is to connect a dc source set 
to 1 A and 15 V to the external battery sockets at the 
rear panel of the counter and remove printed board 
B‘U 107. If the current limit lamp then turns on, indicat- 
ing that TS150 is conducting, the crowbar circuit is 
working properly. 



Voltage regulator. The purpose of this circuits is to 
regulate the d.c. output levels by turning on TS154 
and stop the oscillating. 

If the blocking oscillator does not oscillate check the 
voltage regulator by removing TS 154, if the blocking 
oscillator then starts to oscillate the fault may be 
caused by the voltage regulator. 

D.c. to d.c. converter. This circuit is basically a block- 
ing oscillator which is started by TS 155 and switched 
off by TS 154. If it is not oscillating check the voltage 
regulator and the base voltages at TS152 
and TS 153 (?« 1.4 V). 



Switch off transistor TS 154. The purpose of this 
transistor Is to switch off the blocking oscillator when 
the sum of the sawtooth voltage from the emitter of 
TS 153 and the dc voltage from terminal 10 of 1C 150 
becomes ?:ii0.5 V and turns on TS 154. 



Current generator TS 155. The purpose of this transis- 
tor is to start the blocking oscillator by a bias current 
of mA through base/emitter of TS 152 and TS 153. 
A voltage drop of ?==j 1 V across R1108 indicates that 
this circuit works properly. 




! 

) 











General 
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Input amplifiers 



The input amplifiers are identically, input B is, how- 
ever, functionally limited to 10 MHz. In common mode 
the input circuits of amplifier A are disconnected and 
the signal is fed from input B via the separate/ com- 
mon switch to amplifier A. 

The signal is analogue from the input socket to ampli- 
fier IC 101 and when measuring these circuits the 
oscilloscope should be earthed via the earth-pin at 
C 102 or C 112. From IC 101 to C 103 the signal has 
ECL levels. The output from TS 103:C and TS 104:C 
is a TTL signal. When measuring the ECL and TTL 
signals the oscilloscope should be earthed via the 
earth-pin at 1C 102: 1. 

Adjustment 

D.C. balance amplifier A 

— Disconnect all input signals, release all push-but- 
tons and set the controls of the counter: 

Start/Stop upper position 

Trigg. level pot. pulled 

— Connect the voltmeter between IC 101:6 and 
ground and adjust R1104 until voltmeter shows OV 
±2 mV. 



D.C. balance amplifier B 



U..4. 

u/io^uni icuL on iiipuL ai^noio, icicooc on ^uoit-uuL- 



tons and set the controls of the counter: 



Start/Stop upper position 

Trigg. level pot. pulled. 

— Connect the voltmeter between IC101:12 and 
ground and adjust R1104 until voltmeter shows OV 
±2 mV 



Frequency compensation amplifier A 



Counter 

I 

— Set the controls of the counter: 

Attenuator 200 mV position 

— Set the controls of the pulse generator: 

Frequency 10 kHz 

Amplitude 1 V 

Duty factor 0.5 

— Connect the oscilloscope via a well adjusted 
10 Mfl/11 pF probe to terminal 6 of IC 101 and adjust 
C 102 to minimum distortion of the displayed wave- 
form. 




Frequency compensation amplifier B 



Counter 

L qJ 

— Set the controls of the counter: 
Attenuator 200 mV position 




— Set the controls of the pulse generator: 

Frequency 10 kHz 

Amplitude 1 V 

Duty factor 0.5 

— Connect the oscilloscope via a well adjusted 
10 Mfl/11 pF probe to terminal 12 of IC 101 and ad- 
just C 112 to minimum distortion of the displayed 
wave form. 

Functional check 

Preliminary setting of the controls 

— All push-buttons in released position. 

— Display time potentiometer in power on position 
and minimum display time. 

— Trigger level potentiometers in pulled position. 

— Hold off in position off. 

— Internai/external slide switch in position internal. 

Control circuits for prescaler and check modes 

Truth table for channel A 





Check mode 


Prescaler mode 


SK 120 






pin 1 


Floating 


Ground 


pin 3 


Ground 




pin 4 


High TTL 


Ground 


pin 6 


Ground 




IC 101 






pin 1 


Floating 


Ground 


pin 2 


Low ECL 


Don’t care 


pin 3 


Low ECL 


Don’t care 


IC 152 






pin 1 


High TTL 


Ground 


pin 2 


10 MHz 


10 MHz 


pin 3 


10 MHz 


High TTL 


SK108 






pin 2 


High ECL 


High ECL 


pin 5 


10 MHz ECL swing 


High ECL 


IC 103 






pin 5 


Low ECL 


Prescaler signal, 


pin 6 


10 MHz ECL swing 


ECL swing 
Low ECL 


IC 155:13 


Low TTL 


High TTL 



Amplifier and Schmitt-trigger IC 101 



IC101 is an amplifier and Schmitt trigger with ana- 
logue input and ECL output. 



Pin configuration 


IC 


101 


Enabie 


1 


L~ 


Out A 


2 


L 


Out A 


3 


C 


Ciear A (—0.7 V) 


4 


c 


In— A 


5 


c 


In +A 


6 


c 


+ 5.0 V 


7 


c 


—5.2 V 


8 


c 



16 


Ground 


15 


Out B 


14 


Out B 


13 


Clear B 


12 


In +B 


11 


In — B 


10 


+ 5.0 V 



P 9 Not connected 
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Tri state trigger indicator 




Truth table 1C 101 



Ampl.A Ampl, B Ampl.Aand B Ampl.Aand B Enable 

Pin 5 and 6 Pin 11 and 12 Pin 2 and 14 Pin 3 and 15 Pin 1 


6>5 


H 


H Gnd 


6<5 


L 


H Gnd 


12>11 


H 


L Gnd 


12<11 


L 


H Gnd 


Don’t care Don’t care 


—2.2 V 


2. ..2.2V 



H=— 0.8 V L=— 1.8 V 



ECL/TTL converter 

The input signal to 1C 103 from the gate circuits has 
ECL levels. The A1 and A2 signals has TTL levels. 

The emitter signals of TS 103 and TS 104 has a voltage 
swing of approximately — 0.8 V to — 1.3 V. 



Prescaler level detector 

The prescaler level detector will feed the signal from 
the prescaler unit at 1C 104:10 to the ECL/TTL con- 
verter when voltage level at 1C 104:9 is Vbb ( — 1.3 V). 
When the prescaier unit is not used the voltage level 
at IC 104:9 is low ECL. 



Trigger level controls 

^ — Do the preliminary setting of the counter. 

— Depress trigger level controls and set them to 
fully CCW position. 

— Check that the voltaoe at the monitor sockets are 
— 2.7 ±0.2 V and that the trigger indicator lamps 
are off. 

— Set the trigger level controls to CW position. 

— Check that the voltage at the monitor sockets are 
+ 2.7 ±0.2 V and that the trigger indicator lamps 
are on. 



Slope controls 

— Do the preliminary setting of the controls. 

— Set the function selector to time interval A to B 
0.1 ns and set the separate/common selector to 
common position. 

— Connect a pulse generator to input B and set repe- 
tition time to 100 ms, duration to 30 ms and the 
amplitude to 1 V. 

— Set the slope controls and check the display read- 
out according to table below. 



Slope setting 
A and B 


Display 

read-out 


Unit 


pos. 


neg. 


00000030.0 


ms 


pos. 


pos. 


00000100.0 


ms 


neg. 


pos. 


0000070.0 


ms 


neg. 


neg. 


00000100.0 


ms 



ac/dc coupling 

— Do the preliminary setting of the controls. 

— Connect a square wave pulse with a frequency of 
1 MHz, an amplitude of + 2 V and a dc level of 
+ 2.5 V to the counter’s A input. 

— Set the function selector to Frequency A 1 Hz, the 
attenuator to 200 mV and the ac/dc selector to ac 
position. 

— Check that display read out Is 1000 kHz. 

— Set ac/dc selector to dc position and check that 
display r^ad out is zero. 

— Set the function selectors to period B C.1 |.is, the 
attenuator to 200 mV and the ac/dc selector to ac 
position. 

-r Check that display read out is 0.0010 ms. 

— Set ac/dc selector to dc position and reset the 
counter. 

— Check that display read out is zero. 
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Main Gate and Display Time Circuits 



The three Reset Loops below are presented in the same order as they are closed during a Main Gate and Display time 



sequence. 




This Reset Loop makes a Low Clear in 
the Main Gate flip flop in the beginning 
of the Display Time. See time t 2 in the 
timing diagram. 



2 



Va /C 135 




This Reset Loop makes a Low Clear In the Display flip flop when Reset arrives. 
See time ts in the timing diagram. 




This Reset Loop makes a Low Preset in the Time Base Divider 1C 131 and 1C132. 



Trouble shooting the Reset Loops 

A fault in the Reset Loops can give fault 
symptoms in the Time Base, Main Gate 
and Display Time circuits. To isolate a 
fault in the Reset Loops use the follow- 
ing procedure. 

— Set the controls of the counter. 
Function Selectors: Single Period B 
0.1 ms 

Slope: positive 

Attenuator: 20 mV 

Coupling: dc 

Trigger Level: ^0.5 V 

Display Time: around mid position 

Hold Off: off 

— Connect Sync Out from a pulse 
generator set to Single Shot mode to 
Input B of the counter. 

— Reset the counter and measure the 
logic levels as shown in the Reset truth 
table. See time ti in the timing diagram. 

Push Single Shot once and measure 
the logic levels as shown in the First 
Single Shot truth table. 

See the time interval ti to t 2 in the 
timing diagram. 



Reset 




First Single Shot 
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Second Single Shot 



Push Single Shot a second time and 
measure the logic levels as shown in 
the Second Single Shot truth table im- 
mediately after the single shot is given. 
See time interval t 2 to ts in the timing 
diagram. This, and the following truth 
table, might be somewhat difficult to 
measure because of the influence from 
the RC network R1156//C173, R1159// 
C172 and the display time R1157-f 
R1158//C171. 



Terminal^^^ 

Level 




■2 


:3 


:4 


: 5 


^6 


:8 


^9 


:10 


:11 


^2 


;13 


IC135 


L 


H 




H 


L 


H 


L 


H 


H 


H 


L 


H 


IC 151 
















H 


L 








IC 154 








H 


L 


H 














IC 155 


H 


L 


L 


L 


H 


H 














IC156 


L 


H 


H 


IT 


X 


L 


H 


L 


L 


L 


L 


H 


IC157 








H 


H 


L 


H 


H 


L 


H 


L 


L 


IC158 


L 


L 


H 


IT 


H 


JT 








L 


H 


H 



The last truth table shows the logic 
levels in the time interval ts to ti in the 
timing diagram. 

After the display time is out the logic 
levels will return to what is shown in 
the first truth table (Reset). 



ts to ti 



Terminal^^^^ 

Level 


:1 


:2 


:3 


:4 


:5 


:6 


:8 


:9 


:10 


:11 


:12 


:13 ■ 


IC135 


L 


H 




H 


L 


H 


H 


L 


H 


H 


H 


L 


1C 151 
















L 


H 








IC 154 








H 


L 


H 














IC 155 


L 


H 


L 


L 


H 


L 














IC156 


H 


L 


L 


H 


L 


L 


L 


H 


L 


L 


H 


L 


IC 157 








L 


H 


H 


H 


H 


L 


H 


L 


L 


1C 158 


L 


L 


H 


H 


H 


L 








L 


H 


H 
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Quad Decade 1C 132. . .133 and iC 177. . .178 

The Quad Decade contains four separate decades and 
a flip-flop, in this application the flip-flop is not used. 
The Preset Input is a common Input for the decades, 
a High level applied to this input will preset all de- 
cades to 19999. 

The Reset Input Is also a common input and a High 
level applied to this input will reset all decades to 
zero. 

The Count Input is an exclusive input for the first de- 
cade, the signal to be counted is applied to this input. 
Each decade has a Carry Output which is connected 
to the Carry Input of the following decade. 

All carry signals except from the first decade are 
available for measurement, in this application only 
Carry 10 000 is used. 

The carry signal is active Low and its pulse width is 
equal to the repetition time of the signal at the Count 
Input. 

Each decade has also a BCD output and a Latch. 

The latch is a memory where the BCD information 
from the decades are stored. 

The Transfer Input is a common input for the decades, 
a High Level applied to this input will open all latches 
and feed the BCD information stored in the latches to 
the multiplexer. 

The Multiplexer is a programmable selector, the sig- 
nals applied at the digit select inputs determines 
which latch the multiplexer will select, in this applica- 
tion input C is not used. 

The BCD output is a tri state output, it can be logic 1, 
logic 0 or high-ohmic. 

A High Level at Chip Enable Input will allow the multi- 
plexer pass the BCD information in the preselected 
latch to the BCD output, a Low level makes the output 
high-ohmic. 



Input A 


Input B 


Decade selection 


L 


L 


Decade 1 


H 


L 


Decade 2 


L 


H 


Decade 3 


H 


H 


Decade 4 



Preset i 
R».t 



1 1 



Decode 1 Decode 2 I Decade 3 I Decode 4 

- (divider by (divider by — • — (divider by — * — (divider by ~ 

TO) 10) ID) TO) 




BCD2® 8CD2' BCD 2^ ’ BCD23 



See also the Timing Diagram in the Main Gate and 
Display Time description. 



First Decade 

The First Decade is working up to 80 MHz and is de- 
signed with discrete integrated circuits. 

It contains a divider by 10 IC 174, a memory IC 175 and 
a gate output with open collector IC 176. 



Decimal point setting 

The Decimal Point Signals are fed from output 1 to 6 
of the Address Decoder via the Decimal Point Switch 
to Input 6 of the 7 Segment Decoder. A table in Logic 
Circuits diagram shows which settings of the Function 
Selector will interconnect which pins of the Decimal 
Point Switch and thereby connect one of the decimal 
point outputs from the Address Decoder to the deci- 
mal point Input of the 7 Segment Decoder. 



Gate Lamp Multivibrator 

This circuit extends the fastest main gate signal and 
makes It suitable for driving the gate lamp. The Input 
to this circuit is the main gate signal at IC 157:3 and 
the output is the signal to the gate lamp at BU 101 : 7. 



Blanking Pulse Generator 

This circuits turns off the display between the presen- 
tation of each digit to prevent streamers between 
adjacent digits. 

The Input to this circuits is the display clock signal at 
R1176 and the output Is the blanking signal to the 
emitters of TS 180. . .188 and IC 181 :1. 

Positive going pulse from the display clock will turn 
off TS 177 and thereby the cathode and anode voltages 
to the display. Test points 6 and 7 show the display 
clock signal and the blanking signal. 



Display 

The display is a 9 digits gas discharge display, each 
digit has 7 segments and a decimal point. 

Each one of the digits are connected to a driving 
transistor which is connected to an output of the 
Address Decoder. 

A low input from the Address Decoder turns on the 
transistor and its digit, this is shown in oscillogram 
number 8 in the logic circuit diagram. 

In one scanning cycle the outputs go from High to Low 
in the order 10:1:2:3:4:5:6:7:9, output number 10 
is connected to the least significant digit and output 
number 9 is connected to the most significant digit. 
Only one digit will be presented at a time and before 
the next digit is presented a blanking pulse turns off 
the display. The blanking pulse is shown in oscillogram 
number 7 in the logic circuit diagram. 



Display Clock and Address Counter 

The Display Clock is an oscillator with a frequency of 
aproximately 5 kHz. Test point 6 shows the output 
from the Display Clock to the Blanking Pulse Gener- 
ator. 

The Address Counter is a 1 of 10 to BCD converter 
and it is converting the Display Clock signal from 
IC 151 :12 to Address Signals in BCD form. 
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Decades and 7 Segment Decoder 

The adress from the Address Counter selects which 
of the decades 1C 176, 1C 177 or IC 178 that will be 
presented on the display. 

D bit from the Address Decoder selects the first de- 
cade, C and D bits select the first Quad Decade (2 
to 5 decade) and the C bit selects the second Quad 
Decade (6 to 9 decade). 

The A and B bits from the Address Decoder select 
which of the four decades in the quad decade that will 
be selected. 

The outputs from the three decades are connected via 
a bus line to the 7 Segment Decoder. 



Display scanning and blanking pulse generation 




Hold Off Circuits 

The Hold Off Circuits extend the closing time of the 
Main Gate to prevent unwanted stop signals to end 
the measurement. 



Display presentation 





Basic board 



Ordering no 


n 


% 


Type 


Item 


Ordering no 


n 


% 


Type 


Item 


4822 


110 


63214 


iOM 


10 


CR25 


R1003 


4822 


no 


63096 


470 


5 


CR25 


R1134 


4822 


Uo 


63189 


1.2^ 


10 


CR25 


RIOO^ 


4822 


no 


63098 


470 


5 


CR25 


RU35 


4822 


110 


63189 


1.2M 


10 


CR25 


R1005 


4822 


no 


63098 


470 


5 


CR25 


RU36 


4822 


no 


63154 


56 


5 


CR25 


R1006 


4822 


no 


63098 


470 


5 


CR25 


R1X37 


5322 


116 


54964 


68 


5 


PR37 


R1007 


4822 


no 


63152 


47K 


5 


CR25 


R1138 


4822 


110 


63165 


150K 


5 


CR25 


R1008 


4822 


no 


63125 


4.7K 


5 


CR25 


RU39 


4822 


no 


63134 


lOK 


5 


CR25 


R1009 


4822 


no 


63107 


1.0 


5 


CR25 


R1140 


4822 


no 


63134 


lOK 


5 


CR25 


RIOIO 


4822 


no 


63107 


1.0 


5 


CR25 


R114i 


4822 


no 


63081 


100 


5 


CR25 


RlOU 


4822 


no 


63134 


iOK 


5 


CR25 


R1142 


4822 


no 


60006 


390 


5 


CR25 


R1012 


4822 


no 


63152 


47K 


5 


CR25 


RU43 


4822 


no 


63094 


330 


5 


CR25 


R1013 


4822 


no 


63152 


47K 


5 


CR25 


K1144 


4822 


no 


63116 


2.2K 


5 


CR25 


R1017 


4822 


no 


63152 


47K 


5 


CR25 


R1145 


4822 


no 


63092 


270 


5 


CR25 


R1018 


4822 


no 


63152 


47K 


5 


CR25 


R1146 


4822 


no 


63087 


180 


5 


CR25 


R1019 


4822 


no 


63134 


lOK 


5 


CR25 


R1147 


4822 


no 


63107 


i.OK 


5 


CR25 


R1020 


4822 


no 


63107 


1.0 


5 


CR25 


R1150 


4822 


no 


63098 


470 


5 


CR25 


R1021 


4822 


no 


63107 


1.0 


5 


CR25 


R1151 


4822 


no 


63098 


470 


5 


CR25 


R1022 


4822 


no 


60006 


390 


5 


CR25 


R1X52 


4822 


no 


63134 


lOK 


5 


CR25 


R1023 


4822 


no 


63214 


lOM 


10 


CR25 


R1153 


4822 


no 


63109 


1.2K 


5 


CR25 


R102. 


4822 


no 


63143 


22K 


5 


CR25 


R1154 


4822 


no 


63089 


220 


5 


CR25 


R1025 


4822 


no 


63123 


3.9K 


5 


CR25 


R1156 


4822 


no 


63132 


8.2K 


5 


CR25 


RI026 


4822 


no 


63107 


1.0 


5 


CR25 


R1157 


4822 


no 


63098 


470 


5 


CR25 


R1028 


4822 


no 


63089 


220 


5 


CR25 


R1158 


4822 


no 


63098 


470 


5 


CR25 


R1029 


4822 


no 


63134 


lOK 


5 


CR25 


R1160 


4822 


no 


63121 


3.3K 


5 


CR25 


R1030 


4822 


no 


63134 


lOK 


5 


CR25 


R1161 


4822 


no 


63214 


lOM 


10 


CR25 


R1033 


4822 


no 


63187 




5 


CR25 


R1162 


4822 


no 


63189 . 


1.2M 


10 


CR25 


R103. 


4822 


no 


63134 


lOK 


5 


CR25 


R1163 


4822 


no 


63189 


i.2« 


10 


CR25 


R1035 


4822 


no 


63107 


1.0 


5 


CR25 


R1164 


4822 


no 


63154 


56 


5 


CR25 


R1036 


4822 


no 


63125 


4.7K 


5 


CR25 


R1166 


5322 


116 


54984 


68 


5 


PR37 


R1037 


4822 


no 


63114 


1.8K 


5 


CR25 


R1167 


4822 


no 


63165 


150K 


5 


CR25 


R1038 


4822 


no 


63114 


1.6K 


5 


CR25 


R1168 


4822 


no 


63134 


lOK 


5 


CR25 


R1039 


4822 


no 


63185 


820K 


5 


CR25 


R1170 


4822 


no 


63134 


lOK 


5 


CR25 


R1040 


4822 


no 


63098 


470 


5 


CR25 


RU71 


4822 


no 


63081 


100 


5 


CR25 


R1041 


4822 


no 


63098 


470 


5 


CR25 


R1172 


4822 


no 


60006 


390 


5 


CR25 


R1042 


4822 


no 


63114 


1.8K 


5 


CR25 


R1173 


4822 


no 


63094 


330 


5 


CR25 


R1043 


4822 


no 


63114 


1.8K 


5 


CR25 


R1174 


4822 


no 


63116 


2s2K 


5 


CR7S 


RIGA? 


4822 


1 1 
1 i V 


63116 


2 « 2K 


K 


CR 2 5 


nil ire 
r% i A f 


4822 


no 


63092 


270 


5 


CR25 


R1048 


4822 


no 


63125 


4.7K 


5 


CR25 


R1176 


4822 


no 


63087 


180 


5 


CR25 


R10A9 


4822 


no 


63143 


22K 


5 


CR29 


R1177 


4822 


no 


63105 


820 


5 


CR25 


R1050 


4822 


no 


63129 


6 • 8K 


5 


CR25 


R1178 


4822 


no 


63098 


470 


5 


CR25 


R105i 


4822 


no 


63138 


UK 


5 


CR25 


R1180 


4822 


no 


63098 


470 


5 


CR25 


R1052 


4022 


no 


63138 


15K 


5 


CR25 


R1181 


4822 


no 


63134 


lOK 


5 


CR25 


R1053 


4822 


no 


63138 


UK 


5 


CR25 


R1182 


4822 


no 


63134 


lOK 


5 


CR29 


R1054 


4822 


no 


63138 


UK 


5 


CR25 


RU83 


4822 


no 


63089 


220 


5 


CR25 


R1055 


4822 


no 


63138 


UK 


5 


CR25 


R1184 


4822 


no 


63098 


470 


5 


CR25 


R1058 


4822 


no 


63138 


UK 


5 


CR25 


R1185 


4822 


no 


63098 


470 


5 


CR25 


R1059 


4822 


no 


63138 


UK 


5 


CR25 


R1186 


4822 


no 


63121 


3.3K 


5 


CR25 


R1060 


4822 


no 


63138 


UK 


5 


CR25 


R1187 


5322 


116 


50524 


3, OIK 


1 


MR25 


RUOl 


4822 


no 


63138 


UK 


5 


CR25 


R1188 


5322 


116 


54011 


5.62K 


1 


MR25 


RU02 


4822 


no 


63098 


470 


5 


CR25 


R1189 








SELECTED^ 


CR25 


RU03 


4822 


no 


63116 


2.2K 


5 


CR25 


R1190 


4822 


no 


63107 


I.OK 


5 


CR25 


R1104 


4822 


no 


63116 


2.2K 


5 


CR25 


R1191 


4822 


no 


63121 


3.3K 


5 


CR25 


R1105 


4822 


no 


63116 


2.2K 


5 


CR25 


R1192 


4822 


no 


63107 


I.OK 


5 


CR25 


RU08 


4822 


no 


63116 


2.2K 


5 


CR25 


R1193 


4822 


11D 


63107 


1 K 




CR25 


R1107 


4822 


no 


63116 


2.2K 


5 


CR25 


RU94 


4822 


no 


63109 


1.2K 


5 


R1108 


4822 


no 


63116 


2.2K 


5 


CR25 


R1195 


4822 


no 


63116 


2.2K 


5 


CR25 


R1109 


4822 


no 


63116 


2.2K 


5 


CR25 


R1196 


4822 


no 


63169 


220K 


5 


CR25 


RlllO 


4822 


no 


63116 


2.2K 


5 


CR25 


RU97 


4822 


no 


63089 


220 


5 


CR25 


RUU 








4822 


no 


63063 


22 


5 


CR25 


R1112 














Item 


4822 


no 


63089 


220 


5 


CR25 

CR25 


RUU 


Ordering no 


a 


Description 


4822 

5322 


no 

116 


63032 

54963 


1.5 

0.18 


5 

10 


RUU 

RU15 


5322 


101 


14011 


100 


TRIMM 


POyM 


R1014 


4822 


no 


63098 


470 


5 


CR25 


RU16 


5322 


101 


64017 


47K 


SK109 


POTM 


R1015 


4822 


1 10 


63089 


220 


5 


CR25 


R1U7 


5322 


101 


14011 


100 


TRiMM 


R1044 


4822 


1 10 


63072 


47 


5 


CR25 


RU18 


5322 


101 


64017 


47K 


SK119 


SK102 


R 1045 


4822 


no 


63169 


220 


5 


CR25 


RUU 


5322 


101 


94007 


IM 


SKlOl 


R1165 


4822 


no 


63107 


I.OK 


5 


CR25 


RU20 
















4822 

4822 


no 


63061 


100 


5 


CR25 

r D o c 


RU21 


Ordering i 


:^o 


F 


% 


V 


Item 


no 


63081 


100 


5 




R1 1 22 


- 












ClOl 


4822 


116 


30114 


4.7K 


NIC 


NTC 


R1123 


4822 


121 


4q407 


22N 


10 


630 


4822 


113 


60084 


1.0 


10 




RU24 


4822 


122 


31076 


68P 


2 


100 


C103 


4822 


no 


63134 


lOK 


5 


CR25 


R1127 


4822 


122 


31168 


270P 


2 


500 


C104 


4822 


no 


63107 


1.0 


5 


CR25 


Riue 


4822 


122 


31072 


47P 


2 


100 


C105 


4822 


no 


63107 


1.0 


5 


CR25 


R1129 


5322 


122 


34041 


ION 


•20^50 


100 


C106 


4822 


no 


63107 


1.0 


5 


CR25 


R1130 


5322 


121 


40323 


lOON 


10 


100 


C107 


4822 


no 


63163 


120K 


5 


CR25 


R1131 


5322 


124 


14053 


33M 


•10^50 


10 


C108 


4822 


no 


63152 


47K 


5 


CR25 


R1I32 


4822 


121 


40407 


22N 


10 


630 


cm 


4822 


no 


63089 


220 


5 


CR25 


RU33 


4822 


122 


31076 


68P 


2 


100 


C113 



Basic board 



Ordering no 


F 


% 


V 


Item 


Ordering 


no 


Description 


Item 


4822 


4 22 


31168 


270P 


2 


500 


CU4 


5322 


130 


24035 


8T100A-02 


TS150 


4822 


122 


31072 


47P 


2 


100 


C115 


5322 


130 


40482 


BRY39 


TSUI 


5322 


122 


34041 


ION 


-20*50 


100 


CH6 


4822 


130 


40855 


BC337 


TSU2 


5322 


121 


40323 


lOON 


10 


100 


CH7 


5322 


130 


44417 


BDX35 


TSU3 


5322 


124 


14053 


33M 


-10+50 


100 


C118 


5322 


130 


40482 


BRY39 


TSU4 


4822 


122 


31081 


loop 


2 


100 


C119 


5322 


130 


44418 


BF256A 


TSU5 


5322 


124 


14053 


33M 


-10+50 


10 


CUl 


4822 


130 


40937 


BC546B 


TS156 


5322 


122 


34041 


lON 


-20^50 


100 


C122 


5322 


130 


44256 


BC557 


TS1T7 , 


5322 


124 


14053 


33M 


-10+50 


10 


C123 


5322 


13b 


44247 


BSS68 


TSI80 


5322 


122 


34041 


ION 


•20+50 


100 


C124 


5322 


130 


44247 


BSS68 


TSlSi 


5322 


122 


34041 


ION 


-20+50 


100 


CU5 


5322 


130 


44247 


BSS68 


TS182 


5322 


122 


34041 


ION 


-20+50 


100 


CU6 


5322 


130 


44247 


B$S68 


TS183 


5322 


122 


34041 


ION 


-20+50 


loo 


C127 


5322 


130 


44247 


BSS68 


TS184 


5322 


122 


34041 


ION 


-20^50 


100 


C128 


5322 


130 


44247 


8SS68 


TS185 


5322 


122 


34041 


ION 


•20+50 


loo 


C129 


5322 


130 


44247 


BSS68 


TS186 


4822 


121 


40407 


22N 


10 


630 


C130 


5322 


130 


44247 


BSS68 


TSX87 


4822 


122 


31036 


2.2P 


2 


100 


CUl 


5322 


130 


44247 


BSS66 


TSX88 


5322 


122 


34041 


ION 


-20+50 


100 


C132 


5322 


209 


85408 


MC1651L 


xcxox 


5322 


124 


14053 


33M 


-10+50 


10 


C133 


5322 


20*5 


84643 


MC10102P 


XCX02 


5322 


124 


14053 


33M 


-10^50 


10 


C134 


5322 


209 


85409 


GXBIOIIO 


XCX03 


5322 


122 


34041 


ION 


-20+50 


100 


C136 


5322 


209 


84825 


MC10216P 


XCX04 


5322 


122 


34041 


ION 


-20+50 


100 


C137 


5322 


209 


84183 


SN7AS74N 


XCX25 


4822 


124 


10197 


47M 


-10+50 


6.3 


C139 


5322 


209 


84183 


SN74S74N 


XCX26 


4822 


124 


10197 


47M 


-10+50 


6.3 


C140 


5322 


209 


84304 


SN75107AN 


XCX27 


4822 


121 


40232 


220N 


10 


100 


C141 


5322 


209 


85406 


N7^LS54A 


XCX28 


5322 


122 


34041 


ION 


-20+50 


100 


C144 


5322 


209 


84628 


N7403A 


XCX29 


4822 


122 


30113 


180P 


2 


100 


C146 


5322 


209 


84528 


SN7400M 


XCX30 


5322 


122 


34041 


ION 


•20*50 


100 


C147 


5322 


209 


84722 


GZF1201P MOS 


XCX3X 


5322 


122 


34041 


ION 


-20+50 


100 


C150 


5322 


209 


84722 


GZF1201P MOS 


XCX32 


4822 


laa 


31081 


100P 






C151 


5322 


209 


85001 


SN74LS157N 


XCX33 


4822 


124 


20534 


680M 


•10+50 


40 


C152 


5322 


209 


84996 


SN74LS10N 


XCX34 


4822 


121 


40104 


150N 


10 


250 


C1S3 


5322 


2q9 


84183 


SN74LS74N 


XCX35 


4822 


124 


20586 


150M 


-10+50 


16 


C1S4 


5322 


20 ^ 


84724 


SN74S64N 


XC X 36 


4822 


124 


20589 


220« 


-10+50 


10 


C155 


5322 


209 


85407 


N74S02A 


X C X 37 


4822 


124 


20589 


220M 


•10+50 


10 


C156 


5322 


209 


84655 


723PC 


XCX50 






2 0 5 8^ 


220^ 


•10+50 


1 0 


W i ? f 


53^2 


OaO 

c. W ' 


35085 


pjiQ^gpr cplECTED 


X C 1 5 X 


4822 


* fc ^ 

124 


20699 


22M 


•10+50 


63 


C160 


5322 


209 


84983 


5N74LS00n"^"" 


xn52 


4822 


124 


20534 


680M 


•10+50 


40 


C161 


5322 


209 


85412 


CD4093BE MOS 


XCX53 


5322 


122 


34041 


ION 


-20+50 


lOO 


C162 


5322 


209 


84983 


SN74LS00N 


XCX54 


5322 


124 


EA116 


1 M 






C163 


5322 


209 


84993 


5N74US02N 


XCX55 


4822 


122 


31165 


330P 


10 


100 


C164 


5322 


209 


84993 


5N74US02N 


XCX56 


5322 


124 


14075 


IM 


•10+50 


25 


C165 


5322 


209 


84976 


ICFA001PC 


X C X 5 7 


5322 


122 


34041 


ION 


-20+50 


100 


C166 


5322 


209 


84983 


SN74US00N 


XCX58 


4822 


121 


40232 


220N 


10 


lOO 


C167 


5322 


209 


84984 


SN74LS04N 


XCX59 


5322 


124 


14066 


lOM 


-10+50 


6.3 


C166 


5322 


209 


85411 


745196 


XCX74 


5322 


122 


34041 


ION 


-20+50 


100 


C169 


5322 


209 


80059 


74LS75 


XCX75 


4822 


122 


31081 


lOOP 


2 


100 


C170 


5322 


209 


84529- 


5N7403N 


XCX76 


5322 


121 


40323 


lOON 


10 


100 


C172 


5322 


209 


84722 


GZF1201P mqs 


XCX77 


5322 


I2l 


40323 


lOON 


10 


100 


C176 


5322 


209 


84722 


GZF1201P MOS 


XCX78 


4822 


122 


30114 


2.2N 


10 


100 


C178 


5322 


209 


80072 


SN7490AN 


XCX79 


5322 


122 


34041 


ION 


-20+50 


100 


C179 


5322 


209 


80142 


SN7442AN 


XCX80 


4822 


121 


41156 


6BN 


10 


250 


C180 


5322 


209 


84723 


DM8884AN 


XCX8X 


5322 


121 


44137 


68N 


10 


250 


C181 


5322 


111 


94015 


6X1. OK 


XCX90 


5322 


121 


44137 


68N 


10 


250 


C182 


5322 


111 


94015 


6X1. OK 


XCX9X 


5322 


121 


44137 


68N 


10 


250 


C183 


5322 


111 


94031 


6X47K 


XCX92 


5322 


121 


44137 


68N 


10 


250 


Cl 84 


5322 


111 


94031 


6X47K 


XCX93 


5322 


121 


44137 


68N 


10 


250 


Cl85 


5322 


111 


94012 


6X6. 8K 


XCX94 


5322 


121 


44137 


68N 


10 


250 


C186 


5322 


111 


94012 


6X6. 8K 


XCX95 


5322 


121 


44137 


68N 


10 


250 


C187 


5322 


111 


94031 


6X47K 


XCX96 


5322 


121 


44137 


68N 


10 


250 


C188 


5322 


111 


94012 


6X6. 8K 


XCX97 


4822 


121 


40104 


150N 


10 


250 


C189 


5322 


111 


94026 


6X470K 


XCX98 
















4822 


130 


30509 


BZY88-C4V3 


ORXOX 


Orderina no 


F 




V 


Item 


5322 


130 


30613 


8AW62 


CRX02 




. . . ^ 












5322 


130 


30613 


BAW62 


GRX03 


5322 


125 


54024 


2-9P 




300 


C102 


4822 


130 


30509 


BZY88-C4V3 


GRX04 


5322 


125 


54024 


2-9P 




300 


C112 


5322 


130 


34563 


BZX79-C2V7 


GRX05 
















5322 


130 


30613 


BAW62 


GRX06 
















5322 


130 


34563 


BZX79-C2V7 


GRX07 


Ordering no 


Description 




Item _ 


5322 


130 


30613 


BAW62 


GRX08 


5322 


130 


44578 


E411 SILICONIX 


7S101 


4822 


130 


30509 


BZY88-C4V3 


GRXIX 


5322 


130 


44578 


£411 SILICONIX 


TS102 


5322 


130 


30613 


BAW62 


GR X 1 2 


5322 


130 


44435 


2N5770 






7S103 


5322 


130 


30613 


BAW62 


GRXU 


5322 


130 


44435 


2N5770 






TS104 


4822 


130 


30509 


BZY85-C4V3 


GR X X 4 


5322 


130 


44215 


MPSL.08 






TS105 


5322 


130 


34563 


BZX79-C2V7 


GR X X 5 


5322 


130 


44215 


MPS LOS 






7S106 


5322 


130 


30613 


BAW62 


GR X 1 6 


5322 


130 


4040T 


2N2369 






TS142 


5322 


130 


34563 


BZX79-C2V7 


GRX X7 


4822 


130 


40855 


BC337 






7S146 


5322 


130 


30613 


BAW62 


GR X 1 8 



Basic board 



Ordering no 



Description 



Item 



Ordering no 



5322 130 
5322 ,130 
5322 130 
5322 130 
5322 130 
5322 130 
5322 130 
5322 130 
5322 130 
5322 130 
5322 130 



30613 

3404T 

30613 

30613 

30613 

30613 

30613 

30613 

30613 

30613 

30613 



5322 130 30594 

5322 130 30T74 
5322 130 30594 
5322 130 34401 
5322 130 30392 
4B22 130 30S68 
4822 130 30839 
4822 130 30868 
4822 130 30868 
4822 130 30839 
5322 130 34167 
4822 130 30668 
5322 130 30192 
5322 130 30414 
5322 130 30613 
5322 130 34049 
5322 130 30613 
5322 130 30613 
5322 130 30613 
5322 130 34189 
5322 130 34189 
5322 130 34189 
5322 130 34189 
5322 130 34189 
5322 130 34189 
5322 130 34189 
5322 130 34189 
5322 130 34169 
5322 130 34166 



BAW62 

SZX75-C1V4 
BAW62 
0AW62 
BAW62 
BAW62 
BAW62 
BAW62 
BAW62 
BAW62 
BAW62 
BAV10 
BZX79-C10 
BAVIO 
BZX70- 
BZY88- 
BV207 
BY206 
BY210- 
BY210- 
BY206 
BZX79- 
BY210- 
BY126 
0Y164 
BAW62 

BZX75-C2V1 

BAW62 

BAW62 

BAW62 

BAW20 

BAM20 

BAW20 

BAW20 

BAW20 

8AW20 

BAW20 

BAW20 

BAW20 

BZX79-C51 



'C56 

•C3V3 



•400 

•400 

B6V2 

-400 



GB121 

GR122 

GR125 

GR138 

GR139 

GR140 

GR141 

GR142 

OR 143 

GR144 

6R145 

&R150 

GR151 

GR152 

GR153 

GR154 

CR155 

GR156 

GR157 

6R158 

GR159 

GR160 

GR161 

GR163 

CR167 

GR170 

GR171 

GR172 

GR173 

GR175 

GR180 

GR181 

CR182 

GR183 

GR184 

CR185 

GR186 

GR187 

GRIBB 

GR189 



4822 252 
5322 131 
5322 462 
5322 158 
5322 158 
5322 158 
5322 158 
5322 158 
5322 158 
4822 526 
5322 158 



20001 

94042 

34127 

10289 

10289 

10243 

10284 

10284 

10052 

10097 

10052 



Ordering no 



Description 




Item 


thermal FUSE 


VtiOl 


display 




BlOl 


GUIDE rail 




FOR U1 


INDUCTANCE 


0,6eMH 


iioi 


INDUCTANCE 


0.68MH 


L102 


inductance 


lOOMH 


L103 


inductance 


47MH 


L104 


inductance 




L105 


choke 




UJ5'0 


FXC bead 




L151 


CHOKE 




L152 


Description 




Item 



5322 456 14054 
5322 456 14055 
5322 456 14056 
5322 450 64059 
5322 414 34076 
5322 414 74019 
5322 414 34091 
5322 414 74015 
5322 414 34091 
5322 414 74015 
5322 414 34091 
5322 414 74015 
5322 414 14011 



TEXT plate PM6622 
TEXT plate PM6624 
TEXT PLATE PM6625 
WINDOW 

FUNCTION KNOB SK105 
cover function knob SK105 
DISPLAY KNOB SKlOl 
cover display knob SKloi 
HOLD OFF KNOB SK403 
cover hold off knob SK403 

trigger knobs 
cover trigger KNOBS . 

PUSH BUTTON KNOBS 



5322 


267 


10004 


INPUT sockets a 8 


BUl BU2 


Ordering 


no 


Description 


Item 


5322 


267 


34059 


EXT battery socket 


BU21 


5322 


267 


34059 


EXT BATTERY SOCKET 


BU22 


5522 


265 


30066 


MAJN5 INPUT SOCKET 


BU23 


5322 


267 


10004 


INPUT D-IOMHZ OUT 


8U24 


5322 


267 


10004 


EXT. RESET 


BU25 


5322 


267 


10004 


gate open 


BU2T 


5322 


277 


24017 


INT EXT STO SWITCH 


5K22 



Ordering no 



Description 



Item 



Ordering no 



Description 



Qty 



5322 

5322 

5322 

5322 

5322 

5322 

5322 

5322 

5322 

5322 

5322 

5322 

5322 

5322 

5322 

5322 

5322 

5322 

5322 

5322 

5322 

5322 

5322 

5322 

5322 

5322 

5322 

5322 

5322 



256 34031 
255 44107 
255 44112 
255 40089 
255 40089 
265 54006 
265 54006 
265 54018 
265 44064 
265 44064 
265 44064 
255 44107 
265 54006 
101 94007 
lai 94007 
276 14117 
276 14117 
273 74008 
276-nil7 
276 14117 
276 14117 
101 64017 
276 14117 
276 14117 
276 14117 
276 14117 
101 64017 

276 14117 

277 24006 



5322 146 14079 
5322 142 64027 
4822 253 20022 



FUSEHOLDER VL150 

IC HOLDER 16 PINS O.l.L 

1C HOLDER 18 PINS O.l.L 

TRANSISTOR HOLDER TO 18-3 
transistor holder TO 18-4 
TRANSISTOR HOLDER TS153 
female connector BU 102 
male connector BU 102 

male Connector buio3 

male connector BU104 

male connector BU105 

female connector BU106 

female connector BU107 

COMBINED switch SKlOl 
combined switch SK102 
PUSH BUTTON SWITCH SK103 
PUSH BUTTON SWITCH SK104 
ROTARY SWITCH SK105 

PUSH Button switch skio6 

PUSH BUTTON SWITCH SK107 
PUSH BUTTON SWITCH SK106 
COMBINED SWITCH SK109 
PUSH BUTTON SWITCH SKllO 
PUSH BUTTON SWITCH SK116 
PUSH BUTTON SWITCH SK117 
PUSH BUTTON SWITCH SK118 
COMBINED SWITCH SK119 
PUSH BUTTON SWITCH SK120 
SLIDE SWITCH SK121 

MAINS transformer TlOl 
OC-DC TRANSFORMER T102 
FUSE 1.6A FAST VL150 



5322 498 54048 HANDLE ARM 

5322 498 54054 HANDLE PROFILE 

5322 520 3416A BEARING BUSH 

5322 414 64053 CAP HANDLE ARM 

5322 447 84467 TOP COVER 

5322 447 84466 BOTJQN COVER 

5322 466 85335 FRONT ORNAMENT 

5322 459 24054 REAR ORNAMENT 

5322 462 44181 REAP FOOT 

5322 462 44179 BOTTON FOOT 

4822 462 70497 PLUG BOTTOM FOOT 



5322 321 24391 
5322 277 24006 
5322 277 24006 
5322 101 54008 
5322 121 54118 



Ordering no 


Description 


Item 


5322 321 24369 


cable complete 


U3 TO U1 


5322 268 24073 


test socket 


DU302 


5322 268 24073 


TEST SOCKET 


BU303 


!,3o iHSU 


L035/II 


0R3O1 


liitj l.io itrbL 


UD35/II 


GR302 




L035/II 


GR303 


sail lio 3WS-61- 


LD35/II 


GR304 


rail ISO 


L035/II 


GR305 


5%n 130 JHfbl 


L035/II 


GR306 


saix 116 iHSbi. 


LD35/U 


GR30T 


Ordering no 


Description 


Item 



CABLE complete U4 TO U 1 

SLIDE SWITCH SK401 

SLIDE SWITCH SK402 

combined SK403-SK404R401 
CAPACITOR I50NF 63V C401 



Prescaler PM 6624 



Ordering no Cl % Type Item 



4822 


116 


51142 


150 


5 


PR37 


R201 


5322 


U6 


54396 


68 


5 


PR52 


R202 


5322 


116 


54396 


68 


5 


PR52 


R203 


5322 


U6 


504ir 


162 


5 


MR25 


R204 


4822 


111 


30328 


330 


5 


CR16 


R205 


4822 


110 


63125 


4.7K 


5 


CR25 


R206 


4822 


110 


63147 


33K 


5 


CR25 


R207 


4822 


110 


63107 


IK 


5 


CR25 


R208 


4822 


no 


63125 


4.7K 


5 


CR25 


R209 


4822 


110 


63152 


47K 


5 


CR25 


R210 


4822 


no 


63107 


IK 


5 


CR25 


R211 


4822 


no 


63138 


15K 


5 


CR25 


R212 


4822 


111 


30067 


33 


5 


CR16 


R213 


4822 


no 


63134 


lOK 


5 


CR25 


R214 


4822 


no 


63141 


18K 


5 


CR25 


R215 


4822 


no 


63101 


560 


5 


CR25 


R216 


4822 


111 


30264 


2.7K 


5 


CR16 


R217 


4822 


111 


30323 


270 


5 


CR16 


R218 


4822 


111 


30272 


680 


5 


CR16 


R219 


4822 


111 


30245 


47 


5 


CR16 


R220 


4822 


111 


30347 


10 


5 


CR16 


R221 


4822 


no 


63161 


lOOK 


5 


CR25 


R222 


4822 


no 


63116 


2.2K 


5 


CR25 


R223 


4822 


no 


63125 


4.7K 


5 


CR25 


R224 


4822 


no 


63134 


lOK 


5 


CR25 


R225 


4822 


no 


63098 


470 


5 


CR25 


R226 


4822 


no 


63116 


2.2K 


5 


CR25 


R227 


4822 


no 


63054 


10 


5 


CR25 


R228 


4822 


111 


30272 


680 


5 


CR25 


R229 


4822 


no 


63098 


470 


5 


CR25 


R230 


4822 


no 


63116 


2.2K 


5 


CR25 


R231 


4822 


no 


63125 


4.7K 


5 


CR25 


R238 



Ordering no 


Description 




Item 


5322 


158 


14119 


COIL 




L201 


5322 


158 


14119 


COIL 




L202 


5322 


158 


10276 


inductance 4.7MH 


L203 


5322 


158 


14119 


COIL 




L204 


4822 


526 


10025 


FXC BEAD 




L205 


4822 


526 


10025 


FXC BEAD 




L20T 


4822 


526 


10025 


FXC BEAD 




L208 


4822 


526 


10025 


FXC bead 




L209 


4822 


526 


10025 


FXC bead 




L210 


5322 


526 


14019 


bead 




L211 


5322 


265 


54006 


female connector 


BU201 1 


5322 


265 


54018 


male connector 


BU201 1 


5322 


535 


94711 


DISTANCE PIECE 


FOR 


U2 2 


5322 


462 


34054 


GUIDE RAIL 


FOR 


U2 2 


5322 


255 


44122 


1C HOLDER 14 PINS 


OIL 


1 


5322 


255 


40089 


TRANSISTOR HOLDER 


T018-3 2 



Ordering no 


F 


% 


V 


Item 


4822 


122 


31177 


470P 


10 


100 


C201 


4822 


122 


31177 


470P 


10 


100 


C202 


4822 


122 


31177 


470P 


10 


100 


C203 


4822 


122 


31177 


470P 


10 


10 


C204 


4822 


122 


30043 


ION 


•20+80 


63 


C205 


5322 


122 


34043 


47P 


2 


50 


C206 


4822 


122 


31175 


IN 


10 


100 


C207 


5322 


126 


14079 


68M 




6.3 ' 


C208 


4822 


122 


31043 


3»9P ' 


2 


63 


C209 


4822 


122 


31173 


220P 


10 


100 


C211 


4822 


122 


30094 


220P 


10 


100 


C212 


4822 


122 


31177 


470P 


10 


lOO 


C213 


4822 


122 


30043 


ION 


-20*80 


63 


C214 


5322 


126 


14036 


15M 




16 


C215 


4822 


122 


31175 


IN 


10 


xoo 


C216 


5322 


122 


34043 


47P 


2 


loo 


C217 


4822 


122 


31072 


47P 


10 


100 


C218 


4822 


122 


30043 


ION 


•20*80 


63 


C219 


4822 


122 


31175 


IN 


10 


100 


C220 


5322 


122 


34043 


47P 


2 


50 


C221 


4822 


122 


31175 


IN 


10 


100 


C222 


4822 


122 


31175 


IN 


m 


100 


C223 


5322 


124 


14079 


6(5M 




6.3 


C224 


4822 


122 


30043 


ION 


-20*80 


63 


C225 


4822 


122 


31072 


47P 


10 


100 


C226 


4822 


122 


31173 


220P 


10 


XOO 


C227 



Ordering no 


Description 


Item 


5322 


130 


34283 


HP5082-2835 


GR203 


5322 


130 


34283 


HP5082-2835 


GR204 


5322 


130 


34364 


8A379 


GR205 


5322 


130 


34364 


BA379 


Gr^206 


5322 


130 


34364 


BA379 


GR207 


5322 


uo 


30613 


8A.W62 


OR 208 


5322 


130 


34283 


HP5082-2835 


GR209 


5322 


130 


34283 


HP5082-2835 


GR210 


5322 


130 


3Q666 


BZX79-C7V5 


GR21 1 


5322 


209 


85414 


0«334 


IC201 


5322 


209 


85414 


0M334 


IC202 


5322 


209 


84721 


SP670B 


IC203 


5322 


209 


84163 


SN72741P 


IC204 


5322 


209 


84163 


SN72741P 


IC205 


5322 


209 


84165 


SN7474N 


IC206 


5322 


209 


84165 


SN7474N 


1 C207 


4822 


130 


40937 


BC548B 


TS201 


5322 


130 


40348 


BC1786 


TS202 


5322 


130 


44179 


BFR90 


TS203 


4822 


130 


40937 


6C548B 


TS204 


5322 


130 


40343 


BC108B 


TS205 


5322 


130 


34364 


BA379 


GR201 


5322 


130 


34364 


BA379 


GR202 



Prescaler PM 6625 



Ordering no 


n 


% , 


Type 


Item 


5322 


116 


54393 


150 


5 


PR52 


R201 


5322 


116 


54396 


68 


5 


PR 52 


R202 


5322 


116 


54396 


68 


5 


PR52 


R203 


5322 


116 


50617 


162 


5 


MR25 


R204 


4822 


111 


30328 


330 


5 


CRJ6 


R205 


4822 


no 


63125 


4.7K 


5 


CR25 


R206 


4822 


no 


63147 


33K 


5 


CR25 


R207 


4822 


no 


63107 


1< 


5 


CR25 


R208 


4822 


no 


63125 


4.7K 


5 


CR25 


R209 


4822 


no 


63152 


47K 


5 


CR25 


R210 


4822 


no 


63107 


IK 


5 


CR25 


R211 


4822 


no 


63138 


15K 


5 


CR25 


R212 


4822 


111 


30348 


27 


5 


CR16 


R213 


4822 


no 


63134 


lOK 


5 


CR25 


R214 


4822 


no 


63141 


18K 


5 


CR25 


R215 


4822 


no 


63094 


330 


5 


CR25 


R216 


4822 


111 


30265 


2.2K 


5 


CR16 


R217 


4822 


111 


30331 


470 


5 


CR16 


R218 


4822 


111 


30312 


4.7K 


5 


CRl6 


R219 


4822 


111 


30327 


220 


5 


CR16 


R220 


4822 


111 


30347 


10 


5 


CR16 


R221 


4822 


no 


63161 


lOOK 


5 


CR25 


R222 


4822 


no 


63116 


2s2K 


5 


CR25 


R223 


4822 


no 


63116 


2.2K 


5 


CR25 


R224 


4822 


no 


63134 


iOK 


5 


CR25 


R225 


4822 


no 


63098 


470 


5 


CR25 


R226 


4822 


no 


63116 


2s2K 


5 


CR25 


R227 


4822 


no 


63054 


10 


5 


CR25 


R228 


4822 


111 


30272 


680 


5 


CR16 


R229 


4822 


no 


63098 


470 


5 


CR25 


R230 


4822 


no 


63116 


2«2K 


5 


CR25 


R231 


4822 


111 


30324 


100 


5 


CR16 


R233 


4822 


111 


30328 


330 


5 


CR16 


R234 


4822 


111 


30328 


330 


5 


CR16 


R235 


4822 


no 


63098 


470 


5 


CR16 


R236 


4822 


no 


63069 


39 


5 


CR16 


R237 


4822 


no 


63125 


4.7K 


5 


CR16 


R238 



Ordering no 


Description 




Item 


5322 


158 


14U^ 


COIL 




L201 


5322 


158 


14U9 


COIL 




L202 


5322 


158 


10276 


INDUCTANCE 4.7MH 


L203 


5322 


158 


14U*» 


COIL 




L204 


5322 


158 


14U<» 


COIL 




L205 


5322 


158 


14119 


COIL 




L206 


5322 


158 


14119 


COIL 




L207 


5322 


158 


14119 


COIL 




L208 


5322 


157 


44024 


COIL 




L209 


4822 


526 


10025 


FXC BEAD 




L2I0 


4822 


526 


10025 


FXC BEAD 




L211 


4822 


526 


10025 


FXC BEAD 




L212 


,4822 


526 


10025 


FXC BEAD 




L214 


5322 


265 


54006 


female CONNECTOR 


BU201 1 


5322 


265 


54018 


MALE CONNECTOR 


BU201 1 


5322 


535 


94711 


DISTANCE PIECE 


FOR 


U2 2 


5322 


255 


44122 


IC holder 14 PINS 


DIL 


1 


5322 


255 


40089 


transistor holder 


T018-3 2 


5322 


462 


34054 


guide rail 




2 



Ordering no 


F 


% 


V 


Item ‘ 


5322 


122 


34071 


470P 


20 


50 


C201 


5322 


122 


34071 


4T0P 


20 ! 


50 


C202 


5322 


122 


34071 


470P 


20 


50 


C203 


5322 


122 


34071 


470P 


20 


50 


C204 


4822 


122 


30043 


ION 


-204-80 


63 


C205 


5322 


122 


34043 


47P 


10 


50 


C206 


4822 


122 


31175 


IN 


10 


100 


C207 


5322 


12^ 


14079 


68M 


-10+50 


6.3 


C208 


5322 


122 


34043 


4?P 


10 


50 


C209 


4822 


122 


31173 


220P 


10 


100 


C210 


4822 


122 


31173 


220P 


10 


100 


C211 


4822 


122 


31173 


220P 


10 


100 


C212 


5322 


122 


34071 


470P 


10 


50 


C213 


4822 


122 


30043 


ION 


-20*80 


63 


C214 


5322 


124 


14036 


15M 


-10+50 


16 


C215 


4822 


122 


31175 


IN 


10 


100 


C216 


5322 


122 


34071 


470P 


20 


50 


C217 


5322 


122 


34042 


12P 


10 


50 


C218 


4822 


122 


30043 


ION 


-20+80 


63 


C219 


4822 


122 


31175 


IN 


10 


IQO 


C220 


4822 


122 


30043 


ION 


•20+80 


63 


C221 


5322 


122 


34043 


47 P 


10 


50 


C222 


5322 


122 


34071 


470P 


20 


50 


C223 


5322 


124 


14079 


68M 


•10+50 


6.3 


C224 


5322 


122 


34071 


470P 


10 


50 


C225 


4822 


122 


31072 


47P 


2 


100 


C226 


5322 


122 


34071 


470P 


20 


50 


C227 


4822 


122 


31072 


47P 


2 


100 


C228 


4822 


122 


30043 


ION 


-20+80 


63 


C229 


5322 


122 


34043 


47P 


10 


50 


C230 


4822 


122 


31054 


lOP 


2 


100 


C231 



Ordering 


no 


Description 


Item 


5322 


209 


83414 


0M33A 


1C201 


5322 


209 


85414 


0«334 


IC202 


5322 


209 


84725 


SP8616B 


IC203 


5322 


209 


84165 


SN727^1P 


1C204 


5322 


209 


84165 


SN72741P 


1C205 


5322 


209 


84165 


SN7«74N 


1C206 


5322 


209 


84165 


SN7A74N 


IC207 


5322 


209 


84729 


SP8600B 


1C208 


4822 


130 


40937 


8C548B 


TS201 


5322 


130 


40348 


8C176B 


TS202 


5322 


130 


44179 


0FR9O 


TS203 


4822 


130 


40937 


BC548B 


TS206 


5322 


130 


40343 


BCI06B 


TS205 


5322 


130 


44435 


2N5770 


TS206 


5322 


130 


34364 


BA379 


GR201 


5322 


130 


34364 


BA379 


GR202 


5322 


130 


34283 


HP5082-2835 


CR203 


5322 


130 


34283 


HP5082-2835 


GR204 


5322 


130 


34364 


BA379 


GR20S 


5322 


130 


34364 


BA379 


GR206 


5322 


130 


34364 


0A379 


GR207 


5322 


130 


30613 


BAM62 


GR208 


5322 


130 


34283 


HP5082-2835 


.0R2O9 


5322 


130 


34283 


HP5082-2835 


GR210 


5322 


130 


30666 


BZX79-C7V5 


GR2U 


5322 


130 


34364 


BA379 


GR212 


5322 


130 


30666 


BZX79-C7V5 


GR213 


5322 


130 


30411 


BZX79-C3V9 


GR214 


5322 


130 


30411 


BZX79-C3V9 


GR215 



CODING SYSTEM OF FAILURE REPORTING FOR QUALITY 
ASSESSMENT OF T & M INSTRUMENTS 
(exct. potentiometric recorders) 

The information contents of the coded failure description Is necessary for our computerized processing of 
quality data. 

Since the reporting of repair and maintenance routines must be complete and exact, we give you an example 
of a correctly filled-out PHILIPS SERVICE Job sheet. 

® @ @ 0 

Country ' Day Month Year typenumber /Version Factory /Serial no. 



■□□□□□□SI 



CODED FAILURE DESCRIPTION 



Location 



Component/sequence no. Category 



Nature of call 

Installation 

Pre sale repair 

Preventive 

maintenance 

Corrective 

maintenance 

Other 



Detailed description of the Information to be entered in the various boxes: 
©Country: [ 3 1 2 I = Switzerland 
©Day Month Year |l I 5| 0 I 4 I 7 I 5 I = 15 April 1975 



















0 


0 


2 


1 



















T 


S 


0 


6 


0 


7 


R 


0 


0 


6 


3 


1 


9 


9 


0 


0 


0 


1 



























Job completed 

Working time (§) 
n hl2| Hrs 



©Type number/ Version 1 0 | P | M I 



I 0 I 0 [ 2 I - Oscilloscope PM 3260, version 02 (in later 

oscilloscopes this number is placed in front of 
the serial no) 



©Factory /Serial number {D|0|0|0|7|8|3| - DO 783 These data are mentioned on the type plate of 

the instrument 



©Nature of call: Enter a cross in the 
©Coded failure description 



relevant box 



%.^uinfJunt:fn./WLfut:fn,c iiu. 



These four boxes are used 
to isolate the problem area. 

Write the code of the part 
in which the fault occurs, e.g. unit 
no or mechanical Item no 
of this part (refer to 'PARTS 
LISTS' in the manual ). 

Example: 0001 for Unit 1 
OOOA for Unit A 
0075 for item 75 
If units are not numbered, do not 
fill in the four boxes; see Example 
Job sheet. 



These six boxes are intended to 
pinpoint the faulty component. . 

A. Enter the component 
designation as used in the circuit 
diagram. If the designation is 
alfa-numeric,the letters must be 
written (starting from the left) 
in the two left-hand boxes and 
the figures must be written (in 
such a way that the last digit 
occupies the right-most box) in 
the four right-hand boxes. 

B. Parts not identified In the 
circuit diagram: 

990000 Unknown/Not applicable 
990001 Cabinet or rack (text 

plate, emblem, grip, rail, 
graticule, etc.) 

990002 Knob (incl. dial knob, cap, 
etc.) 

990003 Probe (only if attached 
to instrument) 

990004- Leads and associated plugs 
990005 Holder (valve, transistor, 
fuse, board, etc.) 

990006 Complete unit (p.w. 

board, h.t. unit, etc.) 
990007 Accessory (only those 
without type number) 
990008 Documentation (manual, 
supplement, etc.) 

990009 Foreign object 
990099 Miscellaneous 



0 Unknown, not applicable (fault 
not present, intermittent or 
disappeared) 

1 Software error 

2 Readjustment 

3 Electrical repair (wiring, solder 
joint, etc.) 

4 Mechanical repair (polishing, 
filing, remachining, etc.) 

5 Replacement (of transistor, 
resistor, etc.) 

6 Cleaning and/or lubrication 

7 Operator error 

8 Missing items (on pre-sale test) 

9 Environmental requirements are 
not met 



® Job completed: Enter a cross when the job has been completed. 

©Working time: Enter the total number of working hours spent in connection with the job (excluding 
travelling, waiting time, etc,), using the last box for tenths of hours. 



1 I 2 I = 1,2 working hours (1 h 12 min.) 









Prescaler PM 6625 










,nnn..nnn nnit 




BU106 

To IC179' t3 

















































52 



To GRfBS 

\R1126 BZ AZ B1 At 



i sSW/vD 

a/ 




Figure X-3. Circuit diagram Input/Output amplifier D, Oscil- 
lator, decimal counting unit, display and time base divider 





























































PM6622 

Only 




58 



From 

/C156'J3 



16 


3 


1 


d 



16 


3 


1 


d 



U U U Li LI U u u u Li 



TTnnnnnnn 


16 


3 


1 


8 



IC101 (MC1651) @ IC702 (MC10702) 
7C70U (MC 70276) 



’ U U U U □ □ □ I 

-S,2V!^ 
/C703 (MC7077O) 



1 2 3 

3f Df Gf 
T3707 ( E47 7 ) 
T3702 ( £471) 



Figure X-4. Input amplifier A and B 

Hole: The first figure of the component number is left out 
in the component layout e.g. R 01 should read R 101. 
















62 




Figure X-5. Power supply 









Figure X-6. Component layout prescaler PM 6624, Compo- 
nent side 



C 206 a 



□C22T 



Figure X-7. Component layout prescaler PM 6624, Soldering 









68 



8U201 
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I 

i 



i 
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QUALITY REPORTING 



CODING SYSTEM FOR FAILURE DESCRIPTION 

^ The following information is meant for Philips service workshops only and serves as a guide for exact reporting of 

! service repairs and maintenance routines on the workshop charts. ^ 

(Introduction) and Information Cd 689 (Specific information for 

lest and Measuring Instruments). 



LOCATION 

CUD 

Unit number 

e.g. OOOA or 0001 (for unit A or 1; not OOUA 

or 00U1) 

or: Type number of an accessory (only if delivered 
with the equipment) 

e.g. 9051 or 9532 (for PM 9051 or PM 9532) 

I or: Unknown/Not applicable 
0000 



CATEGORY 

□ 

0 Unknown, not applicable (fault not present, 
intermittent or disappeared) 

1 Software error 
j 2 Readjustment 

I 3 Electrical repair (wiring, solder joint, etc.) 

4 Mechanical repair (polishing, filing, remachining, etc.) 

5 Replacement 

6 Cleaning and/or lubrication 

7 Operator error 

8 Missing items (on pre-sale test) 

9 Environmental requirements are not met 



COMPONENT/SEQUENCE NUMBER 

□ rrm 

Enter the identification as used in the circuit diagram, 
e.g.: 

GR1003 Diode GR1003 

TS0023 Transistor TS23 

IC0101 Integrated circuit IC101 

RO.... Resistor, potentiometer 

CO.... Capacitor, variable capacitor 

BO.... Tube, valve 

LA.... Lamp 

VI — Fuse 

SK.... Switch 

BU.... Connector, socket, terminal 

TO.... Transformer 

LO.... Coil 

XO.... Crystal 

CB.... Circuit block 

RE.... Relay 

BA.... Battery 

TR.... Chopper 

4 

Parts not identified in the circuit diagram: 

990000 Unknown/Not applicable 
990001 Cabinet or rack (text plate, emblem, grip, 
rail, graticule, etc.) 

990002 Knob (incl. dial knob, cap, etc.) 

990003 Probe (only if attached to instrument) 
990004 Leads and associated plugs 
990005 Holder (valve, transistor, fuse, board, etc.) 
990006 Complete unit (p.w. board, h.t. unit, etc.) 
990007 Accessory (only those without type number) 
990008 Documentation (manual, supplement, etc.) 
990009 Foreign object 
990099 Miscellaneous 






Sales and service all over the world 



Alger: Sadetei; 41 Rue des Freres Mouloud 
Alger; tel. 656613-656607 

Argentina: Philips Argentina S.A., Cassila 
Correo 3479, Buenos Aires; tel, T.E. 70, 7741 
al 7749 

Australia: Philips Electrical Pty Ltd., Philips 
House, 69-79 Clarence Street, Box 2703 
G.P.O., Sydney; tel. 2.0223 

Belgie/Belgique: M.B.L.E, Philips Bedrijfs- 
apparatuur, 80 Rue des Deux Cares, Bruxelles; 
tel. 02/13.76.00 

Bolivia: Industries Bolivianas Philips S.A. 
LA Jon postal 2964 La Paz tel. 50029 

Brasil: S.A. Philips Do Brasil; Avenida Paulista 
2163; P.O. Box 8681; Sao Paulo S.P.; 
tel 81 -21 61. 

Burundi; Philips S.A.R.L., Avenue de Grece, 
B.P. 900, Bujumbura 

Canada: Philips Electronic Industries Ltd., 
Scientific and Electronic Equipment Division, 
Philips House, 1 1 6 Vanderhoof Avenue, Toronto 
17 M 4G 2JI. tel. (41 6)-425-51 61 . 

Chile: Philips Chilena S.A., Casilla 2687, 
Santiago de Chile; tel. 94001 

Colombia: Industries Philips de Colombia 
S.A., Calle 13 no. 51-03, Apartado Nacional 
1505, Bogota; tel. 473640 

Costa Rica: Philips de Costa Rica Ltd., 
Apartado Postal 4325, San Jose; tel. 210111 

Danmark: Philips Elektronik Systemer A/S 
Afd. Industri &• Forskning; Strandlodsvej 4 
23OO-K0benhavn S; Tel (0127) AS 2222; 
telex 27045 

Deutschland (Bundesrepublik); Philips Elek- 
tronik Industrie GmbH, 2000 Hamburg 73, 
MeiendorferstraRe 205; Postfach 730 370; 
tel. 6797-1 

Ecuador: Philips Ecuador S.A., Casilla 343, 
Quito; tel. 239080 

Egypt: Ph. Scientific Bureau 5 Sherif Str. 
Cairo -A.R. Egypt P.O. Box 1807; tel. 7845i7- 
57739 

Eire: Philips Electrical (Ireland) Ltd., New- 
stead, Clonskeagh, Dublin 14; tel. 976611 

El Salvador: Philips de El Salvador, Apartado 
Postal 865, San Salvador; tel. 217441 

Espaha; Philips Iberica S.A.E., Avenida de 
America, Apartado 2065, Madrid 17; tel 
2462200 

Ethiopia: Philips Ethiopia (Priv. Ltd. Co.), 
P.O.B. 2565; Cunningham Street, Addis Abe- 
ba; tel. 48300 

Finland: Oy Philips Ab, Postboks 10255, 
Helsinki 10; tel. 1091 5 

France: Philips Industrie, Division de ia S.A. 
Philips Industrielle et Commerciale 105 Rue 
de Paris, .93 002 Bobigny; tel. 830-1 1-1 1 

Ghana; Philips (Ghana) Ltd., P.O.B. M 14, 
Accra; tel. 6601 9 

Great Britain: Pye Unicam Ltd., York Street, 
Cambridge; tel. (0223)58866 

Guatemala: Philips de Guatemala S.A., 
Apartado Postal 238, Guatemala City; tel. 64857 



Hellas: Philips S.A. Hellenique, 54, Ave 
Syngrou, Athens; tel 230476, P.O. Box 153 

Honduras: Hasbun de Honduras Apartado 
Postal 83, Tegucigalpa; tel. 2-91 21 ... 5 

Hong kong: Philips Hong Kong Ltd., P.O.B. 
2108, St. George's Building, 21st floor, Hong 
Kong; tel. 5-249246 

India: Philips India Ltd., Shivsagar Estate, 
Block "A", Dr. Annie Besant Road, P.O.B. 
6598, Worli, Bombay 18; tel. 370071 

Indonesia: P. T. Philips Development Cor- 
poration, Jalan Proklamasi 33, P.O.B. 2287, 
Jakarta; tel. 51 985-51 986 

Iran: Philips Iran Ltd., P.O.B. 1297, Teheran; 
tel. 662281 

Iraq : Philips Iraq W.L.L. Munir Abbas Building 
4th Floor; South Gate. P.O. box 5749 Baghdad; 
tel. 80409 

Island: Heimilistaeki SF, Saetun 8, Reykjavik; 
tel. 24000 

Islas Canarias; Philips Iberica S.A.E., Triana 
132, Las Palmas; Casilla 39-41, Santa Cruz de 
Tenerife 

Italia: Philips S.p.A., Sezione PIT; Viale 
Elvezia 2, 20052 Monza; tel. (039) 361 -441 ; 
telex 35290 

Kenya: Philips (Kenya) Ltd., P.O.B. 30554, 
Nairobi; tel. 29981 

Malaysia: Philips Malaya Sdn Bhd. P.O. Box 
332, Kuala Lumpur;/Selangor W. Malaysia; 
tel. 774411 

Mexico: Philips Comercial S.A. de C.V., 
Uruapan 7, Apdo 24-328. Mexico 7 D.F.; 
tel. 25-15-40 

Nederland: Philips Nederland B.V., Bosch- 
dijk, Gebouw VB, Eindhoven; tel. 793333 

Ned. Antillen: N.V. Philips Antiliana, Post- 
bus 523, Willemstad; tel. Curacao 36222- 
35464 

New Zealand: Philips Electronical Industries 
(N.Z.) Ltd., Professional and Industrial Division, 
70-72 Kingsford Smith Street, P.O.B. 2097, 
Lyall Bay, Wellington; tel. 73-156 

Nigeria; Philips (Nigeria) Ltd., 6 Ijora Cause- 
way, P.O.B. 1921, Lagos; tel. 45414/7 

Nippon: Nihon Philips Corporation, P.O.B. 13, 
World Trade Center, 32 >^d Floor, Tokyo 105; 
tel. (03) 435-5211 

Norge: Norsk A.S. Philips, Postboks 5040, 
Oslo; tel. 463890 ^ 

Osterreich: Oesterreichische Philips Industrie 
GmbH, Abteilung Industrie Elektronik, Triester- 
strasse 64, A-1101 Wien; tel. (0222) 645511/ 
31 

Pakistan: Philips Electrical Co. of Pakistan 
Ltd., El-Markaz, M.A. Jinnah Road, P.O.B. 
7101, Karachi; tel. 70071 

Paraguay: Philips del Paraguay S.A., Casilla 
de Correo 605, Asuncion, tel. 8045- 5536-6666 

Peru: Philips Peruana S.A., Apartado Postal 
1841, Lima; tel. 326070 

Philippines: Philips Industrial Development 
Inc., 2246 Pasong Tamo P.O.B. 911, Makati 



Rizal D-708; tel. 889453 to 889456 

Portugal: Philips Portuguese S.A.R.L., Av. 
Eng. ° Duarte Pacheco, 6 - Lisboa - 1 

Rwanda: Philips Rwanda S.A.R.L., B.P. 449, 
Kigali 

Saoudi Arabia : A. Rajab and A. Silsilah 
P.O. box 203 Jeddah - Saudi Arabia; tel. 51 1 3- 
5114 

Schweiz-Suisse-Svizzera : Philips A.G., 

Binzstrasse 15, Postfach 8027, Zurich; tel. 
051 -44221 1 

Singapore: Philips Singapore Private Ltd. 
P.O. Box 340; Toa Payoh Central Post Office; 
Singapore 12; tel. 538811 

South Africa: South African Philips (Pty) 
Ltd., P.O.B. 7703, 2, Herb Street, New Doorn- 
fonteln, Johannesburg; tel. 24-0531 

Sverige; Svenska A.B. Philips, Pack, Liding- 
ovagen 50, Stockholm 27: tel. 08/635000 

Syria: Philips Moyen-Orient S.A. Rue Fardoss 
79 Immeuble Kassas and Sadate B.P. 2442 
Damas; tel. 18605-21650 

Taiwan: Yung Kang Trading Co. Ltd., San 
Min Building, Gnd Floor, 57-1 Chung Shan N 
Road, 2 Section, P.O.B. 1467, Taipei; tel. 
577281 

Tanzania: Philips (Tanzania) Ltd., Box 20104, 
Dar es Salaam; tel. 29571 

Thailand: Philips Thailand Ltd., 283, Silom 
Road, Bangkok; tel. 36980, 36984-9 

Turkey: Turk Philips Ticaret A.S., Posta 
Kutusu 504, Beyoglu; Giimussuyu CaddesI 
78/80 Istanbul 1 Turkye 

Uganda: Philips Uganda Ltd. p.o. Box 5300 
Kampala; tel. 59039 

Uruguay: Industries Philips del Uruguay, 
Avda Uruguay 1287, Montevideo; tel 915641 
Casilla de Correo 294 

U.S.A. : Philips Test and Measuring Instru- 
ments Inc.; 400 Crossways Park Drive, Wood- 
bury, N.Y. 11797; tel. (516) 921-8880 

Venezuela: C.A. Philips Venezolana, Apar- 
tado Postal 1 1 67, Caracas; tel. 36051 1 

Zaire: Philips S.Z.R.L., B.P. 1798, Kinshasa; 
tel. 31887-31888-31693 

Zambia: Philips Electrical Ltd., Professional 
Equipment Division, P.O.B. 553 Kitwe; tel. 
2526/7/8; Lusaka P.O. Box 1878 



750101 



For information on change of address: 

N.V. Philips 

Test and Measuring Instruments Dept. 
Eindhoven - The Netherlands 

For countries not listed: 

N.V. Philips PIT Export Dept. 

Test and Measuring Instruments Dept. 
Eindhoven - The Netherlands 
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All dc voltages and waveforms are 
measured with the counter con- 
nected to the mains. 

Pulse repetition time of the wave- 
forms is 20 \iS. 
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The waveforms are re- 
corded with a 50 MHz 2 
channels oscilloscope. 
The preliminary setting 
of the counter is mini- 
mum display time, Check 
mode and Frequency 
A 100 Hz. The rest of the 
controls is set to neutral 
position. 
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The waveforms are measured with 
sampling oscilloscope and FET 
probe. The input signal is a 10 MHz, 
150 mV p-p sine wave signal con- 
nected to input B. The counter has 
all push-buttons released and trigger 
level set to O V. 
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